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PREFACE. 


^nO  much  success  having  attended  the  publication  of  my 
"  Orthopaedic  Apparatus,"  and  the  little  book  having  been 
entirely  sold  out  of  print,  I  have  two  duties  to  perform,  the  one, 
CO  thank  those  medical  men  who  have  so  kindly  encouraged  me 
m  my  work,  and  who  have  so  generously  expressed  their  appre- 
jiation  of  the  help  rendered  to  them  by  the  "  illustrated  Plates," 
Lind  the  other,  the  reproduction  of  the  book. 

In  agaia  illustrating  the  various  apparatus  for  the  treatment 
)f  deformities  I  shall  endeavour  to  bring  the  use  and  practical 
ooints  of  each  appliance  more  prominently  into  notice  than 
leretofore,  and  for  that  pm-pose  I  may  have  to  refer  to  the 
luthors  who  have  so  ably  explained  the  application  of  the 
nstruments  in  their  several  works.  In  doing  this  I  trust  that 
he  Profession  will  view  the  hberty  I  have  taken  as  a  desire  to 
-.ssist  those  medical  men  who  are  not  familiar  with  the  perfect 
tJid  exact  use  of  the  apparatus,  and  not  with  the  idea  of  tres- 
passing on  that  ground  of  "advice"  which  is  clearly  the 
..>rovmce  of  the  Medical  Man. 

As  I  intend  to  give  the  detailed  description  of  the  apparatus 
:i  chapters,  I  shall  there  refer  fully  to .  the  special  pouats  of 
aterest  in  the  appliances,  and  consequently  need  not  call  atten- 
ion  here  to  any  particular  feature.    I  should,  however,  like  to 
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ask  one  question  which,  I  think,  may  fairly  "  preface  "  a  descrip- 
tion of  "  Orthoptedic  Apparatus,"  and  that  is,  "Why  is  there 
existing  so  much  prejudice  against  the  use  of  mechanical 
appUances?"    Surely,  an  infinite  amount  of  good  is  done  by 
their  use  when  judiciously  applied.    Many  deformities  might  be 
greatly  lessened,  and  in  many  cases  entirely  cured  by  the  timely 
appUcation  of  a  well-fitting  and  efBcient  apparatus ;  but  un- 
fortunately the  prejudice  exists  against  so-called  "irons"  (I 
speak  of  the  general  public)  ;  and  what  little  deformity,  it  is 
fondly  hoped,  a  chUd  will  "grow  out  of,"  only  too  often  in- 
creases for  want  of  a  Medical  Man's  discriminating  advice  as 
to  the  best  form  of  apphance  necessary.   The  spinal  apparatus, 
the  walking  instrument,  the  scarpas  shoe,  and  other  aids  are  all 
necessities,  and  as  such  should  be  made  in  accordance  with  the 
progress  of  science.   It  is  this  want  of  progress  in  the  adaptation 
of  certain  appliances  which  seems  to  me  to  strike  the  keynote  of 
the  prejudice  ;  and  indeed,  one  can  hardly  wonder.    I  often  see 
apparatus  made  in  the  present  day,  heavy,  clumsy,  ill-fitting, 
with  the  old  ideas,  and  old  models  carried  out,  and  presented  as 
specimens  of  perfect  mechanism.    When  nothing  better  could  be 
obtained  they  served  an  end,  but  sm-ely  as  science  in  sm-gery 
advances,  should  not  also  the  science  of  the  construction  of 
Orthopedic  Apparatus  likewise  advance  ?  In  these  days  when 
the  possession  of  "certificates"  is  necessary  to  every  one 
following  any  scientific   pursuit,  it  is  somewhat  sm-prising 
to  find  that  "Orthopaedic  and  Surgical  Instrmnent  Makers" 
should  carry   on   their   vocation,    without  having  demon- 
strated their  ability  to  construct  suitable  apparatus,  for  the 
various  cases  which  are  submitted  to  them  to  be  helped  by 


V 


mechanical  aid.  That  there  are  those  who  are  well  qualified  to 
io  this  is  unquestionable ;  but  many,  possessing  only  the 
oechnical  knowledge  of  the  workshop,  manufacture  articles  so 
iieavy  and  ill-fitting,  and  unsuitable,  as  to  be  productive  of  more 
iiarm  than  good  to  the  wearer.  A  knowledge  of  the  anatomy  of 
Ihe  human  frame  should  accompany  a  thorough  acquaintance 
i;rith  the  laws  of  mechanics,  not  that  the  mechanician  should  play 
ihe  part  of  a  quack,  but  that  he  may  be  enabled  the  more  readily 
■iO  grasp  the  ideas  of  medical  men,  and  work  out  any  apparatus 
without  an  endless  experiment  and  waste  of  time,  and  consequent 
innoyance  to  both  the  surgeon  and  the  patient.  The  precedmg 
;-emarks  are  induced  by  personal  experience.  Frequently,  I  see 
»jatients  who  have  had  several  apparatus  made,  all  useless ; 
Alteration  after  alteration  has  followed,  but  the  instrument  still 
remains  inefficient.  Often  the  patient  becomes  wearied  with 
Ihese  constant  experiments,  naturally  is  doubtful  as  to  ever 
r)btaining  a  "  support,"  is  prejudiced  against  appHances,  and 
■  ontinues  to  suffer.  This  is  not  a  fanciful  case.  Many  medical 
nen  can,  I  am  sm-e,  thoroughly  endorse  this  statement.  In- 
luenced  by  these  facts,  my  aim  has  been,  and  is,  to  bring 
j.pparatus  to  perfection,  and  I  shall  endeavour  to  show  that 
Inechanical  aids  may  be  made  thoroughly  efficient,  as  well  as 
lerfectly  comfortable. 

I  The  great  secret  of  success  in  the  application  of  my  instru- 
ments rests  in  the  careful  fitting  and  adaptation  which  I  give  to 
fcach  individual  case,  and  without  which  no  instrument  can 
achieve  its  purpose.  For  instance,  although  there  are  a  vast 
umber  of  cases  of  lateral  curvature  of  the  spine,  yet  each  must 
•^e  treated  on  its  own  merits,  and  the  apparatus  adapted  to  the 
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requirements  of  the  case.  Moreover,  as  new  treatments  are 
developed  and  perfected,  so  in  a  like  manner  are  my  appliances 
altered  and  adapted,  to  be  more  effective  and  beneficial  as 
adjuncts  to  the  relief  and  cure  of  bodily  deformities. 

Having  now  glanced  at  the  cause  of  this  prejudice  to  "irons" 
(this  word,  by  the  way,  a  misnomer,  iron  being  scarcely  used 
in  the  construction  of  appliances),  I  trust  that  the  following 
chapters  may  tend  to  disabuse  the  minds  of  those  who  hold  ideas 
antagonistic  to  the  employment  of  these  important  aids.  I  am 
confident  that  the  force  of  my  remarks  must  be  apparent,  and 
that  a  great  need  exists  for  the  creation  of  "an  Orthopaedic  and 
Surgical  Mechanician's  Certificate,"  not  only  for  the  production 
of  instruments,  but  as  a  healthy  stimulus  to  those  engaged  in 
this  necessary  and  beneficial  work. 

F.  GUSTAV  EENST. 

80,  Charlotte  Street, 
FiTZROV  Square,  London,  W. 
1889. 
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CHAPTEE  I. 


GENEKAL  DESCRIPTION  OF  MECHANISM. 


"Free 
Joints." 


iEFORE  entering  upon  the  description  of  Orthopaedic  apparatus, 
think  that  it  may  be  advisable  to  give  an  account  of  the  various 
lovements  which  are  necessary  as  connecting  or  active  parts 
':  the  several  instruments.    The  joints  especially  are  of  great 
inportance,  and  I  believe  that  a  detailed  description  will  enable 
le  medical  man  to  see  the  nature  of  the  movement,  and 
ilihether  the  same  is  suitable  for  his  case.    This  description  will 
fBO  give  the  technical  terms,  and  consequently  save  much 
iplanatory  repetition  in  subsequent  images.    Joints  and  springs 
■e  the  two  principal  factors  in  all  api)aratus. 

Commencing  with  joints;  the  simplest  and  that  most 
largely  used  is  the  ordinary  "double  joint"  or  "Free 
nt,"  so  called  from  its  capability  of  free  movement  in  a  given 
dne.    This  is  composed  of  a  male  and 
Tiale  part,  the  former  working  within  the 
r,  which  latter  ought  always  to  be  made 
:ie  solid  piece  for  strength  and  dura- 
ity.    Figs.  1  and  2  shew  a  front  and  side 
of  this  joint.    It  may  seem  super- 
ous  to  mention  the  solidity  of  this  joint, 
t  I  have  seen  so  many  "  made  joints," 
.,  one  cheek  overlapping  the  other,  with 
1 3  result  of  a  joint  of  no  durability  in  Yig  i        Fig  2 


B 


Detachable 
Joints- 


Use  of  the     This  joint  is  principally  used  in  appliances  for  the 
jofnt."    upper  and  lower  extremities,  and  is  only  adapted  to 
instruments  where  slight  support  is  required,  and  being  actually  |l 
"  Free,"  it  in  no  way  impedes  the  natural  action  of  the  limb. 

Detachable  joints  are  another  kind  of  "free  joint," 
and  are  principally  adapted  at  the  ankle  joint. 
Use  of  the      The  chief  object  of  a  detachable  joint  is  to  admit  of 
°'jotaf '  the  separation  of  a  portion  of  the  instrument,  and 
consequently  the  ankle  joint  is  generally  made  with  one  or 
the  other  of  the  several  forms  of  detachments.    The  value  of  " 
this  arrangement  is  very  great,  as  it  makes  the  change  from  a  i 
walking  boot  to  a  night  shoe  possible,  or  permits  the  use  off 
several  pairs  of  boots  with  one  mstrument.    In  a  case  of  con-  ■ 
tracted  l^nee,  where  the  extension  instrument  is  applied,  thisi 
convenience  for  attaching  a  night  shoe  is  obvious. 

The  "Kevhole  Catch"  disconnection  (so  called  from 

"  Keyhole  *' 

''tachlbie'       ^^^P^  cutting  in  the  male  jomt)  is  the  siin- 

j"^'"  plest  form  of  detachable  joint.  It  consists  of  a  turned 
rivet,  firmly  attached 
to  the  ankle  joint  of 
the  shoe  -  piece,  the 
head  forming  the 
second  cheek  of  the 
joint.     The  "pin" 

of  the  rivet  and  the 

centre  hole   of  the 

male  joint  correspond 

in  size.    In  the  pin 

the  top  and  underside  are  filed  one  quarter  flat,  and  a  i~ 
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is  cut  (of  the  thickness  of  the  filed  pin)  from  the  lower  end  of 
the  male  joint  into  the  centre  hole.    It  will  therefore  he  seen 
that  to  connect  and  disconnect  the  instrument  from  the  ankle 
joint  both  the  apparatus  and  shoe  piece  must  be  attached  and 
.detached  at  right  angles  to  each  other.   Figs.  3  and  4  shew  this 
:form  of  joint  before  attachment,  and  when  attached  for  use. 
j    Sockets.    Although  not  strictly  a  "  working  joint,"  yet  sockets 
L-eome  under  the  head  of  detachments,  and  as  such,  the  respective 
^varieties  may  be  described  here.    The  simplest  form  of  socket 
lis  that  fastened  to  the  heel  of  the  boot,  and  of  this  form  there 
\are  two  sorts,  the  round  and  the  flat.    The  former  is  generally 
applied  to  tibial  instruments  in  cases  where  the  curve  of  the 


Fig.  5.  Fig.  6. 


ia  is  very  low,  and  the  latter  applied  in  conjunction  with  the 

linary  double  or  free  joint  at  the  ankle.     Figs.  5  and  6 

u-esent  respectively  a  flat  and  round  socket.    Practically  both 

these  forms  of  detachment  I  dislike,  for  if  they  are  not 

istantly  cleaned  and  oiled,  the  wet  and  dirt  in  walking, 

iokly  clogs  and  corrodes  the  two  metals  and  renders  the  de- 

hment  a  fixture.  Moreover,  the  round  socket  is  mechanically 

B  2 
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incorrect,  for  it  places  the  centre  of  motion  under  the  foot 
instead  of  at  the  ankle  joint.    However,  many  patients  like  the 


"  Vertical 

Side 
Socket." 


Fig.  7.  Fig.  8 

socket  detachment,  and  for  greater  security  I  would  recommend 
The  "  Snap  "  Snap  Socket "  as  the  more  efficient  of  the  hori- 
Sooket.  2ontal  series.  Figs.  7  and  8  shew  the  working  of  this 
mechanism,  the  principal  feature  consisting  in  the  spring  which 
is  attached  to  the  shoe  piece ;  this  must  be  depressed  before 
fixing  and  when  detaching. 

By  far  the  more  serviceable  socket  detachment  is  the 
"Vertical  Side  Socket."  It  is  connected  with  a  sole 
plate,  in  fact  it  is  a  solid  steel  forging  (and  for  this  reason  alone 
infinitely  superior  to  made  sockets). 
The  sole  plate  is  firmly  rivetted  to  the 
boot  and  the  side  portion  receives  the 
upper  part  of  the  instrument,  which 
is  made  to  fit  it  accurately.  Fig.  9 
shews  this  "  Vertical  Side  Socket" 
arrangement  before  and  after  fixation. 
Often  in  "Free  joints"  a  screw  is 
inserted  through  the  centre  hole  in 
place  of  a  fixed  rivet,  theoretically  Fig.  9. 


making  a  detachable  joint,  yet  from  the  trouble  of  unscrewing  and 
the  wear  of  the  thread  of  the  screw,  it  becomes  practically  useless. 
"BeveUed      By  far  the  neatest  and  most  mechanical  form  of 

Morticed  " 

Joints,  detachment  is  the  "  Bevelled  Morticed"  joint.  In 
ihis  case  the  detachment  is  made  from  above  and  not  below  the 
ankle  joint,  where  the  free  movement  is  fitted  in  the  usual  way. 
.The  male  joint  of  the  double  joint  terminates  at  2  inches  in 
length,  in  a  fitting  resembling  a  distorted  figure  3.  It  is 
■'morticed"  into  the  lower  steel  of  the  apparatus  to  prevent 
any  lateral  movement,  and  "  bevelled  "  so  that  when  placed 
:ogether,  both  the  upper  and  under  side  are  in  the  same  plane. 
When  connected  together  a  sliding  ring  passes  over  the  two 
littings  and  unites  them  in  great  solidity,  this  ring  being  kept 
n  position  by  a  spring  catch. 


Fig.  lo.  Fig.  11. 

"Ssvlued  practice  this  form  of  detachment  is  exceedingly 
Joint."    valuable,  for  it  enables  the  adaptation  of  a  night 


"Ring  Catch 
Joint' 


shoe,  or  change  of  boots,  without  removing  or  disturbing  any  of 
the  upper  portion  of  the  apparatus  and  experience  has  proved 
its  efficiency  and  durabihty,  for  inasmuch  as  the  detachment 
does  not  affect  the  ankle  joint,  there  is  an  uniform  wear  of  this 
part  of  the  instrument  and  the  value  of  the  invention  naturally 
increases  on  the  point  of  economy  alone.  Figs,  lo  and  n  give 
the  details  of  this  joint  separate  and  intact. 

One  of  the  most  useful  and  valuable  joints  is  the 
Eing  Catch  "  joint, 
which  is  used  in  walking  appa- 
ratus for  cases  of  paralysis,  or 
weakened  joints,  and  princi- 
pally employed  at  the  knee.  It 
combines  the  advantages  of  a 
fixed  and  free  movement,  released 
or  fixed  at  will.  In  construction 
it  is  similar  to  the  ordinary  free 
joint,  but  the  male  portion  extends 
beyond  the  radius  of  the  circular 
joint,  in  the  shape  of  an  angular 

fitting.  The  double  or  female  joint  is  made  with  the  upper 
part  solid  and  to  which  is  fitted  a  sliding  ring.  Figs.  12  and 
13  show  this  joint  "free"  and  "fixed."  To  fix  the  joint,  tbe 
leg  stems  are  brought  into  a  straight  line — the  angular  fittings 
of  the  male  joint  falling  into  the  solid  upper  part  of  the  female 
joint — and  the  ring  is  then  slipped  over  the  angular  fitting 
which  is  now  "  flush  "  with  the  sides  of  the  joints. 

Mnoij)ai       This  joint  is  largely  used  in  walking  apparatus  for  : 
"^"foint'"^"  genu- valgum  after  both  mechanical  and  operative  i-j 


Fig.  13. 


Fig.  12. 


;  Plnte  Key 
atch"  Joint 


Fig.  15. 


reatment,  and  by  keeping  the  knee 

Dint  immovable  during  locomotion, 

est  is  given  to  the  lax  ligaments  and 

firm  support  to  the  knee  joint 

obtained.    This  joint  has  in  a  measure 

uperseded  the  "Flute  Key  Catch" 

rrangement,  for  although  the  latter 

combines  both  a  fixed  and 

free  joint,  Figs.  i4  and  15, 

et  from  the  liability  to  fix  whenever 

ae  Hmb  is  straightened,  it  is,  in  some 

ases,  a  source  of  constant  trouble  to     Fig.  14. 

ress  the  lever  whenever  free  motion  is  requisite. 

"Back  and     The  next  joint  for  reference  is  the  all  important 
Pinion" 

L    Joint.     "  Eack  and  Pinion "  movement.    This  is  neither 
1 -fixed"  nor  "free,"  but  is  capable  of  alteration  to  any  angle.  It 
is  largely  used  in  cases  of  contraction,  and  is  the  most 

Use  of  the 

"  ^'^K      powerful  extending  force  which  we  possess,  although 
Joint-     at  the  same  time  it  can  be  so  accurately  regulated  as 
)  produce  either  a  gentle  or  extreme  degree  of  extension. 
I  he  mechanism  consists  of  an  endless 
irew  called  the  "Pinion"  which  acts  on 
:eth  cut  in  the  male  joint,  and  which  , 
termed  the  "  Eack."   There  are  various 
'■3  of  constructing  the  joint,  but  for 
urability  and  good  work  that  shewn  in 
•  16  is  the  best.    This  arrangement 
T  extension  has  been  devised  to  super- 
fle  the  long    screw  extension  move- 


I 


Fig.  16. 
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ment,  e.g.,  "Mclntyre's  Splint,"  and  from  its  compactness 
and  power,  and  easy  method  of  adjustment  it  has  been 
generally  adopted  in  extension  apparatus.  Moreover  a  very 
prominent  feature  of  its  utility  consists  in  the  regulation 
being  made  by  a  key,  rendering  it  impossible  for  the  angle  of 
extension  to  be  altered  after  it  has  once  been  "  set"  by  the 
surgeon  (the  key  being  separate  from  the  apparatus). 
The"BaU      The  "Ball  and  Socket"  joint  is  a 

and  Socket"         .  .   ,  .  r  i 

Joint,     freejomt  m  every  sense  oi  the  word, 
but  although  "free"  it  is  very  limited  as  to 
range  of  motion,  and  is  therefore  not  generally 
Use  of  the  used.    It  can  be  very  advantageously 

"Ball  and 

Socket"  Joint,  adapted  as  an  auxiliary  movement,  and 
fitted  with  a  "  set "  screw,  is  very  useful  in 
"arm"  or  "leg"  apparatus  to  alter  the  plane 
or  rotation  of  the  upper  and  lower  parts  of  the 
apparatus.  Fig.  17  depicts  this  joint.  The  Fig.  17. 
foregoing  are  the  principal  joints  used  in  all  apparatus,  and  these 
form  the  base  of  modified  or  multipliable  movements.  For 
instance  a  "  Stop  "  joint  can  be  composed  either  by 
the  male  joint  being  left  fuller  at  one  point  of  its 
circumference  or  by  a  slot  being  cut  and  a  screw  passed 
through  the  double  joint.  Yet  the  foundation  of  the  joint  is 
of  the  same  principle  and  construction  as  the  "free"  joint. 
These  several  varieties  and  modifications  need  not  be  given 
here,  as  I  shall  refer  to  them  as  they  occur  in  the  following 
chapters. 

i 

Judging  from  the  apparatus  one  sees,  the  use  of^ 


"Stop" 
Joints. 


Use  of the 
"Stop" 

Joint.     "  Stop  "joints  seems  to  be  little  understood.  Frequently  ^ 
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I  see  appliances,  especially  for 
the   lower   extremities,  made 


|with  the  knee  joint  absolutely 
free.  Anatomically  this  is 
incorrect,  the  leg,  except  in  lax 
conditions  of  joints  (I  speak  of 
the  knee),  stops  when  the 
fertical  axis  is  attained,  simi- 
larly all  leg  instruments  should 
itop  at  this  line,  so  that  efficient 
support  may  be  given  to  the  leg. 


With  a  perfectly  "  free  "  joint    Fig-  18. 


Fig.  19. 


.  his  does  not  take  place,  and  consequently  no  support  to  the  knee 
oint  is  obtained,  and  the  leg  tends  to  a  condition  of  backward 
lisplacement  with  derangement  of  the  apparatus.  Fig.  18 
epresents  a  knee  joint  properly  "  stopped "  at  the  vertical 
ixis,  as  indicated  by  the  dotted  line.  Fig.  19  shews  an 
jntirely  "  free "  joint  with  an  exaggerated  position  of  leg, 
iie  result  of  using  this  form  of  joint.  The  "  Stop"  joint 
}  also  very  useful  in  walking  apparatus  for  Club  foot 
md  Paralysis,  and  is  here  employed  at  the  ankle  joint ;  its 
ppecial  advantage  will  be  described  in  the  chapters  on  these 
labjects. 


:  more  detailed  description  than  joints,  as  they  rely  on  other 
ortions  of  the  apparatus  for  their  efficiency,  I  shall  do 
D  more  here  than  give  a  general  description  of  the  several 
ttrieties. 


Springs. 


The  next  important  factor  in  all  apparatus 
is  the  spring,  and  as  the  various  kinds  necessitate 
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"Long"       The  sprinp;  most  ordinarily  used 

Spring- 

is  the  "Long"  or  Convex  Spring, 
Fig.  20.  It  is  usually  connected  with  scarpas 
shoes,  or  walking  instruments,  and  exerts 
an  influence  at  the  ankle  joint  laterally  only, 
so  as  to  correct  eversion  or  inversion,  valgus 
or  varus. 

The  "  Toe "  spring  of  scarpas 
shoes  is  formed  on  the  same  prin- 
ciple, with  the  same  object,  but  acts  directly 
on  the  transverse  tarsal  joint.    Fig.  21. 


"Toe" 
Spring- 


Fig.  21. 

„, '"^9*  „      One  of  themostimpor- 
Eievatiiig 

Spring.  ^^^^  springs  in  use  is 
the  "  Toe  Elevating  "  spring,  it  is 
generally  made  in  the  shape  of  the 
letter  Si  and  fixed  to  walking 
apparatus.  It  is  so  constructed  as 
to  act  automatically  and  assist 
locomotion  iu  cases  of  partial  or 
entire  paralysis  of  the  anterior 
muscles  of  the  leg,  see  Fig.  22, 
in  which  the  action  of  the  spring  is 
clearly  indicated  by  the  dotted  line. 
A  new  form  of  toe  elevating  spring 
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;  have  lately  introduced  with  great  success,  after  the  principle 

f  the  gun  lock.    It  is  retained  above  the  ankle  joint,  and  is 

lot  Hable  to  catch  in  the  dress  in  the  same  measure  as  the 

brmer  pattern. 

The  "Gun  Lock"  spring  is  also 
"Gun  Lock"  ^ 

Spring.    Ygj^.y  serviceable  in  cases  of  para- 
ysis  of  the  extensor  muscles  of  the  thigh, 
jid  has  also  an  automatic  action,  it  is 
enerally  adapted  to  the  knee  or  hip  joints. 
•  i  is  usually  fixed  to  the  thigh  upright  of  the 
istrument,  and  connected  to  the  lower 
pright  of  the  instrument  by  two  small 
levers  passing  over  a  raised  fulcrum  piece 
tted  to  the  joint.     Both  this   and  the 
^receding  spring  can  be  made  adjustable  by 
rrack  movement,  enabling  either  a  greater 
•  lesser  power  of  extension  to  be  main-  Fig.  23. 

'ined.    Fig.  2.3  shews  the  action  of  this  spring  in  the  dotted 

18. 

The  "  Centrifugal "  spring,  is  occasionally  used  at 
the  hip  joint,  and  is  a  more  elastic  form  than  the 
m  lock  movement.  It  is  also  useful  in  cases  of  extension  of 
e  thumb,  for  contraction  of  palmar  fascia. 

"  Spiral"  springs  are  largely  used  in  various  forms. 


ientrifngal" 
Spring. 


"Spiral" 
iSprings- 


but  more  generally  in  connection  with  the  knee  joint. 


Fig.  24. 
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Here  they  are  most  beneficial  in  cases  of  slight  dislocation,  rup- 
tured tendon,  or  dislocated  semi-lunar  cartilage.  They  are 
connected  to  the  instrument  over  the  knee  joint  by  a  chain,  and 
form  a  very  elastic  and  useful  support.    Fig.  24  illustrates  this. 

The    "  Conical "   spring,   is  very  serviceable  in 

"Conical"  j.  o< 

Spring,  cages  where  a  continual  compression  is  necessary, 
such  as  hernia  or  prominent  sternum.  Here  in  the  latter  case 
a  pressure  is  required  which  can  always  be  maintained  and  still 
permit  of  free  respiration.  As  the  spring  works  by  compression 
this  end  is  easily  obtained. 

The  foregoing  springs  which  I  have  enumerated  are 
Construction      made  of  the  best  cast  steel,  and  I  much  prefer 

,  of  Springs. 

this  material  to  india-rubber.    The  metal  if  properly 
forged  and  "  tempered  "  always  keeps  its  degree  of  elasticity, 
and  by  the  "  rack  and  pinion  "  arrangement,  its  strength  can 
either  be  augmented  or  diminished  at  will.  This  "  rack  "  arrange-  ■ » 
ment  in  no  way  interferes  with  the  "temper,"  but  by  altering  s 
the  angle  or  position  of  the  spring,  correspondingly  alters  its  i\ 
power.    Moreover,  a  great  feature  in  all  steel  springs  exists  in 
the  compactness  and  small  space  occupied  for  the  work  theyiH 
have  to  perform,  whereas  in  india-rubber  springs,  it  is  essentials 
to  have  a  projecting  lever  to  give  the  necessary  point  to  obtain 
the  lifting  power.   India-rubber,  again,  is  susceptible  to  climate,.-* 
and  cannot  be  used  where  there  is  great  heat.    Now,  steel  (tha  ti 
small  quantity  used  in  the  spring)  is  impervious  to  change,  andj^ 
is  therefore  desirable  from  this  point  alone. 

Kemarks        Having  now  described  the  various  forms  of  "joints".| 
Instruments,  and  "springs"  in  use,  I  do  not  think  that  thif 
chapter  would  be  complete  without  a  reference  to  the  appli*,. 
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jation  of  all  appliances.     Lightness  with  strength  is  par 
excellence  the  great  point  to  be  obtained  in  all  instruments. 
There  is  no  reason  why  Orthopaedic  Apparatus  should  be  heavy 
oecause  they  are  Orthopaedic  Apparatus,  nor  does  it  follow 
oecause  they  are  used  to  cure  deformities,  that  they  in  them- 
delves  should  be  deformities.    Yet,  take  a  great  number  of 
ustruments  made  at  the  present  time,  and  the  latter  part  of 
ie  last  sentence  will  apply.    One  of  the  great  objections  to 
,pparatus,  and  I  speak  more  particularly  of  those  in  use  for  the 
>pine,  and  to  which  I  have  paid  most  careful  attention,  is  the 
'.usightHness  caused  by  an  ill-fitting  appliance.     In  these 
aays,  personal  appearance  is  as  much  studied  as  the  efficiency 
'f  the  apparatus,  and  it  is  essential  that  both  should  be  carried 
ut  to  perfection.     With  reference  to   efficiency,  I  always 
?ear  in  mind  that  there  is  a  very  great  distinction  between  an 
agtrument  supporting  the  patient,  and  the  patient  supporting  the 
istrument.    As  to  appearance,  I  can  only  say  that  after  I  have 
:  ijusted  an  apparatus,  it  would  require  the  knowledge  of  its 

txistence  to  detect  its  presence.  Not  only  in  those  appliances 
T  the  spine,  but  in  all  instruments,  neatness  of  design  should  be 
iudied,  and  I  am  confident  that  if  this  be  carried  out,  the 
-•incipal  objection  to  Orthopaedic  Apparatus  will  cease  to  exist. 

!  Material      Steel  should  be  employed  invariably,  and  it  is  by 
used  for 

Apparatus,  the  use  of  this  metal  that  I  am  enabled  to  construct 
1  my  apparatus  of  so  light  a  weight.  For  instance,  an  old 
shioned  spinal  apparatus  (some  of  which  I  possess)  weighs 
om  5  to  8-lbs,,  and  this  weight  is  greatly  increased  to  the 
:earer  by  its  want  of  principle  in  adaptation.  The  weight  is  to 
great  extent  caused  by  the  use  of  "  iron,"  which  metal  cannot 
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be  tempered,  and  necessitates  tlie  use  of  a  much  greater  bulk  of 
metal  to  obtain  the  amount  of  support  rendered  by  a  piece  of 
steel.  My  spinal  apparatus  weigh  from  |-lb.  to  2^  \hs.,  and  as 
this  gives  an  equal  amount  of  support  as  the  heavy  instrument, 
it  will  readily  be  seen  what  an  advantage  is  gained,  especially  in 
cases  of  delicate  or  weakly  constitution. 

Another  metal  which  I  am  about  to  mtroduce  is 

Manganese  .  i      x      i,  j 

Bronze.  Manganese  Bronze.  It  is  extremely  tough,  and 
possesses  the  great  advantage  of  non-corrosive  properties. 
Unfortunately  it  cannot  be  tempered  in  the  same  manner  as  steel, 
and  its  use  is  therefore  limited,  but  in  such  pieces  as  hip-pieces, 
arm-pieces,  pelvic  bands,  etc.,  I  am  using  it  with  good  results. 
In  the  following  chapters  I  shall  enumerate  the  several  apparatus 
requisite  for  deformities,  commencing  with  the  head  and  ending 
with  the  feet. 
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CHAPTER  II. 


APPARATUS  FOR  THE  NOSE  AND  EARS. 

dealing  with  the  appliances  requisite  for  the  head,  I  shall  in 

lis  chapter  deal  only  with  those  affecting  the  nose  and  ears, 

nd  which  alone  come  under  the  head  of  Orthopaedic  surgery. 

!  Apparatus      The  common  deformity  of  broken  nose,  resulting  in 
for  Broken  ° 
Nose-     great  personal  disfigurement  and  structural  changes 

[ry  which  the  septum  is  deflected,  one  or  both  nasal  bones 
isplaced,  causing  plugging  of  the  nostril  with  its  attendant 
1 -.terations  in  speech  and  respiration,  has  led  to  the  invention  of 
iirious  apparatus,  all  of  which  have  been  more  or  less 
iccessful.   Those  which  I  have  seen  most  successfully  used  are 
aose  employed  by  Mr.  Adams,  originally  designed  by  him,  and 
■,  ory  "  Nose 

since  greatly  improved  by  myself.  After  the  operation 
J  Clamp.  rebreaking  and  straightening  the  septum  has  been 
j  -Jrformed  the  ivory  clamp  Fig.  25  PI.  1  is  inserted.  This  clamp 
f-jnsists  of  two  ivory  blades  a  a  connected  at  their  base  by  a 
i^gulating  screw  movement  b  fitted  with  a  "stop"  to  prevent 
'  /er-screwing.  The  blades  are  made  either  separately,  concave,  or 
\  >mex,  according  to  the  position  of  the  bent  septum.  To  insert 
>  le  clamp  it  should  be  slightly  opened  and  each  blade  oiled  to 
D  To  Use  the  Permit  easy  passage  into  the  nostril,  it  should  then  be 

passed  upwards  into  the  nostril  half  its  length,  and 
I  len  backwards,  the  screw  should  then  be  tightened  sufficiently 
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to  hold  the  straightened  septum,  care  being  exercised  not  to 
compress.  It  will  be  seen  from  the  shape  of  the  blade  that  the 
lower  edge  will  rest  on  the  floor  of  the  nostril,  hold  the  septum 
in  situ  and  prevent  displacement.  A  side  view  is  given  Fig.  26 
PI.  1.  This  clamp  is  very  useful  in  cases  of  deflected  septum 
only,  but  in  the  majority  of  eases  the  nasal  bones  are  also 
involved. 

The  Nose  conjunction  with  the  clamp,  the  Nose  Truss, 

Fig.  27  PI.  1  is  generally  used  and  lightly  applied,  im- 
mediately after  the  operation.  In  severe  cases  this  serves  two  pur- 
poses, firstly  to  keep  the  nasal  bones  in  their  exact  position,  and 
secondly  through  them  to  fix  the  clamp  internally  and  prevent 
the  possibility  of  the  clamp  shifting  and  the  relapse  of  the 
septum.    The  appliance  originally  consisted  of  a  forehead  band 
with  one  lever  to  press  on  the  side  where  the  extreme  curve  was 
situate,  but  experience  has  pointed  out  that  the  old  mechanical 
law  of  three  points  to  every  lever  must  also  here  be  brought  into 
use.    This  apparatus  having  only  two  points,  viz. :  the  fulcrum 
and  point  of  pressure,  was  found  unserviceable,  the  forehead 
band  constantly  rotating  for  want  of  a  point  of  counter-pressure. 
In  Fig.  27  PI.  1  the  perfect  apparatus  is  shewn.    It  consists  of  ii 
a  forehead  band  a  as  fulcrum  with  two  nasal  levers  B  b  extend-  -•! 
ing  on  either  side  of  the  nose  and  terminable  according  to  the 
length  of  the  curve,  these  levers  are  fitted  to  the  forehead  baud, 
and  contain  a  double  action  "  rack  and  pinion"  movement  at  their 
upper  end  c  c  1  posterior  and  anterior,  and  2  lateral.   At  the 
lower  end  of  each  lever  a  pressure  plate  d  d  is  attached  by  a  "  ball . 
and  socket"  movement,  which  admits  of  ready  adjustment  ami 
the  maintenance  of  an  equal  pressure.    These  pressure  plates  are 
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FIG. 30. 


F1G.32. 
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vered  with  a  very  soft  piece  of  felt  plaster,  which  prevents 

jrasion  of  the  skin  and  which  can  easily  be  renewed  during 

isatment.    On  the  forehead  band  where  the  levers  are  fixed  a 

•ries  of  screw  holes  are  drilled,  enabling  a  ready  adjustment  of 

£6  apparatus  to  the  particular  case  under  treatment. 

ppiication  In  applying  the  instrument,  the  levers  should  be 
:  the  Nose 

Truss,  opened  away  from  the  face,  and  the  forehead  band 
:3urely  fastened  to  the  head,  the  levers  should  then  be  brought 
;^:o  position,  and  each  tightened  gradually,  care  must  however 
i  taken  that  the  pressure  plates  are  not  too  severely  applied, 
•that  abrasion  of  the  skin  may  be  avoided. 


Fig.  28 


his  nose  truss  is  shown  in  use  in  Fig.  28,  the  photograph  of  a 
Nose     young  lady  lately  under  treatment.    During  the  latter 
stage  of  treatment,  and  in  connection  with  the  pre- 
« ing  apparatus,  the  nose  plugs  Fig.  29  PL  i  are  occasionally 
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used  either  singly  or  together.    These  are  formed  in  the  same 
shape  as  the  blades  of  the  clamp.    They  are  exceedingly  useful 
during  treatment,  as  it  is  not  always  desirable  to  have  both 
the  nostrils  plugged,  especially  after  the  first  10  days,  moreover 
the  advantage  and  relief  to  the  patient  of  one  free  nostril  for 
resphation  and  discharge  of  mucous  is  obvious.    They  are 
inserted  in  the  same  manner  as  the  nose  clamp.    The  question 
of  free  respiration  has  often  been  discussed  during  the  treat- 
ment of  these  cases,  and  various  devices  have  been  tried,  one  of 
perforating  the  ivory  blades,  another  of  groovmg  the  same,  but 
these  trials  have  failed  owing  to  the  smallness  of  the  apertures, 
which  quickly  become  clogged  with  mucous  and  other  matter. 
To  give  as  much  freedom  in  breathing  as  possible,  it  has  been 
found  in  practice  that  the  "  metal"  clamp  Fig.  30  Plate  l  is 
the  most  perfect  yet  introduced.  In  construction  and 
shape  it  follows  the  curves  of  the  ivory  nose  clamp, 
but  as  the  blades  are  made  of  steel  (nickel  plated)  they  are 
of  much  less  bulk,  and  consequently  give  great  freedom  in 
the  nostril. 


Fig.  31 

In  many  cases  it  is  necessary  to  elevate  the  nasal 
EiSr.   boiies  internally  after  the  operation.    Fig.  si  iU^^s- 
trates  the  form  of  clamp  generally  used.    It  is  of  the  same 
construction  as  the  nose  clamp  for  the  bent  septum,  but  differs 
in  the  shape  of  the  blades.    The  foregoing  apparatus  are  those 
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•rincipallj'  used  in  cases  of  osseous  deformity,  and  where 
deration  is  necessary.  There  are,  however,  a  large  number  of 
irtilagenous  deformities  which  affect  the  personal  appearance 
-one,  and  which  by  a  perseverance  in  the  use  of  an  apparatus 
I  night  may  easily  be  corrected, 

fSpectacie      The  spectacle  nose  apparatus.  Fig.  32  PI.  1,  is  a 

Nose 

istrament.  light  instrument  for  this  class  of  cases.  This  is 
plied  after  the  manner  of  a  pair  of  spectacles  taking  its 
aring  over  the  ears  and  on  the  bridge  of  the  nose,  from  which 
int  a  light  spring  a  extends  to  the  tip  of  the  nose,  acting  on 
I  latter  by  a  metal  shield.  This  spring  is  "set  on "  con- 
ually  to  exert  a  force  contrary  to  the  direction  of  the  deflected 
■tilage.  The  instrument  is  light  and  the  spring  elastic  so  that 
discomfort  is  experienced  in  wear.  The  remaining  instrument 
ominent  described  in  connection  with  the  head  is  that 

for  promment  ears.  This  deformity  is  generally 
1  nd  in  youug  children,  and  results  from  the  "  doubled  up  " 
jiition  so  often  attained  when  asleep,  or  from  the  careless 
i  ustment  of  the  hat  or  bonnet. 


Fig-  34.  Fig.  35. 

c  2 
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Ear  Spring.  Fig.  33,  PL  2,  illustrates  a  light  spring  compress 
which  keeps  the  ears  in  position  and  corrects  then-  abnormal 
protrusion.  It  is  composed  of  a  light  spring  A  to  the  ends  of 
which  small  ear-plates  are  fixed  bb  and  which  are  fitted  over 
the  firm  cartilage  of  the  ear.  The  spring  is  capable  of  adjust- 
ment at  c.  The  instrument  is  nearly  invisible  when  worn,  the 
spring  passing  under  the  hair,  and,  if  necessary,  this  can  be 
made  to  cover  the  small  plates  on  the  ears.  It  is  usually  worn 
during  the  day-time,  for  at  night  it  is  liable  to  displacement, 
and  discomfort  may  be  experienced  by  pressure  from  the  ear- 
plates.  Fig  34  represents  a  case  of  prominent  ears,  and  the 
application  of  the  spring  to  the  same  is  shown  in  Fig.  35. 
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CHAPTEE  III. 

WRY  NECK. 

HIS  deformity  may  be  divided  into  two  classes,  viz. :  spasmodic 
ad  rigid.    In  the  former  case  the  head  is  everted  by  muscular 
ontraction  of  nervous  or  paralytic  origin,  and  in  the  latter  by 
gid  muscular  contraction,  sometimes  congenital.     The  treat- 
tent  and  appliances  for  cases  of  nervous  origin  consists  of 
lercises  and   passive  support,   and   for  rigid  contraction 
motomy  and  adjustable  apparatus.    To  commence  with  the 
bses  of  nervous  origin  it  will  generally  be  found  that 
te  head  can  be  brought  into  the  normal  position  at  once, 
by  gentle  continuous  pressure,   consequently  a  support 
'dy  is  required  which   shall  be  easily  adapted  to  retain 
3ioc^ed     the  head  in  position.    The  simplest  of  these  supports 
couar.      is  the  blocked  leather  collar.  Fig.  36,  PL  2,  which  is 
apted  to  take  its  bearing  on  the  shoulders,  and  support  the 
ad  and  the  base  of  the  occiput,  and  the  lower  maxillary  bones, 
lis  collar  can  also  be  made  in  poro-plastic,  and  is  exceedingly 
;ht  and  cool  in  this  material.    In  slight  cases  the  preceding 
pport  is  very  applicable,  but  in  cases  of  a  spasmodic  nature, 
jre  support  is  necessary.    I  have  lately  seen  a  case  where 
13  spasmodic  contraction  was  very  severe,  and  I  adapted  the 
lowing  apparatus,  which  answered  admirably. 
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Saddle 


Fig.  37  illustrates  the  appliance.    It  consists  of  a 
support,    fulcrum  or  saddle  piece  a  of  poro-plastic  or  leather, 
taking  its  hearing  from  the  shoulders,  chest  and  hack  of  the 


Fig.  37. 

patient,  and  securely  fastened  by  two  axillary  straps  B  B.  A 
neck  stem  c  following  the  median  line  of  the  spine,  and  extending 
from  the  saddle  piece  to  the  occiput,  is  attached  to  the  occipital 
piece  D  which,  with  wings  E  E  extending  to  the  lower  maxillary 
plate  H  forms  the  supporting  points.  The  neck  stem  is  capable 
of  regulation,  so  as  to  relieve  the  weight  of  the  head,  in  a  greater 
or  lesser  degree.  A  novel  feature  of  the  lower  maxillary  wings 
centres  in  their  heing  made  detachable  at  k  thus  rendermg  tlie 
apparatus  very  easy  of  application,  and  capable  of  ready  adjust- 
ment. The  appliance  is  very  light,  and  from  the  limited  part 
of  its  construction,  does  not  easily  get  out  of  order.  Exercises 
to  the  head  are  also  beneficial  in  this  class  of  cases,  and  I  will 
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jre  describe  an  easy  method,  by  which  these  can  be  taken 

ig  38. 


Fig.  38. 

torcising  Let  a  "Weight  stand  c  with  pulley  be  attached  to  a 
irangement 

iwry  Neck,  table,  SO  that  the  pulley  should  be  at  the  same  level 
the  patient's  forehead  (it  is  best  to  take  this  exercise  whilst 
rting);  a  well-padded  band  of  leather  a  should  then  be  fastened 
nnd  the  head,  provided  at  one  side  with  a  metal  ring.  A  cord  b 
jtthen  fastened  to  this  ring,  passed  over  the  pulley  of  the  weight 
and,  and  attached  to  the  requisite  weight  d.    The  exercise  is 
':n  performed  by  moving  the  head  in  a  lateral  or  rotary 
Aion  according  to  the  condition  of  the  weakened  or  contracted 
-icles.    These,  of  course,  should  be  acting  against  the  weight, 
receive  the  greater  amount  of  exercise. 

In  cases  of  wry  neck  with  muscular  (rigid)  contraction,  it  is 
cessary  to  resort  to  tenotomy,  and  the  use  of  an  apparatus 
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which  shall  be  capable  of  alteration  according  to  the  progress 
of  the  case.  Generally  one  sees  that  the  rubber  accumulator 
attached  to  a  forehead  band  is  advised,  but  I  have  not  found 
this  answer  in  practice.  The  tendon  having  been  divided 
should  be  sufficiently  stretched  daily  to  admit  of  the  formation 
of  new  material,  consequently,  the  apparatus  should  have 
passive  force  as  its  principal  movement.  The  stretching  by  an 
india-rubber  band  is  uncertain,  and  may  either  produce  a  very 
weakened  tendon,  or  fail  to  remove  the  entu-e  contraction. 
Naturally,  an  appliance  with  passive  movement  becomes  com- 
plicated, and  I  fear  that  this  complication  has  led  to  the  use  of 
the  rubber.  Still,  I  have  always  seen  a  most  perfect  result  with 
the  use  of  the  more  complicated  apparatus,  which,  after  all,  is 
easily  managed. 

Mr.  Adams'     The  apparatus  of  Mr.  Adams,  Fig.  39,  PI.  2,  is 

Wry  Neck 

Apparatus,  the  most  perfect  of  its  kind  for  this  class  of  cases, 
and  although  it  has  been  sometimes  objected  to,  on  account  of 
its  complications,  which  are  mechanically  and  anatomically 
correct,  I  do  not  think  that  it  can  be  denied,  that  a  complicated 
deformity  requires  corresponding  mechanism.  Moreover,  in  the 
progress  of  the  case,  accuracy  of  adjustment  is  most  essential ; 
it  is  far  better  to  have  one  movement  too  many,  than  one 
absent,  which  would  have  made  the  cure  absolute.  More- 
over, an  important  fact  is  apt  to  be  overlooked,  viz. :  that  the  two 
axes  of  the  head  and  apparatus  are  different  in  position,  and 
although  they  work  in  a  parallel  line,  yet  when  any  deviation  from 
that  line  takes  place,  the  side  levers  must  of  necessity  either 
elongate  or  shorten,  consequently  it  is  essential  to  have  the  ^ 
whole  of  the  apparatus  adjustable.     In  detailing  the  chief  j 


...ares  of  the  apparatus,  I  shall  first  refer  to  the  fulcrum 
lich  consists  of  a  pelvic  band  and  hip  pieces  a  and  this  has 
eu  been  hastily  decided  as  unnecessary,  but  I  think  that  a 
oment's  reflection  will  clearly  show  that  it  is  very  necessary  to 
tain  a  point  of  fixation  as  low  as  possible,  and  for  two  reasons, 
rstly,  that  the  fulcrum  shall  be  a  position  in  an  immovable 
rtion  of  the  body  (the  nearest  to  the  neck  being  the  pelvis), 
d  because  the  head,  being  attached  to  the  spine  (a  flexible 
ies  of  bones)  no  reliance  can  be  placed  on  any  fixture  to  the 
inal  column  alone.     Secondly,  in  all  cases  of  torticollis  a 
j.L'tain  amount  of  compensatory  lateral  curvature  of  the  spine 
lakes  place,  and  mechanism  can  therefore  be  adapted  to  the 
inal  part  of  the  apparatus  so  that  a  joint  improvement  in  both 
lad  and  spine  may  take  place  simultaneously.   Having  now 
tablished  the  necessity  of  a  pelvic  fulcrum,  I  would  point  to  the 
jper  part  composed  of  a  double  back  lever  b  which  is  attached  to 
B  pelvic  band,  and  extending  to  one  inch  above  the  level  of  the 
.gles  of  the  scapulae.  To  the  top  of  this  back  lever  a  neck  stem 
.attached  containing  three  rack  and  pinion  movements.  These 
pvements  enable  the  head  piece  to  be  adapted  to  the  abnor- 
b1  position  of  the  head,  and  are  i  Forward  and  Backward 
Lateral  and  3  Eotation.     The  neck  stem  terminates  at 
■e  occiput,  in  a  small  occipital  plate  c  to  which  is  attached 
'0  lateral  levers  d  d  extending  respectively  to  the  forehead 
Kid  chin,  according  to  the  position  of  the  contraction.  To 
imit  of  the  accurate  adjustment  of  these  levers,  and  also  to 
Imit  of  the  application  of  the  apparatus,  they  are  fitted  at 
►  e  occipital  ends  with  two  double-action  rack  and  pinion 
ovementa  e  e  which  are  essential  for  the  adaptation  of  the 
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chin  and  forehead  plates,  but  which  in  no  way  effect  the 
reduction  of  the  head  to  its  normal  position.  The  chin  and 
forehead  plates  H  and  K  are  also  adjustable  by  means  of  a  set 
screw,  and  can  be  moved  to  any  position  on  the  maxillary  levers. 
AppUcation       In  applying  this  apparatus,  the  side  levers  should 

of  the 

Apparatus,  first  be  opened  out  laterally  to  admit  of  the  occipital 
plate  being  brought  into  position.  The  pelvic  band  and  lower 
part  of  the  apparatus  should  then  be  securely  fastened ;  after 
the  adaptation  of  the  occipital  plate,  by  the  three  movements  in 
the  neck  stem,  the  side  levers  should  be  brought  into  position  so 
that  the  head  may  be  firmly  held.  The  reduction  of  the  deformity 
is  then  easily  obtained  by  the  use  of  the  three  movements,  but 
from  time  to  time  the  chin  and  forehead  plates  must  be  shifted. 
After  wearing  the  apparatus  for  a  fortnight, 
it  is  often  advisable  to  take  it  off  alto- 
gether, and  enthely  re-adjust  the  mechan- 
ism. With  reference  to  the  compensatory 
lateral  curvature,  it  is  advisable  to  correct 
this  by  lateral  lace  shields,  connected  to 
the  spinal  part  of  the  apparatus,  for  a 
detailed  description  of  these  shields  refer- 
ence must  be  made  to  the  chap- 

]ipparatus  ^'^r  On  Spinal  apparatus.  As  the 

Poro^iastic  compensatory  lateral  curve  varies 
Fulcrum.  cases,  I  have  found  a  poro- 

plastic  cuirass  answer  as  an  efficient  ful- 
crum, in  very  slight  forms.    It  is  illus- 
trated at  Fig.  40,  PI.  2,  the  mechanism  Fig.  41. 
being  the  same  as  in  the  Adams'  Wry  Neck  apparatus. 
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!iipie  There  are  also  different  degrees  of  contraction  in 
.  >•  Neck  ° 

rparatus.  j^g^j.  although  the  preceding  apparatus  are 
)st  reHahle  in  the  severe  forms,  I  have  often  modified  the 
chanism  to  suit  the  case,  and  dispensed  with  the  lateral 
t-rs,  substituting  a  head  piece  in  their  place.  This  I  have 
licted  Fig.  41.  The  three  neck  movements  still  continue 
:  even  one  of  these  I  have  been  able  to  dispense  with. 
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CHAPTER  IV. 

SPINAL  CUBVATUEB. 

No  greater  field  than  that  of  spinal  curvature  is  open  for  the 
improvement  and  invention  of  apparatus,  and  yet  how  slow  is 
the  general  progress  made  in  this  direction.  With  the  exception 
of  Sayre's  Plaster  of  Paris  jacket,  introduced  nine  years  ago, 
little  has  been  done  to  alter  the  form  of  the  spinal  apparatus, 
and  I  frequently  see  patients  wearing  instruments,  and  but 
recently  made,  which  were  in  vogue  thirty  or  forty  years  back. 
I  speak  from  a  constant  experience  of  cases,  which  I  see  with 
appliances  well  meriting  the  consideration  of  the  Inquisition. 
Why  should  these  instruments  be  made  ?  Why  should  patients 
suffer  from  their  use  ?  Simply  from  ignorance — ignorance  on  the 
part  of  the  maker,  and  ignorance  of  the  patient  as  to  the  natm'e  of 
a  well-fitting  apparatus.  I  constantly  see  these  cases  with 
appliances  having  no  fulcrum,  no  point  of  counter  pressm'e,  and 
simply  hanging  to  the  patient  by  the  shoulder-straps.  My 
objection  to  weight,  although  an  important  consideration,  is  not 
so  great  as  my  objection  to  want  of  principle.  Take  for  instance 
the  Plaster  of  Paris  jacket  for  an  adult.  I  have  removed  one 
weighing  141bs.,  and  this  has  not  been  a  serious  cause  of 
complaint  because  the  principle  of  a  mechanical  law  has  been 
carried  out  and  a  great  support  derived  by  reason  of  the 
Plaster  of  Paris  jacket  taking  its  bearing  on  the  pelvis,  and 
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•msmitting  the  weight  of  the  trunk  to  this  base,  but  in  an 
-fitting  support  there  is  no  fulcrum  and  the  instrument  simply 
ags  down  the  patient.  A  great  deal  of  misapprehension 
ists  as  to  steel  spinal  apparatus,  and  although  I  do  not  recom- 
end  these  as  the  only  foim  of  support  for  the  spine,  I  wish  to 
plain  the  true  principle  on  which  each  apparatus  should  be 
nstructed,  believing  that  if  the  principle  of  these  instruments 
15  understood,  they  would  be  rightly  appreciated,  as  they 
ould  be.  I  shall  endeavour  to  show  that  there  is  at  present 
)  reason  why  each  apparatus  may  not  be  adjusted  in  every 
se  in  such  a  manner  as  to  be  thoroughly  eflScient  and  perfectly 
mfortable  to  the  wearer.  That  there  exists  a  necessity  for 
me  support  to  the  spine  in  all  cases  of  spinal  curvature,  is,  I 
ink,  generally  admitted  ;  the  question  remains  :  what  form  is 
e  best  ?    There  is  no  kind  of  appliance  which  can  be  said  to 

universal ;  cases  apparently  similar,  materially  differ  in  point 

detail.  In  many  instances  where  a  felt  jacket  has  been 
|)plied,  it  has  proved  un wearable,  and  a  steel  apparatus  has 

en  satisfactorily  adjusted  in  its  place,  and  vice  versa.  This, 
jm  no  fault  in  the  original  application.  The  explanation  is 
mewhat  difficult,  but  may  be  principally  attributed  to  the 

Spinal    idiosyncracy  of  the  patient.    We  possess  at  present 

.Apparatus 

classified,  two  classes  of  Spinal  apparatus,  viz. :  mechanical 
id  circumferential.    By  the  former  we  mean  those  supports 
'!/le  of  steel  and  taking  their  bearings  from  various  localities 
the  body,  and  by  the  latter  we  mean  those  supports  made 
poro-plastic  or  leather,  etc.,  in  which  the  whole  support  is  so 
ally  diffused  over  the  entire  body,  as  not  to  be  felt  in  one 
i  rticular  spot  more  than  another.    Therefore,  in  some  cases, 
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steel  supports  are  unbearable,  because  localized  pressure  cannot 
be  tolerated  and  on  the  other  hand  a  circumferential  pressure 
causes  too  much  restraint.  The  decision,  therefore,  as  to  which 
kind  of  apparatus  can  be  employed  is,  in  many  cases,  only  the 
result  of  experience.  Steel  supports  are  divided  again  into  two 
classes,  active  and  passive.  Those  used  where  improvement 
and  cure  will  take  place,  and  those  used  merely  to  give  support, 
and  relieve  pain  or  pressui'e.  The  poro-plastic  jacket  is  purely 
a  passive  support,  and  I  shall  describe  its  particular  points  and 
its  advantages  over  Plaster  of  Paris  later  on.  Spinal  apparatus 
in  themselves  are  insufficient  for  the  relief  and  cure  of  Spinal 
curvature  and  must  be  used  in  conjunction  with  gymnastic 
exercises  of  a  specific  nature,  to  follow  up  and  preserve  that  im- 
provement which  is  gained  by  muscular  development. 

ciassifi-       There  are  three  classes  of  cases  requiring  different 

cation  of 

Apparatus  appliances.    Firstly,  those  cases  of  commencing  cur- 

for  different 

cases,  vature  between  the  ages  of  8  and  18  years,  especially 
occurring  in  young  girls ;  here  gymnastic  exercises  are  absolutely 
necessary,  and  an  apparatus  which  can  be  readily  adjusted,  so 
that  the  improvement  may  be  easily  followed  up  by  the  support. 
Secondly,  those  cases  of  advanced  curvature,  between  the  ages  of 
18  and  25  years  in  which  no  previous  treatment  has  been 
employed;  here  again,  gymnastic  exercises  are  useful,  but  as  only 
a  partial  improvement  can  take  place,  a  less  adjustable  apparatus 
is  necessary.  Thirdly,  those  cases  of  extreme  curvature  ui 
advanced  life ;  here  gymnastic  exercises  are  useless,  and  a 
passive  support  simply  required.  I  will  now  describe  the 
Essentials  fo™ation  of  a  spinal  apparatus.  Its  essentials  are : 
App^atus!  Firstly,  that  it  shall  be  mechanically  adapted  to  the  j 
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juirements  of  the  case.    Secondly,  that  it  shall  be  anatomically 
ect.    Thirdly,  that  it  shall  fit  accurately.    Fourthly,  that  it 
shall  be  as  light  as  possible.    To  adapt  a  spinal 

'echanical 

•^dapt^wi  apparatus  mechanically  correct,  it  is  necessary  to 
.pparatus.  qI^^j^^^  three  points  in  the  fitting  of  the  instrument, 
:.,  the  fulcrum,  the  point  of  counter-pressure,  and  point  of 
assure  or  support.  These  are  established  respectively  in  the 
Ivic  band,  arm  pieces,  and  lateral  plates  or  shields.  The 
Ivic  band  is  the  most  important  feature  of  the  spinal  apparatus, 
d  in  this,  a  great  alteration  has  been  made  by  myself 
ich  has  enthely  changed  the  form  of  these  appliances,  and 
tained  a  great  success  in  their  usage.  The  old  form  of 
Ivic  band  took  its  bearing  much  below  the  sacrum,  the  idea 
ing  that  the  back  lever  might,  and  should  be,  as  long  as 
ssible,  for  it  was  argued  "  the  greater  the  length  the  greater 
:  support,"  but  applied  to  this  form  of  lever  it  is  erroneous. 

f  re  are  two  distinct  kinds  of  levers,  those  for  support,  and 
;  for  elevation.    In  the  latter,  the  familiar  illustration  of  a 
;  jurer  prizing  a  heavy  weight  from  the  ground,  necessitates 
i  use  of  a  long  lever  to  obtain  the  necessary  lifting  power,  but 

the  case  of  support  to  the  spine,  we  have,  as  it  were,  to 
ore  up  "  and  resist,  and  this  can  be  most  effectually  attained 

a  short  and  rigid  lever.  I  have  therefore  constructed  all  my 
Ivic  bands  in  a  crescent  form  at  the  back,  bringing  this  part 

high  as  possible  on  the  sacrum.  This  is  shewn  in  the 
f;leton  wood  cat,  Fig.  42.  , 

The  band  encircles  the  pelvis  at  the  sides  of  the  body  almost 
inch  above  the  heads  of  the  great  trochanters,  and  in  front 

out  half  an  inch  below  the  anterior  superior  spinous  process 
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of  the  ilium.  To  render  the  fulcrum  more  stable,  I  connect 
the  front  and  back  of  the  band  by  hip  pieces  i  i  taking  an 
equal  bearing  on  the  crests  of  the 
ihse,  by  this  means  obtaining  a  most 
solid  basis.  The  next  point  to  be 
obtained  is  that  of  counter  pressure. 
This  should  come  from  the  axillae. 
Crutches  e  e  with  arm  pieces  a  a 
are  attached  to  the  pelvic  band  in 
the  same  axis  as  the  body,  and  fitted 
at  right  angles  to  the  pelvic  band. 
In  the  illustration  it  will  be  seen  that 
two  levers  h  h  cross  in  front  of  the 
apparatus,  and  are  connected  with 
a  sternal  plate  g.  This  idea  originated  with  Dr.  Dick,  and 
is  a  great  assistance  as  an  additional  counter  pressure.  It  has 
not  been  generally  followed  up  m  the  adaptation  of  spinal 
apparatus,  although  the  idea  is  mechanically  correct,  and  con- 
siderably relieves  the  pressure  from  the  arm  pieces. 

(I  would  here  draw  attention  to  the  adaptation  and  formation 
of  the  arm-j)ieces.  An  erroneous  idea  exists  that  the  weight  of 
the  shoulders  can  be  removed,  and  the  spine  elongated  by  a 
high  crutch.  This  is  impossible,  the  shoulder  joint  has  so  much 
mobility  that  any  upward  extension  merely  increases  the 
axillary  pressure,  tends  greatly  to  deform  the  appearance  of  the 
patient,  and  causes  unlimited  discomfort,  without  in  the  slightest 
degree  affecting  the  spinal  curvature.  The  real  adaptation  of  the 
crutch  is  simply  to  afford  a  comfortable  rest  at  the  axillffl,  its 
more  important  bearing  being  in  the  front  to  obtain  the  exact 
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)mt  of  counter- pressure.     On  examining 
.d  instruments  it  will  be    seen  that  the 
tm  pieces  are   made  in  the  shape  of  a 
tescent,  Fig.  43,  the  result  being,  that  in 
eaar,  great  impediment  to  the  free  motion  of 
ie  arm  is  experienced,  with  considerable 
t-essure  on  the  pectoral  muscle  and  abrasion        Fig.  43. 
:  the  skin.    If  we  examine  the  dissection  of  the  shoulder  joint 
}3  shall  find  it  represents  a  triangle,  with  the  top  of  the  shoulder 
the  apes,  and  the  axilla  as  the  base,  therefore  the  metal 
rm  piece  should  have  the  form  of  the  base,  and  one  side  of 
triangle  Fig.  44.    All  arm  pieces  fitted  in 
iis  manner  give  the  mechanical  point  of 
ranter-pressure  in  front,  and  are  extremely 
nnfortable  in  wear.     One  of  the  greatest 
-provements  which  I  have  made  in  the 
;  rmation  of  the  arm  piece  consists  of  the 
ication  of  the  spring  in  an  elKptical  form. 
-  is  illustrated,  Fig.  45,  and  the  special        Fig.  44. 
is  shewn  by  the  dotted  line, 
arm  piece  is  particularly  useful  to 
-e  whose  occupation  is  of  a  sedentary 
''ire,  as  it  yields  to  every  movement 
a  forward  direction,  still  maintaining 
efficient  point  of  counter-pressure.) 
le  back  lever  k  is  then  attached 
the  centre  of  the  pelvic  band,  and  ^^S-  45. 

ould  reach  to  the  centre  of  the  scapulae.  With  the  excep- 
n  of  the  instrument  with  movable  levers,  it  is  usually 
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made  in  the  double  form,  i.e.,  a  flat  piece  of  steel  connected  at 
the  top,  and  passing  along  either  side  of  the  spine,  by  this 
method  all  pressure  on  the  spinous  processes  of  the  e  rtebrae  ie 
avoided  which  occasionally  follows  the  use  of  the  single  stem. 
To  this  lever  are  attached  either  the  "  spring  plate,"  or  "  laced- 
shield  "  d  d  and  these  form  the  point  of  support  or  pressure, 
but  previously  the  back  lever  should  be  joiued  to  the  upper 
part  of  the  crutches  by  cross-bars  1 1.  The  foregoing  are  the 
essentials  of  a  mechanical  support.  The  anatomical  points  are 
easily  understood,  and  have  been  explained  in  conjunction  with 
the  mechanical.  With  reference  to  the  fitting  this  is  purely  a 
matter  of  skill  and  experience,  and  I  hold  that  the  greatest 
success  is  obtaiaed  where  an  apparatus  can  be  so  perfectly 
adjusted  as  to  be  invisible  through  the  dress.  This  is  my 
invariable  result,  and  without  the  sacrifice  of  utility.  Lightness 
is  my  fourth  essential,  and  this  I  have  already  demonstrated. 
Having  described  the  construction  of  a  spinal  instrument,  1 
shall  now  enumerate  the  several  apparatus  for  : — 

A.  Lateral  curvature  of  the  spine. 

B.  Suitable  exercising  apparatus  for  the  same. 

C.  Posterior  curvature  of  the  spine. 

D.  Potts'  disease  of  the  spine. 

A.    Apparatus  for  Lateral  Curvature  of  the  Spine. 

A<^u^aWe     Fig.  46  PI.  3  illustrates  the  adjustable  spinal  appa- 
wUh*^^  ratus  especially  suitable  for  cases  of  commencing  lateral 
Levers.^   curvature,  and  also  in  those  cases  of  advanced  curva- 
ture, where  no  previous  treatment  has  been  adopted.  This 
appliance  is  essentially  for  the  use  of  the  surgeon,  and  hi  no  case 
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should  it  be  given  into  inexperienced  hands.   Harm  to  the  patient 
will  result  from  overscrewing,  and  the  apparatus  will  be  entirely 
displaced  by  force.    It  must  be  remembered  that  the  movements 
are  placed  to  enable  the  ready  adjustment  of  the  instrument  to 
any  improvement  obtained  by  exercise,  and  not  to  force  the 
curvature  into  position.     Its  distinctive    character  is  the 
movable  levers  a  a  which  are  attached  to  the  pelvic  band, 
ibout  f  of  an  inch  on  either  side  of  the  spinal  column,  thus 
avoiding  any  pressure  on  the  spinous  processes  of  the  vertebra. 
Each  lever  is  fitted  with  a  lateral  and  forward  rack-and-pinion 
aiovement  at  its  base,  and  it  will  be  observed  what  great 
idvantage  is  here  offered  to  the  movements  by  the  crescent 
=haped  pelvic  band.   The  upper  movement  of  the  racks,  viz.,  the 
ateral,  is  brought  opposite  the  lower  lumbar  vertebrte,  and  thus 
he  lever  motion  springs  from  the  same  centre  as  the  articulation 
>f  the  spine  to  the  sacrum.    Lateral  plates  with  swivel  move- 
•  nents  b  b  are  adjusted  to  the  back  lever,  corresponding  to 
he  nature  and  degree  of  the  curvature.    The  entii-e  front  of 
■-'■^  apparatus  is  fitted  with  "  stay -portions,"  which  are  either 
-^ced  or  fastened  by  elastic  bands;  no  other  corset  is  necessary. 
^-•36  render  the  support  entire,  at  the  same  time  permitting 
ree  respiration  and  development.   In  this  and  every  apparatus, 
rrangement  is  made  for  growth  and  enlargement,  the  instrument 
eing  adjustable  by  lengthening  pieces. 

AppBcation     In  applying  this  apparatus  it  is  advisable  to  open 
Apparatna.  each  lever,  so  that  the  pelvic  band  may  be  properly 
Ijasted  and  the  fronts  securely  fastened,  the  levers  and  plates 
I  *n  then  be  brought  into  position.    This  is  done  by  advancing 
P^^tes,  firstly,  by  the  lower  movement,  this  brings  the  plate 
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easUy  in  apposition  with  the  body  at  the  back.    The  lateral 
movement  is  then  brought  into  use,  and  the  plate  adjusted  at 
the  side  sufficiently  tight  to  exert  the  requisite  amount  of 
pressure.    This  is  the  most  powerful  apparatus  of  its  kind,  and.  i 
consequently  the  heaviest.    This  weight  may  not  be  detrimentabi  j 
to  a  robust  subject,  yet  there  is  a  large  class  of  constitutionallji ,  l 
weak  patients  where  a  lighter  support  is  essential.  j 
Adaptable      Fig.  47  PL  3  represents  a  very  light  apparatn 
sS'    called  the  "  Laced-Shield "  Apparatus,  the  specia 
AppMafus.  feature  being  the  way  in  which  the  support  is  derived 
The  form  of  appliance  is  the  same  as  the  precedmg  figure  but  th  j 
adaptable  part  consists  of  strong  laced  shields  a  attached  to  tL 
crutches  and  back  lever  respectively.  According  to  the  nature  ( 
the  case,  these  are  arranged  for  either  single  or  double  curvature 
A  moderate  pressure  is  obtained  by  the  shield,  and  as  the  curv: 
ture  is  improved  the  laced  portion  is  correspondingly  tightener  i 
On  account  of  the  readiness  by  which  re-adjustment  is  obtair 
this  instrument  is  a  general  favourite,  and  largely  used  ;  mor  i 
over,  having  no  rack  mechanism  there  is  nothing  to  get  out  i 
order.    In  cases  of  single  curvature  it  is  necessary  to  attach  t 
shield  to  an  "  angular  lever  "  fixed  to  the  crutch,  situated  on  tJ 
side  of  the  curvature.      This  lever  extends  the  laced-shie 
beyond  the  axis  of  the  body,  and  consequently  covers  a  nm 
larger  area  of  the  curve,  and  gives  greater  support.    I  ho  j 
found  this  support  invaluable  in  severe  cases  of  patients 
advanced  years,  and  I  have  successfully  adapted  several 
ladies  between  the  ages  of  60  and  80  years. 
Adaptation     J  have  been  obliged  to  modify  the  construction 

of  the  &  ^ 

fof  Adult  Lffe.  the  following  manner,  in  the  arm  pieces  or  tl 
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part  ■which  is  the  counter  pressure  I  have  removed  the  steel, 
md  substituted  softly  padded  leather  ;  and  the  hip  pieces 
if  metal  have  also  given  place  to  leather.  As  a  rule,  the  cases 
;  have  met  with  at  this  age  are  in  feeble  health,  and  owing  to 
he  severity  of  the  curvature,  very  sensitive  to  hard  pressure 
ingendered  by  the  use  of  steel.  As  the  leather  adapts  itself  to 
he  bony  prominence  of  the  ilise,  any  abrasion  of  the  skin  is  thus 
ivoided.  In  all  cases  the  apparatus  has  been  worn  with  great 
:omfort. 

In  cases  where  severe  rotation  of  the  vertebrae  exists, 
slight  improvement  only  will  take  place,  consequently  it  is  but 
lecessary  to  have  a  certain  amount  of  pressure  from  the 
nstrument.  The  spring  force  is  most  suitable  in  these  cases,  and 
s  very  practically  carried  into  effect  in  the  following  apparatus. 
Mr.  Adams'     Fig.  48  PI.  33  illustrates  the  retentive  spring  plate 

Betentive 

Spring  Plate  spinal  apparatus  of  Mr.  Adams.    The  usual  fulcrum 

Spinal 

Apparatus,  and  point  of  counter  pressure  form  the  base  for  the 
,  r.achment  of  the  mechanism.     The  essential  point  is  centred 
n  the  spring  plates  a  A  which  are  made  of  steel  entirely, 
nd  which  are  carefully  hammered  to  fit  the  projecting  sides, 
-he  apparatus  can  be  adapted  for  both  single  and  double 
rvature.    These  plates  are  softly  padded,  and  as  they  are 
i.ade  to  take  an  equal  bearing  on  the  side,  the  pressure  and 
upport  is  evenly  distributed  and  the  instrument  easily  worn  by 
'■^  patient.    The  plate  is  attached  to  the  back  lever  by  springs, 
■  ich  are  "set  on"  in  such  a  manner  as  to  produce  direct 
mter  rotary  movement.    The  requisite  pressure  is  adapted 
^  the  first  instance,  and  as  this  should  be  at  a  slightly  greater 
ngle  than  the  curvature,  it  is   apparent   that  when  the 
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apparatus  is  •worn,  a  constant  pressure  is  maintained.    This  ■ 
is  an  invaluable  appliance  for  patients  who  live  away  from 
the  surgeon,  and  can  only  make  periodical  visits.  Exercise 
and  gymnastic  movements  may  continue,  and  the  apparatus  still  I  j 
be  self  adjusting,  until  the  spring  power  ceases  to  give  pressure  ' 
from  the  improved  condition  of  the  curvature.  This  apparatus  is  j 
very  supporting,  and  consequently  somewhat  rigid,  and  cannot  t  j 
^spr^g*^  therefore  be  borne  by  all.    As  an  equally  efficient  t: 
^Lace™^  appliance   and  also  suitable  for  lateral  curvature  t 
Apparatus,  with  rotation.  Fig.  49,  PI.  3  illustrates  an  instru- 
ment which  is   much  used.    It  is  a   combination  of  thei 
spring   plate   of  Adams    and    the    laced-shield  apparatus. 
The    difference    exists    in    the   application   of    the  spring 
plate.    In  Adams'   instrument  the  metal  covers  the  whole 
of  the  side,  whereas   in  this   appliance  the  spring  plates 
A  A  merely  act  on  the  transverse  processes  of  the  spine,  and 
the   laced-shields  B  B  support  the  lateral   deformity.  Tli 
apparatus  is  so  very  light,  weighing  less  than  IJ-lb.,  that  it 
is  very  generally  adopted,  not  only  for  lateral  curvature,  but  ir 
cases  of  general  spinal  weakness.    It  is  of  course  modified 
the  requirements  of  each  case.    It  differs  considerably  frou 
the  spring  plate  instrument  in  the  construction  of  the  spring 
which  in  that  form  of  apparatus  is  straight,  and  gives  a  power 
ful  action,  but  in  the  combined  apparatus  the  spring  c  i 
twisted  in  the  form  of  a  "  C,"  thereby  greatly  increasing  th 
length  of  the  spring,  and  consequently  giving  greater  elasticit, 
to  the  whole  support. 
Dr.  Little's      Fig-  50  represents  Dr.  Little's  Spinal  Apparatu 
Apparatus,  which  has  an  important  invention  in  the  constructio 
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•ii'  the  counter-resisting  arm  pieces,  which  are  very  accurately 
idjusted  by  a  regulating  screw  arrangement  at  the  top  of  the 
)ack  lever.  This  is  shewn  Fig.  51  and  is  composed  of  a  long 
;crew  E  which  terminates  the  top  of  the  back  lever  a  a  over 
his  screw  passes  a  centre  piece  connecting  the  arm  pieces  c  c 
md  in  which  a  slot  is  cut  to  receive  a  revolving  nut.  The 
■dges  of  this  nut  are  milled  to  facilitate  easy  adjustment ;  not 
)nly  by  this  means  can  the  arm  pieces  be  readily  adapted  and 
■asily  altered  to  increased  growth,  but  they  afford  a  greater 
legree  of  freedom  as  the  screw  connection  forms  a  swivel 
novement,  and  sides  crutches  can  be  dispensed  with. 


Fig.  51. 

To  regulate  this  movement  it  has  been  found  necessary  to 
■ittach  transverse  straps  to  the  back  lever ;  the  pressure  on  the 
curvature  is  arranged  for  by  two  lateral  plates  g  j  which  are 
ittached  to  the  back  lever;  extra  support  being  given  to 
ihe  patient  by  the  belt  h. 
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As  far  as  the  usual  mechanism  is  concerned,  the  preceding ' 
figures  give  a  general  idea  of  the  form  of  steel  spinal  apparatus 
now  in  use.  Many  modifications  are  required  to  be  made,  but  it  i 
would  be  quite  impossible  to  illustrate  all. 

Dr.  Dick's      There  is,  however,  an  instrument  which  as  far  as 

Spinal 

Apparatus  mechanical  construction  is  concerned,  is  absolutely  i 
perfect,  and  in  many  cases  where  it  has  been  used  the  result  hasi  I 
been  extremely  beneficial.  I  refer  to  Dr.  Dick's  Spinal ;] 
Apparatus  Fig.  52 

This  instrument  is  formed  with 
the  usual  pelvic  band  and  hip-pieces 
h  s  i  i  with  the  counter -pressure 
taken  from  the  arm  pieces  a  a 
and  the  auxiliary  sternal  plate  g 
connected  to  the  arm  pieces  by  the 
transverse  sternal  bars  h  h.  The 
marked  feature  of  this  apparatus  hes 
in  the  construction  of  the  back  lever 

/   which  is  unusually  broad,  and  Fig.  52.  I 

the  mechanism  of  the  pressure  plates.    The  diagram  represents 
an  apparatus  suitable  for  relieving  double  lateral  curvature  0 
the  spine.    The  idea  carried  into  effect  is,  viz.,  that  of  curiui 
lateral  curvature  by  attacking  the  spine  itself,  without  pressun 
on  the  ribs.     The  rack  pieces  e  e  are  attached  to  the  bad  • 
lever,  according  to  the  position  of  the  curvature,  and  the  plate 
d  d  cover  the  transverse  processes  of  the   spinal  columu 
The  mechanism  consists  of  an  advancing  movement,  which  1 
regulated  by  a  rack  arrangement.    It  is,  of  course,  not  intend- 
that  this  should  be  used  with  force,  the  object  of  the  adjustin 
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'lechanism  is  purely  to  enable  the  very  accurate  application  of 

ae  exact  amount  of  pressure  required.    Whilst  on  the  subject 

Compari-  of  steel  instruments,  I  cannot  refrain  from  illustrat- 
son  in  the  i        •  ■ 

Construe-  ing  a  spinal  apparatus,  Fig.  53,  PI.  4,  which  I  have  just 

tion  of 

Supports,  received  from  a  patient,  and  for  which  I  have  sub- 
■  fcituted  one  of  my  own  Fig.  54,  PI.  4.    It  is  unnecessary  for 
18  to  enter  into  any  comparative  description  of  either,  as  the 
lustrations  so  fully  shew  the  difference  in  construction.  I 
ould,  however,  mention  that  the  weight  of  the  old  apparatus  is 
|.-lbs.,  and  of  mine,  2-lbs.  3-ozs. 


Spinal  Spinal  stays  form  an  important  element  in  the 
treatment  of  spinal  curvature,  and  are  used  at  two 
istinct  stages ;  firstly,  in  those  cases  where  very  slight  cur- 
ature  is  noticed,  and  steel  supports  are  not  requisite  ;  and 
acondly,  after  the  use  of  the  steel  apparatus  as  a  medium 
etween  the  great  support  derived  from  the  use  of  steel  and  the 
3tum  to  ordinary  corsets.  Fig.  55  PI.  4  illustrates  the  spinal 
'^s^in^'  ^^^"^^  recommended  and  designed  by  Mr.  Adams, 

stays,  which  will  be  found  invaluable  in  these  two  stages.  In 
le  first  stage  they  are  generally  used  in  conjunction  with 
ymnastic  exercises,  but  as  a  support  alone  to  a  weakened 
pme,  they  are  found  very  beneficial.  The  essentiality  in  the 
bape  of  the  corset,  is  its  great  depth  and  height.  The  steel 
Qpports  A  A  which  are  attached  to  the  back,  give  an  equal 
apport  on  either  side  of  the  spine,  taking  their  bearing  on  the 
acrum,  and  extending  to  the  centre  of  the  scapulte  ;  the  upper 
xtremities  are  continued  in  the  form  of  shoulder  straps  bb 
'ith  elastic  insertions  cc  which  in  no  way  impede  free  action 
f  the  arm,  but  by  bracing  the  upper  part  of  the  body  back  to 


I' 

the  steels  give  a  most  perfect  support  to  the  spine.  Thai 
shoulder  straps  cross  at  the  back,  and  from  their  positiont 
the  stays  are  much  used  in  cases  of  round  shoulders  andi 
stooping.  In  slight  cases  of  curvature  the  spinal  stays  maji 
not  always  he  sufficient  support  for  the  entire  day,  or 
occasionally  when  the  patient  may  have  to  undergo  any  greaten 
fatigue  than  usual.  As  an  adjunct  to  wear  in  turn  with  the 
Light  steel  stays,  I  would  recommend  the  light  steel  frama 

Frame 

Support,    support,  Fig.  57,  PI.  5.    In  cases  of  muscular  debilitjt 
and  weak  spine  this  can  easily  be  worn  with  the  ordinary  corsets 
Spinal    over.  In  adults  of  advanced  years,  where  slight  support 

stays  for 

Adult  Life,  is  alone  needed,  the  spinal  stays.  Fig.  56,  PI.  4,  wili 
be  found  very  suitable.    In  construction  they  are  similar  to  thlM 
preceding  stays  already  described,  but  in  place  of  the  steels  a 
back  a  light  crutch  a  is  attached  to  either  side  of  the  stays,  an 
a  broad  strap  B  supporting  the  curvature  is  fastened  transversal 
to  the  side  opposite  the  curve.    In  both  the  preceding  figm-es 
sometimes  insert  elastic  through  the  entire  depth  of  the  frou 
to  favor  development  and  easy  respiration. 

The  treatment  of  spinal  curvature  by  suspension  and  the  Pla| 
of  Paris  jacket  has,  of  late  years,  been  largely  carried  out 
more  or  less  success ;  but  as  the  Plaster  of  Paris  possesses  sev8 
unpleasant  features,  in  1878,  at  the  request  of  several  lead 
The  Poro-  Surgeons,  I  perfected  and  introduced  the  Poro-pla 

Plastic 

Jacket.    Jacket.    It  is  not  my  intention  to  enter  into 
merits  or  demerits  of  the  treatment  of  spinal  curvature! 
Plaster  of  Paris.     That  is  the  Surgeon's  province,  but, 
material,  1  think  I  am  justified  in  pointing  out  the  advantagrff^ 
which  I  think  the  poro-plastic  possesses.  The  poro-plastic  jacli 
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composed  of  felt  saturated  with  various  gums,  which, 
fter  a  baking  process,  is  immersed  in  an  acid  bath, 
Toducing  a  hard  material  equal  to  the  rigidity  of  Plaster 
f  Paris ;  and  which  on  the  application  of  heat  becomes  pliable 
,nd  easily  moulded  to  any  shape,  the  latter  being  retained  on 
Doling.  Although  the  poro-plastic  is  adaptable  yet  it  will  not 
tretch  sufficiently  to  enable  one  to  take  a  sheet  of  the  material, 
jid  mould  a  jacket  from  the  same.  It  is  essential  that  the  felt 
hould  first  be  approximately  adjusted  to  the  required  shape, 
nd  then  stiffened  with  the  solution  of  gums.  For  this  purpose 
.  large  number  of  blocks  or  moulds  are  used  in  the  manufacture, 
nd  on  these  the  jackets  are  first  made.  For  all  ordinary  cases 
t  is  sufficient  to  take  measurements  ;  but  in  severe  cases  both 
■f  lateral  and  angular  curvature,  it  is  always  necessary  to  take 

cast  of  the  deformity,  or  else  very  accurate  "  sets  "  in  lead. 

he  advantages  possessed  by  the  poro-plastic  are  as  follows  : — 
Advantages      i      i  .^ui  j 

ofthe       1-   Lightness  and  porosity.  • 

Poro-Plastic      „  i- 

Jacket.       ^-    Ease  of  application. 

3.  Facility  for  the  Attachment  of  steel  supports  in  severe  cases. 

4.  Immediate  fixation  before  releasing  the  patient  from  suspension. 

5.  By  leaving  certain  portions  of  the  jacket  free  from  the  harden- 
ng  solution,  pressure  on  prominent  bones  is  avoided. 

6.  The  samejacket  is  capable  of  re-application  as  often  as  neces- 
ary ;  therefore  economy. 

7.  Durability ;  the  same  jacket  lasting  fully  eighteen  months. 
8-   Capability  of  removal  for  ablution  or  gymnastic  exercises. 

AppKcation     The  following  method  if  carefully  carried  out.  will 

of  Poro- 

Srt  success  in  the  application  of  all  jackets. 

The  appliances  required  are  the  usual  suspension 


u 
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apparatus  and  a  heating  apparatus.      With   reference   to  j 
the  former,  I  •will  describe  some  important  improvements  II 
have  made  under  the  heading  of  "  exercising  apparatus." 
The  heating  apparatus  can  be  of 
any  suitable   arrangement  whereby 
the  requisite  temperature  may  be 
obtained.     Fig.  58  illustrates  that 
generally  used  by  myself.  Having 
procured  the  jacket,  the  fixst  thing 
to  arrange  is  that  the  heating  ap- 
paratus shall   be  at  the  required 
temperature ;  this  should  vary  from 
160°  to  180°  Fahr.    When  this  has 
been  registered,  the  jacket  should  be 
inserted,  and  during  the  softening 
of  the   poro  -  plastic,    which  occu- 
pies from  three  to  fiye  minutes,  according  to  the  size,  th( 
patient  may  be  suspended.    (It  will  be  found  advisable  to  plac«l 
a  small  dish  of  water  in  the  heating  apparatus,  as  a  moia 
heat  softens  better  than  a  dry  one.)    The  patient  should  bfc 
wearing  an  ordinary  close-fitting  merino  vest  usually  procurabL 
at  all  hosiers,  and  which  I  find  better  than  the  woollen  Sayre' 
vest.    Two  or  three  double-tailed  bandages  are  necessary,  au. 
one  or  two  firm  pads.     The  jacket  having  been  ascertaine 
to  be  quite  soft,  should  now  be  removed  from  the  heatiii 
apparatus,  and  quickly  applied  to  the  patient  and  buckled  i 
front,  care  being  taken  that  the  soft  parts  for  the  hips,  mammi 
and  prominent  spine  (if  any)  correspond.    The  jacket  is  the 
worked  with  the  hand  into  the  depressions  and  irregularities  of  tl 
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body,  and  retained  there  by  the  bandage,  which  should  be 
-  tightly  rolled  round  the  patient.    Each  hand  unrolling  one  tail 
of  the  bandage,  and  crossing  and  re-crossing  until  the  length  is 
exhausted.    Should  there  be  any  considerable  cavity  at  any 
part  of  the  body,  place  a  pad  over  that  cavity,  and  then  bandage 
over  the  pad ;  by  this  means  the  jacket  is  pressed  into  the 
hollow  space.  In  five  minutes  from  the  first  application,  the  jacket 
will  have  set  quite  hard,  and  the  patient  can  be  released  from 
suspension.    The  bandages  are  then  removed,  and  the  jacket 
completed  by  lacing ;  but  before  doing  this,  it  is  desirable  to 
see  that  the  jacket  is  the  right  height  under  the  arms  ;  if  too 
high,  a  piece  can  be  easily  removed  by  a  penknife.    In  comparing 
the  poro-plastic  jacket  with  the  Plaster  of  Paris  jacket,  the 
fact  is  often  overlooked  that  they  are  both  used  in  the  same 
plan  of  treatment,  and  that  the  difference  only  exists  in  the 
material.    That  the  poro-plastic  possesses  advantages  over  the 
Plaster  of  Paris  cannot,  I  think,  be  denied ;  take  for  instance 
hat  of  "  the  fixation  of  the  spine,  before  release  from  suspension," 
nd  that  within  five  minutes  (at  the  outside)  from  the  com- 
mencement of  application.    Plaster  of  Paris  cannot  do  this,  the 
jacket  cannot  even  be  applied  in  this  time,  and  even  after  it 
has  been  finished  it  is  not  hard.     Consequently,  a  greater 
or  less  degree  of  sinking  must  take  place,  added  to  this,  it  is 
not  thoroughly  dry  under  12  hours.    Then  again,  the  facility 
with  which  the  jacket  can  be  removed  for  ablution  and 
gymnastic  exercises,  and  in  cases  of  Pott's  disease  for  an 
occasional  examination  of  the  seat  of  disease,  is  an  advantage 
0  which  cannot  be  disputed.    Again  the  advantage  of  a  frequent 
re-adaptation  of  the  jacket  is  obvious,  especially  in  a  case  of 
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lateral  curvature  where  great  improvement  is  made,  and  mj, 
experience  in  this  point  proves  that  the  oftener  the  jacket  ■ 
re-moulded  the  harder  it  gets.  There  is  no  need  for  me  t 
enumerate  each  advantage  in  turn,  the  superiority  of  pore 
plastic  over  Plaster  of  Paris  is  obvious,  and  I  cannot  refraii 
from  thinking  that  if  the  application  and  merits  of  the  twt 
materials  are  carefully  weighed,  the  balance  will  be  considerabl; 
in  favour  of  the  poro-plastic.  The  poro-plastic  jacket  i 
illustrated  in  a  front  view.  Fig.  59,  PI.  5,  and  is  shew: 
applied  to  a  slight  case  of  lateral  curvature.  Fig.  eo. 


Fig.  60. 

In  severer  cases,  it  is  necessary  to  have  steel  attachment 
and  this  application  is  illustrated,  Fig.  61,  PI.  5. 


FIG.  57. 


FIG  61 
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B.     Exercising  Apparatus  fob  Lateral  Curvature. 

Remarks  on     The  necessity  for  gymnastic  movements  in  the 
^parat^^  treatment  of  spinal  curvature,  has  been  so  much 
insisted  on  by  medical  men  of  late  years,  that  prineipally  at  the 
suggestion  of  Mr.  Adams,  I  have  been  led  to  devise  simple  ap- 
paratus by  which  the  patients  can  take  the  necessary  exercises  at 
home.    The  advantages  of  this  plan  are  very  considerable,  when 
one  considers  the  class  of  cases  generally  under  treatment,  and 
where  the  walk  or  ride  to  and  from  the  Gymnasium,  and  the 
necessity  of  doing  the  exercise  in  a  prescribed  time,  merely  tends 
to  exhaust  instead  of  strengthen  the  patient.   Moreover  by  having 
the  exercising  apparatus  fixed  in  the  bed-room  or  adjoining  room, 
the  exercises  can  be  taken  in  the  early  morning,  the  patient 
wearing  little  clothing,  thereby  giving  greater  freedom  in  action 
and  a  greater  muscular  development.   Calisthenics  and  drilling, 
in  which  the  majority  of  exercises  are  taken  on  the  feet  for  a 
long  period,  are  not  as  a  rule  advised  for  a  commencing  case  of 
lateral  curvature.  It  is  well  known  that  when  lateral  deviation  of 
the  spinal  column  takes  place,  it  is  (without  treatment)  greatly 
accelerated  by  the  weight  of  the  head,  and  consequently  it  is  so 
necessary  to  remove  this  superabundant  weight  as  often  as  possible 
during  the  cure  and  relief  of  spinal  affections.    This  is  very  aptly 
illustrated  by  the  suspension  apparatus  of  Sayre  being  attached 
to  the  head  alone,  during  self-suspension,  and  during  which 
exercise,  a  direct  extension  of  the  spinal  column  takes  place. 
The  exercises  now  in  use  are  divided  into  two  classes,  viz., 
horizontal  and  vertical.    Of  the  former  class,  the  simplest  yet 
devised  is  that  illustrated  Fig.  63,  PI.  6. 
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Horizontal      This  Exercising  Plane  was  introduced  into  the 
^''p™^  treatment  of  spinal  curvature  by  Mr.  Adams,  for 
whom  I  designed  it,  in  the  year  1882,  and  has  been  used 
with  marked  success  in  many  cases,  which  were  previously 
at  a  standstill,  with  vertical  exercises  only.    Not  only  in 
forms  of  lateral  curvature  is  this  plane  so  useful,  but  also 
in  those  cases  of  angular  curvature,  after  consolidation  of 
the    vertebrte    has  taken  place,  and  where  the  muscular 
system  has   become  generally   weakened   by    enforced  re- 
cumbency;  also  in  posterior  curvature  or  round  shoulders, 
and  any  spinal  muscular  debility,  much  benefit  may  be  derived 
from  the  careful  use  of  this  plane.     In  round  shoulders, 
especially,  cases  can  almost  be  entirely  cured  by  this  exercise  ; 
the  deformity  exists  generally  on  or  above  the  axillary  level, 
rendering  the  use  of  any  apparatus  of  little  avail.    This  plane 
is  a  modification  of  Shaw's  and  Amesbm-y's,  and  differs  con- 
siderably in  the  counter-resisting  force.    In  the  latter  planes 
this  consisted  of  weights  (usually  shot  in  small  bags,)  drawn 
over  pulleys.    In  my  modification,  the  counter-resistmg  force  is 
centred  in  an  india-rubber  accumulator.     The  great  advantage 
of  the  latter  over  the  former  is  this  :  the  shot  or  weight,  when 
raised  from  the  ground,  immediately  brings  the  whole  force  into 
use,  and  therefore  requires  the  expenditure  of  great  muscular 
effort  at  the  commencement  of  the  exercise,  whereas  the  tension 
of  the  india-rubber  accumulator  is  but  slight  at  first  and  increases 
gradually  as  the  extension  is  made.    Another  improvement  over 
the  old  method  consists  in  the  handles,  which  are  placed  at  the 
head  of  the,  couch,  these  when  grasped  enable  the  patient  to 
maintain  a  steady  and  continuous  movement  very  different  to 
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the  constant  jerk  caused  by  the  handles  being  fitted  at  the  side 
of  the  couch  a  few  inches  apart  and  projecting  like  pegs. 

Construction  The  details  of  the  exercising  plane  are  as 
Plane,  follows  :  an  inclined  plane  a  6  feet  long,  Fig.  63, 
PI.  6,  with  a  rise  of  1  inch  in  the  foot.  A  sliding  board 
B  half  the  length  of  the  plane  fitted  with  rollers,  is  movaljle 
up  the  plane,  working  in  grooves  at  the  sides,  detachable  handles 
c  c  are  fitted  to  the  upper  end  of  the  plane,  which  are  grasped 
by  the  patient  during  exercise.  An  india-rubber  accumulator 
fitted  to  the  top  of  the  couch  on  the  inside,  and  fastened  to  the 
movable  board  by  a  cord  passing  over  a  pulley  at  the  lower  end 
of  the  plane  is  the  means  by  which  the  exercising  power  is 
regulated.  This  accumulator  is  not  shewn  in  the  illustration, 
as  it  is  hidden  by  the  plane  itself,  but  the  attachment  of  the 
cord  to  the  accumulator  is  shewn  at  d.  The  legs  are  made  to 
screw  in  and  out,  in  order  that  the  plane  may  occupy  little  space 
Position  packing.  The  patient  assumes  two  positions  in 
Patienifin  e^^rcising,  one  on  the  chest  for  the  exercise  anddevelop- 

ezercismg.  ^^^^  of  the  spinal  muscles,  and  the  other  on  the  back 

for  the  exercise  and  development  of  the  chest  muscles.  The 

respective  exercises  are  taken  in  the  following  manner.  The 

,  ^  patient  lies  on  the  movable  board,  face  downwards, 
Mode  of 

exercising,  g^j^j  grasps  the  handles  at  the  top  of  the  couch, 
'^adually  drawing  himself  up  the  plane.  The  hands  should  be 
laeld  outwards,  imitating  as  much  as  possible  the  breast- 
hitroke  in  swimming,  Fig.  64,  PI.  6.  After  remaining  in  this 
position  for  a  few  seconds,  the  hold  should  be  released  and 
'he  plane  gradually  descended.  It  is  advisable  to  commence 
.he  exercises  without  the  india-rubber  accumulator,  as  the  weight 
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of  the  patient  alone  up  the  plane  is  sufficient  exercise  at  first,  but 
after  the  speed  and  position  of  the  hands  has  been  thoroughly 
mastered,  the  accumulator  may  be  slightly  attached  and  gradually 
increased  according  to  the  strength  of  the  patient  and  the  facility 
with  which  the  exercise  is  performed.    In  taking  the  exercise, 
for  chest  development,  the  head  rest  E  is  previously  placed 
in  the  movable  board,  Fig.  65,  PI.  7.    The  movement  is  similar 
to  the  preceding  exercise  with  the  exception  that  the  arms  are 
brought  over  the  head  and  close  to  the  side  of  the  body  at  the 
finish.  Fig.  66,  PI.  7.    In  severe  cases  of  lateral  curvature  it  is 
often  advisable  to  alter  the  length  of  the  handles,  giving  a 
shorter  length  to  the  opposite  side  of  the  extreme  curvature.  It 
will  be  seen  that  this  gives  greater  exercise  and  traction  to 
this  side. 

Single        With  reference  to  the  vertical  exercises  the  following 
apparatus  will  be  found  sufficient.    Fig.  67  represents 
the  single  trapeze  bar,  which  is  constructed  in  the  usual 
way.     One  point  worthy  of  attention  being  the  capabUity 
of  adjustment  according  to  the  height 
of  the  person  using  it  ;  this  is  per- 
mitted by  use  of  a  bridge  piece  attached 
to  one  end  of  the  webbings,  and  shewn 
in  detail  in  the  woodcut.    In  using 
the  bar,  it  should  be  fixed  at  a  suffi- 
cient height  to  allow  the  patient  to 
grasp  it  on  tip-toe.    The  exercise  is 
performed  by  swinging  to  and  fro. 
The  single  bar  is  admirably  adapted  for  Fig.  67. 

slight  cises  of  lateral  curvature,  but  in  the  severer  forms  it  has 
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been  found  advisable  to  add  a  lower  or  second  bar  to  the  single 
bar.  This  idea  originated  with  Mr.  Adams,  who  has  very 
largely  used  it  in  his  practice. 

Double        The  double  bar  is  used  in  the  following  manner : — 

Trapeze 

Bar.  the  higher  bar  is  grasped  by  the  hand  corresponding 
to  the  side  on  which  the  greatest  concavity  is  situate,  the  result 
:being  that  a  much  greater  extension  is  given  to  that  side,  and  a 
consequent  increased  action  to  the  weakened  muscles.  Fig.  68 
n.  8  represents  a  case  of  severe  lateral  curvature,  and  Fig.  69 
PI.  8  the  same  case  using  the  double  bar.  The  vertical  exercises, 
taken  in  the  preceding  manner,  affect  the  spinal  column,  from  the 
axillary  level  downwards;  but  there  are  a  great  number  of 
cases  with  lateral  deviations,  in  the  upper  dorsal  and  cervical 
region,  which  can  only  be  benefitted  by  the  Sayres'  suspension 
apparatus. 

Sayres-       Fig.  70,  PI.  9  depicts  a  case  of  double  lateral 

Suspension 

Apparatus,  curvatm'e  with  the  right  curve  commencing  in  the 
ipper  dorsal  and  cervical  region.  This  case  is  shewn  suspended, 
Fig.  71,  PI.  9,  which  illustrates  the  well-known  tripod  arrange- 
ment, the  strap  and  pulleys  of  which  are  entirely  new,  of  my  own 
Jivention,  and  which  in  practice  I  have  found  to  answer 
idmirably.  The  head  strap,  of  which  I  give  an  enlarged  view 
Fig.  72,  PI.  9,  takes  its  purchase  from  the  chin  a  and  the 
occiput  B  leaves  the  ears  quite  free  and  prevents  that  feeling 
of  circular  constriction  so  often  experienced  in  the  usual  pattern, 
rhe  arm  straps  are  fastened  to  two  small  auxiliary  bars 
^hich  are  respectively  attached  to  either  end  of  the  main  cross-bar. 
rhe  right  arm  strap  is  hung  straight  in  front  of  the  patient 
ander  the  axilla  and  crossed  at  the  back  to  the  left  bar, 
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and  the  other  strap  vice  versa.  My  reason  for  this  is,  that 
in  self-suspension  with  the  arm  straps  there  shall  be  no  tend- 
ency to  "run  up"  the  arm,  as  there  is  when  the  usual 
vertically  hung  straps  are  used.  Another  great  improvement 
has  been  added  in  the  shape  of  the  small  checks  c  c  attached 
to  the  arm  and  head  strap ;  these  entirely  overcome  the 
trouble  occasioned  by  the  use  of  buckles  and  straps,  and  more- 
over enables  the  operator  to  adjust  the  distribution  of  weight 
on  the  head  and  arms  with  the  greatest  facility  and  accm-acy. 

This  very  simple  arrangement 
is  shewn.  Fig.  73,  3  is  the  ring 
attached  to  the  end  of  the 
auxiliary  cross  bar  ;  the  ball  5  ^ 
is  attached  to  the  arm  or  head 
strap,  and  connected  to  the  ring 
by  the  cord  1  4.  The  section  2 
will  readily  explain  the  action.  In 
adjusting  the  length  of  the  strap, 
it  is  only  necessary  to  raise  the 
ball  5,  and  draw  the  cord  4 
either  through  or  out,  according 
to  the  requisite  tension.  Ano- 
ther improvement  is  in  the  use 
of  a  check  pulley  which  fastens 
itself  at  any  height,  enabling 
the  surgeon  to  dispense  with  an 
assistant  to  hold  the  cord,  and  also  in  the  event  of  sickness  or 
faintness  to  immediately  release  the  patient  from  suspension. 
These  pulleys  are  not  given  to  patients,  as  an  ordinary  triple 
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Dulley  is  sufficient  for  the  exercises,  and,  suspended  from  a  hook 
n  the  ceiling,  dispenses  with  the  use  of  the  tripod. 

C.    PosTEEioB  Curvature  of  the  Spine, 

The  cause  of  Posterior  Curvature  of  the  Spine  being  principally 
,  ionnected  with  muscular  weakness,  the  treatment  generally 
■  ipplied  is  that  of  gymnastic  exercises.  Those  already  described 
,jn  the  trapeze  bar,  the  exercising  plane  (especially  on  the  back), 
I  xnd  the  suspension  apparatus,  shew  the  kinds  most  suitable  for 
•shese  cases,  and  where  necessary  these  may  be  combined  with 

..'ither  of  the  following  apparatus,  especially  as  in  many  instances 
,  ihe  effects  of  the  exercises  are  greatly  neutralized,  if  not  entirely 

ost,  by  the  bad  position  assumed  during  the  day. 

Elastic       The  simplest  form  of  support  is  that  derived  from 
Shoulder 

Braces,  the  shoulder  braces.  Fig.  62,  PI.  5.  These  are  formed 
;>f  metal  scapulae  plates  a  a  attached  to  a  webbing  waist  band  b 
houlder  straps  c  c  are  fastened  to  the  plates  and  these  expand 
he  chest  and  draw  the  shoulders  back  according  to  the  tightness 
nth  which  they  are  adapted.  As  a  rule  these  are  only  suitable 
.a  very  early  cases,  as  the  fulcrum  of  the  waist  band  is  not 
ufficient. 

convez       The  convex  spring  apparatus  Fig.  73,  PI.  10  repre- 

Spring  ^ 

Apparatus,  sents  an  efficient  means  by  which  the  spine  may  be 
asily  straightened.  It  is  constructed  of  a  metal  pelvic  band  and 
iip-pieces  AAA  to  which  is  attached  a  convex  spring  back  lever  b 
'f  an  elastic  and  light  construction.  The  convexity  of  the  lever 
'■i  towards  the  spine,  and  to  the  top  of  the  lever  cross  arm  pieces  c  c 

re  attached.    In  adapting  the  instrument,  the  pelvic  band 
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is  first  fastened,  and  the  arm  pieces  then  appHed ;  it  will 
readily  be  seen  that  from  the  nature  of  the  spring,  the  patient 
is  forced  to  assume  the  erect  position.  In  flexible  spines  thia 
form  is  very  beneficial.  Stays,  such  as  Adams',  are  also  useful, 
and  also  applied  to  slight  cases.  There  are  a  number  of  cases 
of  posterior  curvature  of  a  more  rigid  type,  where  a  passive 
support  is  only  required.  This  can  be  obtained  by  the  poro- 
plastic  jacket  with  shoulder  straps,  the  laced  shield  apparatus, 
Mr.  Adams'  and  Mr.  Adams  spring  plate  instrrmient  represented 

Spring-plate 

Apparatus  Fig.  74,  PI.  10.    As  a  rule,  this  is  the  most  efficient 

for  Posterior 

Curvature,  instrument  for  posterior  curvature,  as  the  spring 
plates  give  a  continuous  support  to  the  spine,  and  the  pressure 
once  regulated  at  the  fitting,  is  always  maintained,  but  it  is  only 
applicable  to  conditions  of  curvature  below  the  axiUary  level. 
Backboard  ^  cases  of  infants  with  a  rachitic  tendency,  pos- 
ChUdren.  terior  curvature  is  of  common  occurrence.  Fig.  75, 
PI.  10  illustrates  a  light  backboard,  very  suitable  for  this  class  of 
cases.  It  is  made  of  a  well-padded  back-piece  a  to  which  is 
attached  axillary  and  perineal  straps  B  B  c  c ;  the  appliance  is  also 
fitted  with  abdominal  portions  D  and  when  the  "board"  is 
applied  a  comfortable  support  is  given,  and  complete  fixation 
of  the  spine  obtained.  The  preceding  form  the  principal 
appliances  for  this  deformity,  but  modifications  and  combina- 
tions are  always  being  made.  In  poro-plastic,  I  have  recently 
fitted  a  patient  with  a  poro-plastic  sheet  embracing  the  entu:e 
back,  to  the  upper  part  of  which  I  attached  shoulder  straps, 
and  to  the  lower  part  a  small  abdominal  portion.  This  gave 
a  very  efficient  support,  and  entire  freedom  for  respnation  and 
development  of  the  chest. 
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D.    Pott's  Disease  of  the  Spine.   Angular  Curvature. 

In  the  treatment  of  cases  of  Pott's  disease  considerable 
lifl'erence  of  opinion  exists,  as  to  the  most  efficient  way  by 
rhich  complete  rest  can  be  given  to  the  affected  part.  In  some 
aases  entire  rest  with  immobility  is  advised,  and  in  others 
est  to  the  affected  part  with  mobility.  The  exact  course  to 
I  rnrsue  (and  this  is  always  determined  by  the  Surgeon)  depends 
Entirely  on  the  constitution  of  the  patient,  and  the  position  of 
he  diseased  part,  and  divides  the  forms  of  appliance  which 
jiay  be  used  in  the  treatment  into  four  distinct  kinds,  viz. : — 

1.  Apparatus  for  commencing  caries  below  the  upper  dorsal 

region. 

2.  Couches  for  recumbency. 

3.  Apparatus  for  supporting  the  spine  in  the  upper  dorsal 

and  cervical  region. 

4.  Apparatus  for  supporting  the  spine  In  the  mid-dorsal 
.  and  lumbar  region  after  consolidation. 

!  In  the  first  class  of  cases  Plaster  of  Paris  has  been  largely 
i  Hsed,  and  is  no  doubt  of  great  benefit  in  the  acute  early  stages, 
I  mt  I  believe  that  the  poro-plastic,  with  very  few  exceptions, 
.  fill  be  found  equally  good,  if  not  much  better,  for  the  reasons 
I '.already  stated. 

Fig.  76,  PI.  10  represents  a  poro-plastic  jacket 

I  ?  Poro-plastic 

>  Jacket  for  suitable  for  these  cases,  with  a  soft  part  at  the  back. 

AngBlar  ' 

Curvature,  and  it  is  this  soft  part  which  is  of  so  much  utility, 
md  which  effectually  prevents  the  sloughing  sometimes  seen 
:n  children  upon  the  removal  of  a  Plaster  of  Paris  jacket. 
^'Should  the  curvature  be  rather  high  in  the  spine,  say  the  5th  or 


56 

6tli  Dorsal,  it  is  sometimes  advisable  to  add  shoulder  straps  to 
give  increased  support  to  the  upper  part  of  the  trunk. 
„  .  ^    ,     One  of  the  most  convenient  forms  of  support  is  the 

Mr.  Adams'  ^ 

Blocked    ^.(Jams'  blocked  leather  cuirass,  Fis.  89,  PI.  15.  This 

Leather  '      o  > 

Cuirass,  jg  ^  blocked  leather  shell  or  cuirass  adapted  to,  and 
covering  the  entire  back  from  the  sacrum  to  the  upper  dor  sal  verte- 
brae. This  leather  is  blocked  to  a  plaster  cast  of  the  child's  back, 
taken  when  in  a  horizontal  position,  and  with  slight  extension, 
which  not  only  insures  an  accurately  fitting  support,  but  keeps 
the  spine  in  as  straight  a  position  as  possible.  The  cuirass  is 
well-padded,  and  the  part  over  the  prominent  spine  is  slightly 
raised  to  avoid  undue  pressure.  On  either  side  of  the  cmrass 
light  steel  crutches  are  attached  with  softly  padded  arm  pieces, 
these  give  an  increased  aid  in  standmg,  and  yield  the 
necessary  point  of  counter-support.  The  thorax  and  abdomen 
are  covered  in  by  laced  portions,  wholly  made  of  elastic,  giving 
a  firm  support,  at  the  same  time  permitting  free  respiration  and 
abdominal  enlargement.  When  this  apparatus  is  applied,  it 
enables  the  child  to  be  readily  lifted  without  fear  of  injury  or 
movement  to  the  spinal  column ; — generally  the  preceding 
apparatus  are  advised  where  partial  recumbency  only  is, 
necessary,  and  are  used  in  connection  with  the  spinal  tray. 
The  Spinal  Fig.83,  P1.14,  represents  this,  of  light  wicker  construc- 
tion  supplied  with  a  mattress,  on  which  the  child  is  laid 
and  easily  carried  about  without  fear  of  movement  to  the  spine.  M 
the  same  time,  in  a  large  number  of  cases,  complete  recumbency 
is  essential.  This  can  be  taken  on  an  inclined  plane,  in  bed, 
on  the  prone  couch,  etc.  The  form  of  couch  depends  on  the 
position  of  the  seat  of  disease.    In  cases  affected  in  the  lower 
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>rsal  reffion,  so  much  help  is  afforded  either  by  the  jacket 
or  cuirass,  that  more  liberty  may  be  given  to  the  patient.  The 
prone  couch  is  here  very  beneficial. 

p^^^g        Fig.  77,  PI.  11,  represents  one  in  which  I  have 
Couch,    made  several  improvements.    On  either  side  of  the 
(Couch,  I  have  placed  guard-rails  s  S  which  effectually  prevent 
jany  accident,  especially  to  young  children.    The  head  rest  r 
lis  made  adjustable,  and  can  be  heightened  or  lowered  at  will. 
['The  play-table  h  is  also  adjustable,  and  in  addition  to  its 
j  I  advantage  from  the  point  of  amusement,  it  serves  as  well  for 
ceducational  purposes.    The  plane  of  the  couch  is  broken  at  a 
ipoint  corresponding  to  the  hip  joints,  and   as  the  lower 
^extremities  rest  on  the  inclined  part,  a  certain  amount  of 
textension  of  the  spinal  column  is  gained.     The  footboard  k 
^which  is  detachable,  serves  as  an  occasional  rest  for  the  lower 
6extremities.    Where  the  disease  appears  in  the  acute  form  in 
sany  portion  of  the  spine,  complete  rest  is  essential,  but  is  not 
liso  easily  attained  with  young  children.    It  is  well  known  how 
'  difficult  a  matter  it  is  to  keep  a  child  in  one  position,  yet  how 
kessential  especially  in  cervical  caries.     To  ensure  this  com- 
kplete  recumbency  Mr.  F.  E.  Fisher  has  devised  the  annexed  bed 
■frame. 

Mr.  F.  B.      Fig.  78  illustrates  the  bed-frame,  by  the  use  of 

Fishers  *' 

Bed  Frame,  which,  absolute  rest  to  the  spine  is  obtained.  It 
consists  of  three  pieces  of  metal,  a  top  piece  a  a  and  two  side 
stems  c  c  the  latter  are  joined  to  the  former  at  one  end,  and 
fixed  by  thumbscrews ;  halfway  between  the  ends  of  the  side  stems 
light  metal  arm  pieces  are  fixed  (softly  padded),  these  are  passed 
under  the  axillee,  and  buckled  over  the  shoulders.    The  top  bar 
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of  the  frame  is  attached  to  the  head  of  the  bed  by  the  straps  b  b 
and  to  the  lower  ends  of  each  stem  a  bandage  is  tied  and  securely 
fastened  under  the  bedstead.    When  the  child  is  placed  in  this 


frame,  no  movement  or  rotation  can  take  place,  all  movements 
of  the  trunk  are  prevented,  and  the  restraint  thus  obtained  is 
not  in  any  way  irksome.  Not  only  in  cases  of  spinal  disease, 
but  as  a  means  of  counter  extension  in  hip  joint  disease,  this 
frame  will  be  found  very  valuable.  Eeferring  to  the  point  of 
general  health,  I  have  lately  made  a  poro-plustic  trough,  padded 
to  the  shape  of  the  body,  in  which  the  patient  can  be  placed 
and  taken  from  place  to  place,  or  into  the  air  without  any 


juovement  to  the  spine.    In  many  cases  of  cervical  disease, 
Bntire  or  partial  paralysis  of  the  lower  extremities  takes  place. 
in  this  acute  form  it  is  essential  to  apply  extension  to  the  head. 
This  has  been  done  by  fixing  a  pulley  over  the  bedstead,  and 
[making  extension  by  the  adaptation  of  a  head-strap,  but  as 
i  i.his  involves  continuous  recumbency  in  one  place,  I  have  devised 
m  extension  couch,  which  I  believe  contains  entirely  new 
!  orinciples,  and  which  in  practice  has  been  very  successful.  In 
i  tlesigning  it  I  have  kept  in  mind  two  points,  first  an  unaltered 
:2xtension  force  in  any  position,  second  the  capabiHty  of  moving 
i;he  patient  from  place  to  place,  with  a  view  to  the  maintenance 
the  general  health. 

It  is  carried  out  in  the  following  manner : — Fig.  78, 

Ernst's 

Apparatus  PI.  12,  represents  a  tray  jointed  at  its  upper  third  b 

for 

for^er^cai  ^'^^^  Corresponds  to  the  hip  joint,  and  the  shorter 
part  of  the  tray  c  is  adjustable  to  any  angle  of 

nclination  by  an  ordinary  rack  adjustment  e  a  horse-hair 
j  nattress  covering  the  tray.    The  patient  is  placed  on  this  tray, 

nd  a  well  padded  leather  belt  encircles  the  pelvis.     It  is 

>nly  in  the  horizontal  position  that  this  belt  is  necessary, 

-.3  when  the  patient  is  reclining  at  an  angle,  the  weight 
■')f  the  body  is  a  sufficient  counter  extension.    The  head  is 

hen  placed  in  an  ordinary  head  strap  d  (my  improved 
:oattern)  and  this  in  turn  attached  to  a  cross  (metal)  piece 

\  at  the  top  of  the  couch  and  terminating  in  a  stem 
I'  similar  to  that  of  a  jury  mast.  This  stem  is  fixed  at 
■he  back  of  the  adjustable  board,  and  moved  by  a  ratchet 
'<  novement,  which  constitutes  the  extending  medium.  When 

■>he  straps  have  been  carefully  adapted,  extension  is  made  by  a 
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key  o  and  kept  in  position  by  a  set  screw  l.  It  will  therefore 
be  seen  that  extension  may  be  carried  on  horizontally,  vertically, 
or  at  any  angle  most  comfortable  to  the  patient.  The  great 
advantage  of  this  change  of  position  is  obvious,  for  the  retention 
of  one  position  is  very  tedious.  Another  important  feature  iu 
this  mode  of  extension  is  the  accuracy  with  which  the  tension" 
can  be  regulated,  the  ratchet  movement  being  adjustable  to 
one-eighth  of  an  inch.  Again,  the  extension  movement  being 
fixed  to  the  board,  the  patient  is  easily  moved  without  altering 
the  position,  and  the  same  amount  of  extension  is  always 
maintained.  To  further  improve  this  tray  and  facilitate  the 
carrying  of  the  patient  up  and  down  stairs,  I  have  just 
constructed  one  with  the  lower  part  detachable.  This  is  shewn 
in  the  illustration  Fig.  7Ba  PI.  I2a  and  adds  greatly  to  the  comfort 
of  the  patient,  and  the  retention  in  the  horizontal  position  while 
being  moved.  It  will  be  noticed  that  the  lower  thu-d  of  the  tray 
is  detachable,  and  carrying  handles  s  S  are  inserted  into  the 
sockets  M.  The  couch  being  thus  converted  into  a  carrying 
chair. 

The  apparatus  I  place  under  the  heading  of  third  class, 
are  those  suitable  for  affections  of  the  spine  in  the  cervical  and 
tipper  dorsal  region  when  the 
acute  stage  is  passed,  in  all  of 
which  cases  it  is  requisite  to 
support  the  head  and  remove  its 
weight  from  the  spinal  column. 

cervical       ^he  simplest  form 
CoUar.        these  apparatus  is 
the  cervical  collar,  Fig.  786,  the 
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object  of  which  is  to  remove  the  weight  of  the  head  from  the 
.-cervical  vertebrae  and  transmit  it  to  the  shoulders. 

The  next  grade  of  support  is  the  Sayre's  jury  mast, 
Jury  Mast,  ^-^^q^i  is  here  represented,  Fig.  79,  PI.  13,  as  attached 
to  a  poro-plastic  jacket.    This  is  already  so  well  known  that  I 
need  not  refer  in  detail  to  its  construction.  Two  points  are,  how- 
rever,  worthy  of  attention— firstly,  the  head  strap,  which  is  made 
according  to  my  pattern ;  and  secondly,  the  divided  attachment 
of  the  stem  a  A  to  the  jacket.     This  brings  the  bearing  of 
■the  stem  on  either  side  instead  of  over  the  projection,  as  in 
■the  single  method.    It  is  made  to  elongate  in  accordance  with 
.growth.    Another  form  of  support  is  the  jacket  with  occipital 
-head-piece,  Fig.  84,  PI.  14,  where  the  same  principle  of  attach- 
:  ment  to  poro-plastic  is  carried  out,  but  where  the  mechanism 
and  principle   of  support  is  my  invention.  The 

Ernst's 

Occipital    divided  neck  stem  a  terminates  in  a  broad  occipital 
Head-Piece. 

portion    b    covering    a    large    area    of  support, 
which  is  fitted  closely  to  the  head,  and  consequently  the  ap- 
paratus is  much  less  unsightly  than  the  jury  mast.  This 
apparatus  has  a  noticeable  piece  of  mechanism  in  the  extension 
:  movement,  which  enables  the  easy  adjustment  of  the  occipital 
i  piece.   It  is  composed  of  the  neck  stem  a  terminating  at  c  in  a 
I  ratchet  arrangement,  with  the  teeth  cut  on  either  side  and 
inversely  to  each  other.    Small  levers  fit  into  these  teeth, 
'  and  these  are  kept  in  position  by  side  springs.    To  heighten  or 
depress  the  occipital  piece  one  of  the  levers  is  drawn  back  and 
the  neck  stem  moved  accordingly.    The  opposite  lever  imme- 
diately snaps  into  the  next  tooth  or  more,  as  the  case  may 
require,  and  thus  the  very  accurate  adjustment  of  the  support  is 

I 
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obtained,  below  this  ratchet  arrangement  the  neck  stem  is 
slotted  at  h  ;  by  this  means  and  the  thumb-screw  u  the  neck 
stem  can  be  removed  from  the  jacket  altogether.  This  in 
the  latter  stages  of  treatment  is  an  advantage. 

The  disease  of  the  axo-atloid  process  is  of  so  rare  an 
occurrence  that  I  would  draw  special  attention  to  the 
following  apparatus  which  I  recently  fitted  very  successfully 
to  such  a  case.  The  peculiar  feature  of  this  apparatus  con- 
sisted in  the  method  by  which  the  head  was  supported,  and 
as  the  appliance  contains  several  important  points,  I  will 
describe  its  construction  in  detail. 

Fig.  80,  PI.  13,  illustrates  the  apparatus,  and,  as  in 
Apparatus  o  < 

for  Disease  of  j.j^g  ^.dams'  wrv  neck  instrument,  my  fulcrum  was 

Axo-Atloid 

Process,  ^aken  from  the  pelvis  and  hips  ;  the  pelvic  band  being 
shaped  in  the  crescent  form,  a  strong  double  back  lever 
was  attached  to  the  centre  of  the  pelvic  band,  extending  to 
about  14  inches  up  the  spinal  column;  at  the  sides  of  the 
apparatus  two  crutches  were  respectively  attached,  terminating 
in  arm  pieces.  These  arm  pieces  being  so  fitted  not  merely  as 
a  support  to  the  shoulders,  but  acting  principally  as  a  point 
of  counter-pressure,  taken  from  the  front  upright  portion  of  the 
arm  pieces.  The  scapulae  cross  bars  being  attached  to  the 
arm  pieces  and  back  lever  a  firm  fulcrum  and  point  of  counter- 
pressure  were  established,  thereby  giving  an  efficient  support 
to  the  spine  from  the  mid-dorsal  to  the  lumbar  region,  and 
also  providing  a  good  foundation  for  the  head-piece.  In 
addition  to  this,  light  laced-shields  were  attached  from  the  back 
lever  to  the  side  crutches  to  give  an  increased  general  support 
to  the  spinal  column.    The  head  piece  was  composed  of  two 


FIG.  83. 
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parts,  the  occipital  and  forehead  plate,  and  the  lower  maxillary 
t plate ;  the  former  received  the  head  at  the  base  of  the  occiput 
1  passed  over  the  ears  terminating  at  the  side  of  the  forehead  ; 
:the  lower  maxillary  plates  (the  most  important  feature  of  the 
■instrument)  were  made  detachable  from  the  occiput  plate  at  the 
back  by  a  spring  catch,  and  closely  fitted  the  lower  maxillary 
and  side  of  neck.    These  plates  were  made  of  spring  tempered 
steel,  and  secured  in  front  by  a  small  strap,  which  although 
preventing  any  lateral  movement  allowed  sufficient  play  for 
mastication  and  articulation.     By  this  arrangement  the  old 
chin  strap  was  dispensed  with,  and  a  greater  fixation  of  the 
ihead  obtained.     This  point  of  the  maxillary  stem  is  not 
illustrated  in  this  figure,  but  will  be  seen  to  advantage  in 
I  Fig.  85,  PI.  14,   the   reason   being,  the   apparatus  having 
"i  been  returned  for  some  slight  alteration,  the  chin  pieces  were 
:inot  sent  and  I  was  consequently  obliged  either  to  photograph 
:the  apparatus  as  it  was,  or  lose  the  chance  of  getting  a  repre- 
•  sentation  of  it.    In  a  case  of  rigidity  of  the  vertebra  where 
cauterisation  was  applied,  I  have  lately  adapted  a  jacket  and 
head  piece  with  maxillary  plates,  the  principal  feature  of  which 
is  centred  in  the  divided  neck  stem ;  this  was  designed  to  permit 
dressing  of  the  wound  without  removal  of  the  apparatus.  The 
detachable  chin  pieces  spoken  of  in  the  preceding  figure  being 
well  illustrated  at  a  a.    With  reference  to  the  treatment  of 
Apparatus  cases  of  cervical  caries  I  would  refer  to  Mr.  F.  E. 

with 

Neck  Stem.  Fisher's  work  "The  Treatment  of  Pott's  Disease 
of  the  Spine  "  (Churchill  1879,  p.  4),  in  which  he  says  "  The 
most  efficient  instrument  to  use  in  a  case  of  disease  of  the 
cervical  vertebrae  is  one  of  the  pattern  here  figured,  Fig.  se. 
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It  consists  of  a  pelvic  band,  hip 
pieces  and  crutclies "  .  .  .  . 
"  The  back  lever  is  carried  to  the 
occiput  and  provided  with  chin  and 
forehead  straps,  attached  to  an 
occipital  plate,  the  lever  being  also 
made  to  elongate,  so  as  to  regulate 
the  amount  of  extension  required. 
With  this  instrument  (Ernst's 
pattern)  the  vertebrae  are  kept  steady 
and  are  relieved  of  the  weight  of 
the  head  much  more  efifectually 
than  by  use  of  the  Sayre's  jury 
mast  apparatus,  which  only  gives  Fig.  se. 

extension  and  does  not  limit  movement." 

The   fourth  class  of  cases   embraces   those  instruments 
which  are  used   after   consolidation   of  the   vertebrae  has 
taken  place  and  where  passive  movements  are  permitted. 
A  great  difference  exists  in  the  details  of  each  case,  and 
several  appliances  are  all  suitable  in  their  way.     A  great 
deal  depends  on  the  physical  condition  of  the  patient  and 
whether  the  necessary  points  for  support  can  be  obtained.  The 
felt  jacket  is  particularly  suitable  for  young  children  and  boys 
up  to  the  ages  of  12  and  14,  as  there  is  no  development  of  the  >. 
hips  such  as  in  girls  of  the  same  age,  it  is  therefore  practically 
impossible  to  obtain  the  necessary  fulcrum  for  the  adaptation  of  f, 
a  mechanical  support,  whereas  the  jacket  being  a  circumferential  I 
support  fits  every  part  of  the  body  and  gives  the  requisite  aid.  . 
In  many  cases  it  is  not  unusual  to  find  a  tendency  to  lateral 
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bending  when  the  patient  commences  to  sit  up  and  move  about, 
aand  if  this  tendency  be  not  counteracted,  lateral  curvature  will 
-be  developed.  It  is  therefore  necessary  to  have  a  partially 
:active  support  and  this  is  best  obtained  in  one  of  mechanical 

form. 

Light  steel     Where  very  slight 

Support  for 
Slight     angular  curvature 
Angular 

Curvature,  exists,  the  apparatus, 
cPig.  87,  will  be  found  very  service- 
able, formed  with  the  usual  pelvic 
band  hip  pieces,  side  crutches 
and  back  lever.  The  ordinary 
corsets  can  be  worn  over  this 
and  it  is  very  suitable  for  young 
..girls,  as  there  is  ample  room 
allowed  for  development. 

Light  Spring     Fig.  81,  PI.  13,  represents  a  light  steel  apparatus, 

Plate 

pport  for  adapted  to  a  case  of  angular  curvature  in  the  lower 

Angular 

Curvature,  dorsal  region.  The  principal  points  are  obtained  in  the 
Tame,  which  is  of  the  ordinary  character,  having  the  exception 
;hat  the  back  lever  is  widened  at  the  projection  of  the  spine, 
.vhere  two  small  spring  plates  A  A  are  attached  to  maintain  a 
ight  and  easy  support  to  the  spinal  column.  Should  the 
endency  to  lateral  bending  be  very  severe,  it  is  advisable  to 
i-ttach  either  a  spring  plate,  laced  shield,  or  combination  of  both 
0  the  aide  where  the  deviation  is  situated, 
gjjig^       Another  form  of  apparatus  Fig.  82,  PI.  13,  is  also 

^^^^?ar°'  useful  in  cases  where  the  pressure  of  the  spring  plate 

Curvature.  ■    i      i  -r     •  .  i 

cannot  be  borne.     It  is  precisely  similar  to  the 


Fig.  87. 
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preceding  figure,  but  in  place  of  the  spring  plates  the  entire 
surface  of  the  projecting  spine,  with  the  exception  of  an  aperture 
for  the  projecting  spinous  processes,  is  covered  with  a  leather 
shield,  this  gives  a  much  greater  supporting  surface,  and 
diminishes  the  pressure,  which  in  sensitive  cases  is  a  most 
desirable  object. 

An  adjustable  retentive 

Dr.  Dick's  "* 

Apparatus,  apparatus  of  Dr.  Dick's 
design  is  illustrated.  Fig.  88,  it  is 
similar  to  the  previous  diagrams 
of  his  principle.  In  this  apparatus 
the  back  lever  /  is  sufficiently  wide 
to  permit  of  the  attachment  of  two 
pressure  plates  d  d  which  are  placed 
in  position  and  advanced  by  the  rack  ^^^^^'^^^^^^^^'^ 
movements  e  e.   It  must  be  clearly  Fig.  88. 

understood  that  this  mechanism  is  used  simply  with  the  view 
of  accm'ately  adjusting  the  support,  and  not  with  any  idea  of 
reducing  the  curvature,  which  is  an  impossibility. 

After  one  of  the  preceding  forms  of  apparatus  have  been  woru 
and  muscular  strength  is  again  established,  it  is  usual  to  dis- 
pense with  the  apparatus,  but  previously  to  discarding  it  entirely, 
it  is  advisable  to  use  a  light  belt  as  a  medium  between  the  great 
help  afforded  by  the  steel  apparatus  and  the  absence  of  any 
support. 

Supporting     Fig.  90,  PL  15,  indicates  a  serviceable  form  which 
stay  Belt       largely  in  use.  It  is  made  of  a  strong  moleskin 

•Angular  .  > 

Curvature,  strengthened  with  steel  (on  either  side  of  the  spme; 
and  whalebones ;  in  some  cases  elastic  may  be  inserted  to  give 


FIG.  91 


FIG.  92. 
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greater  freedom  of  movement.  This  belt  may  be  also  very 
beneficially  used  in  cases  of  spinal  debility. 

Prominent      The  deformity  of  prominent  sternum  or  pigeon- 

Stemum  i    i  mi 
or  breast,  although  more  or  less  mseparably  connected  with 
Pigeon- 
Breast,  angular  deformity  of  the  spine,  is  frequently  met  with 

jia  cases  without  a  trace  of  spinal  curvature.  Hitherto  little  has 
been  done  in  the  way  of  treatment  of  these  cases ;  but  with  the 

•results  obtained  at  the  National  Orthop£edic  Hospital,  there 

<5eems  to  be  every  chance  of  greatly  improving,  if  not  curing 
antirely,  this  deformity.  When  the  pigeon-breast  is  the  result 
3f  angular  deformity  of  the  spine,  nothing  can  be  done ;  but  in 

lahe  other  class  of  cases,  I  have  successfully  fitted  the  apparatus, 
Fig.  91,  PI.  15.    The  base  is  a  poro-plastic  back  piece  a  as 

culcrum,  to  which  is  attached  shoulder-straps  b  b  and  an 
ibdominal  belt-piece  c  to  keep  the  back  piece  in  position.  The 
active  part  of  the  apparatus  is  comprised  of  a  sternal  spring  d  at 

!  '.he  end  of  which  is  attached  a  sternal  plate  e  covering  the  pro- 
ection.  This  plate  is  made  in  the  shape  of  an  oval  with  the 
centre  open  to  avoid  any  prominent  pressure.    This  form  of 
ipparatus  is  used  in  cases  where  one  side  of  the  sternum  is 
Qore  prominent  than  the  other.    In  cases  of  equal  projection 
use  a  sternal  ring  attached  to  the  poro-plastic  fulcrum  by 
ateral   straps,  which  give  an  equal  pressure  to  the  plate. 
Vnother  improvement  is  the  use  of  a  conical   spring  affixed 
0  the  sternal  ring,  exerting  a  direct  pressure  on  the  extreme 
>roTniuence,  but  this  is  only  adaptable  to  slight  cases  where 
prominence  is  not  very  sharp.     By  means  of  the  spring 
considerable  pressure  can  be  borne  as  it  admits  of  free 
piration. 

F  2 
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CHAPTEE  V. 

APPAEATUS  FOR  AFFECTIONS  OF  THE  SHOULDERS,  ELBOW,  AND  WRIST ' 
JOINTS,  AND  CONTRACTION  OF  THE  FINGERS  (dUPUYTREN's). 

The  mechanism  for  the  upper  extremities  consists  entirely  ini 
the  application  of  the  spring,  and  rack  and  pinion  movement  toj 
the  cure  and  relief  of  the  various  deformities.    These  latter 
resolve  themselves  principally  into  two  classes,  viz.,  contracted 
and  paralytic.    I  will  take  the  latter  class  first,  and  although  a  ' 
great-deal  of  help  may  be  given  in  cases  of  partial  loss  of  power, 
where  the  loss  is  absolute,  little  can  be  done.    Eecently  a  case 
■was  sent  to  me  from  one  of  the  leading  hospitals  for  paralysis 
a  case  of  a  man  with  entu-e  paralysis  of  the  flexors  and  exten-. 
sors  of  the  arms,  but  power  existing  in  the  fingers.    As  the. 
patient  was  a  pianist,  it  was  thought  that  some  aid  might  be-: 
given  to  enable  him  to  follow  his  calling.    At  first  I  anticipateci 
that  if  an  apparatus  could  be  fitted  so  as  to  keep  the  lower  arm 
at  right  angles  to  the  upper,  that  the  end  would  be  obtained  I 
but  on  making  a  temporary  adaptation,  I  found  that  owin; 
to  the  entire  loss  of  power  above  the  elbow,  the  arm  simpim 
hung  at  the  side  at  a  useless  angle.    Unfortunately,  I  could  dr 
nothing,  and  I  simply  mention  this  to  give  some  idea  of  thli  . 
difficulty  experienced  in  this  class  of  cases.    Where  partie' 
paralysis  only  exists,  much  may  be  done. 
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Apparatus      The  following  appliance,  Fig.  92,  PI.  15,  is  designed 
for 

supporting  to  give  assistance  to  the  upper  arm,  where  para- 


arm      lysis  at  the  shoulder  exists  and  where  power  of 


shoulder,   flexion  and  extension  remains  below  the  elbow.    It  is 
1  exceedingly  useful  as  a  means  of  keeping  the  hand  at  a  certain  level, 
■  so  that  ordinary  work,  engaging  the  fingers  only,  may  be  under- 
taken.   It  consists  of  a  shoulder-piece  or  fulcrum  a  fastened 
securely  by  axillary  straps  E  E.    The  arm-band  d  is  attached 
to  this  shoulder-piece  by  an  arrangement  of  the  "  centrifugal  " 
c   and    "  gun-lock "    b    springs,   this    combination  giving 
i  great  elasticity.    The  illustration  shews  the  arm  piece  fully 
i  uplifted,  in  application  the  arm  band  is  adapted  under  the 
I  arm,  and  exerts  the  full  uplifting  force. 


iratus  constructed  after  the  following  principle  may  be  sue- 
icessfully  applied.     It  is  made  of  an  upper  and  lower  arm- 
:  band,  jointed  and  connected  at  the  elbow  by  metal  stems.  The 
I  flexion  movement  consists  of  spiral  springs  connected  by  a  metal 
:  chain,  and  working  over  rollers,  fixed  above  the  axis  of  the  joint. 
I  have  lately  had  a  case  of  this  kind  with  the  exact  condition 
'of  paralysis  that  I  have  described.    I  made  an  apparatus  similar 
<to  the  preceding  description,  but  with  a  centrifugal  spring  at  the 
!  elbow  joint.    This  spring  kept  the  arm  at  a  right  angle,  and 
•enabled  the  man  (an  agricultural  labourer)  to  follow  his  occupa- 
;tion  at  general  farming  work.    Paralysis  of  the  wrist  joint, 
•with  power  at  the  elbow  and  shoulder,  is  also  of  frequent 
>  occurrence. 


paralysed 


from  the 


Apparatus 
for 

Paralysis  of 
Fore-ann. 


Partial  paralysis  at  the  elbow  joint,  (viz.,  with  loss 
of  flexion  force)  but  with  power  at  the  shoulder, 
frequently  occurs,  and  in  these  cases   an  appa- 
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Apparatus  The  apparatus,  Fig.  93,  PI.  15,  is  very  serviceable 
Paralysis  at  in  these  cases.  This  instrument  is  also  applicable  to 
joint.  cases  of  spastic  contraction  where  an  elastic  force  is 
required.  It  is  composed  of  an  arm  plate  as  fulcrum  A. 
connected  to  the  palmar  plate  by  two  side  stems,  having  free 
joints  c  on  either  side,  and  corresponding  to  the  wrist 
joint.  The  uplifting  or  extending  force  is  contained  in  an 
"elevating"  spring  B  attached  to  the  arm-plate,  and  acting  oni 
the  palmar  plate  D  on  a  small  roller  which  gives  an  easy  move- 
ment to  the  spring  and  tends  to  minimise  friction.  Thisj 
elevating  spring  is  usually  adjustable  so  that  the  exact  power 
can  be  regulated.  In  many  cases  of  a  spastic  nature  it  is 
necessary  to  extend  the  palmar  plate  to  the  ends  of  the  fingers^ 
as  contraction  often  exists  here  in  addition  to  the  wrist.  The  fore- 
going apparatus  form  the  principal  movements  in  cases  of  a 
paralytic  nature,  and  each  can  be  used  separately  or  combined 
according  to  the  necessities  of  the  case.  In  this  class  of  cases 
I  would  emphasize  the  need  for  the  regulating  power  to  the 
springs  as  it  is  a  difficult  matter  to  give  the  accurate  temper 
before  making  experiment,  and  by  the  regulation  movement  the^ 
diminishing  or  increasing  of  power  is  left  in  the  hands  of  the 
surgeon.  In  contractions  of  the  arm  resulting  from  burn 
cicatrices,  badly  united  fractures,  etc.,  the  rack  and  pinion 
movement  is  in  general  use. 
Dr. Little's  Fig-  94  PI-  16  represents  Dr.  Little's  apparatus  for 
fo?effectog  effecting  supination  of  fore-arm  and  outward  rotation 

Supination  ,  .       , ,     ,     ,     .        r  i.i  :„ 

of  Arm.    of  arm.    This  figure  explams  the  back  view  ot  tins 
apparatus  which  has  a  shoulder  piece  as  fulcrum  A  fastene 
in  position  by  a  broad  strap  B  passing  round  the  axillse  in  fl 


FIG.  94. 
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j  fi^ire  of  8.    This  is  connected  to  the  arm  mechanism  by  a 
ball  and  socket  joint  at  the  shoulder  c  fixed  by  a  "  set  "  screw  to 
prevent  rotation.     Extension  at  the  elbow  joint  is  made  by 
a  rack  and  pinion  movement  d  and  the  supination  of  the 
:  fore-arm  is  effected  by  two  divisions  of  the  fore-arm  plate  e  f 
I  fitted  with  rotation  ratchet  movements.    A  side  view  of  this 
;  apparatus  shewing  the  position  of  the  mechanism  is  given 
Fig.  95  PI.  16. 

The  contraction  of  the  elbow  joint  is  of  frequent 

Apparatus  •'  ^ 

Contracted  Occurrence,  and  may  be  remedied  by  two  instruments, 

containing  the  following  powers,  extension  with  immo- 
bility, and  extension  with  mobility.    In  the  former  case  the  appa- 
:  ratus,  Fig.  96  PI.  16,  is  fitted  with  an  upper  and  lower  arm  plate 
y  H  K  connected  by  the  side  stems  l  l  and  fitted  with  a  rack  and 
pinion  movement  p.    This  enables  the  ready  adjustment  of  the 
apparatus  to  the  contracted  state  of  the  arm,  after  which  gentle 
extension  is  carried  out  by  the  movement.  Counter-extension 
is  obtained  by  the  elbow  cap  o.    It  is  sometimes  necessary  to 
use  extra  pressure  straps  above  and  below  the  joint,  as  con- 
tinuous pressure  cannot  always  be  borne  on  the  olecranon. 
I  These  are  independent  of  the  instrument,  and  buckled  round 
the  connecting  stems  l  l.   In  cases  where  mobility  is  desirable 
the  rack  and  pinion  movement  is  substituted  by  a  regulating 
spring  action. 

.  Apparatus      The  Combined  contraction  of  elbow  and  wrist  ioint 
for  , 

Contracted  may  be  remedied  by  the  apparatus,  Fig.  97  PI.  le, 

Elbow  and 

Wrist,  which  is  somewhat  similar  in  construction  to  the 
preceding  instrument.  In  this  combination,  rotation  of  the  fore- 
'ftrm  is  often  met  with,  and  the  apparatus  is  therefore  made  with  a 
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ratchet  rotation  movement  A.  The  extension  of  the  arm  is 
gained  by  a  rack  movement  B  and  comiter-extension  obtained  by 
a  "  set  "  screw  and  plate  D.  The  extension  of  the  hand  is  also 
made  by  a  rack  movement  e  and  comiter-extension  by  the 
plate  H.  It  is  always  advisable  to  extend  the  hand  plate  to  the 
tips  of  the  fingers,  as  more  force  is  obtained  and  a  greater  rest 
given  to  the  hand  dm-ing  treatment. 

Dupuytren's     ^       treatment  of  Dupuytren's  contraction  of  the 

Contraction  ^  -l  •  •         i  J.^      e      •      ±1  ^ 

of  the     fingers  by  division  of  the  fascia,  there  are  several 

Fingers. 

apparatus  necessary,  and  these  are  indicated  accord- 
ing to  the  degree  of  the  contraction.  There  are  two  distinct 
conditions  of  contraction,  viz.,  palmar  and  phalangeal,  indicated 
by  the  illustrations  of  typical  cases.  Figs.  98  and  99,  PI.  17.  In 
the  former  class  it  is  generally  found  that  the  fingers  can  be 
extended  immediately  after  the  operation,  and  it  is  therefore 
only  necessary  to  use  the  operation  splint.  This  splint  is  a 
flexible  piece  of  metal,  about  8  inches  long  and  1  inch  wide, 
very  softly  padded.  It  can  be  bent  to  the  outline  of  the  hand, 
is  applied  on  the  palmar  surface,  and  retained  in  position  by  a 
bandage.  After  this  splint  has  been  worn  for  a  fortnight  it 
is  desirable  to  have  a  form  of  retentive  splint  which  the  patient 
can  easily  apply  himself. 

Beattie's      The  simplest  of  these  is  the  Beattie's  splint.  Fig. 

Retentive  ^  ^  .  1.1111-1 

Splint.  100,  PI.  17.  It  is  a  piece  of  metal  extending  along 
the  finger  and  the  dorsum  of  the  hand,  with  a  loop  to  catch  the 
end  of  the  finger,  and  fastened  by  a  wrist  band.  I  have  made 
this  splint  with  a  steel  spring,  which  has  given  a  certain  degree 
of  mobility  and  relief  from  the  rigid  extension.  This  splint  is 
only  suitable  for  very  slight  cases. 
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!     pjg^gj        In  the  severer  forms,  the  pistol  splint,  Fig.  loi,  PI. 

Splint.  -g  jjjygjj  used.    It  is  applied  on  the  palmar 

sm-face,  attached  to  the  hand  by  dorsal  straps,  and  the  finger 
fastened  to  the  splint,  by  a  narrow  silk  strap,  twisted  spirally 
roimd  it.  In  the  cases  of  phalangeal  contractions,  it  is  necessary 
to  have  a  more  elaborate  and  adjustable  apparatus.  Immediate 
extension  of  the  second  and  third  phalanges  cannot  always  be 
made,  as  it  depends  on  the  length  of  time  the  contraction  has 
existed,  and  in  cases  of  some  duration,  contraction  of  the  liga- 
ments has  to  be  overcome  ;  it  is  therefore  necessary  to  have  an 
Extension  apparatus  with  rack  and  pinion  movement.    This  is 
tor  severe  illustrated,  Fig.  102,  PI.  17,  and  consists  of  a  metal 
( Contractions,  j^g^j^^  plate,  fitted  to  the  dorsum  of  the  hand ;  a  great 
f'feature  of  this  instrument  is  the  manner  in  which  this  hand 
opiate  is  fitted.    I  have  found  it  necessary  to  have  the  hand 
opiate  hammered  to  fit  over  the  knuckles  and  prolonged  a  little 
jbeyond,  by  this  means  all  undue  pressure  is  avoided,  and  a 
I  perfect  hand  plate  obtained.    According  to  the  contraction, 
mechanism  for  the  fingers  is  attached  to  the  hand  plate,  com- 
posed of  short  levers,  connected  by  rack  and  pinion  move- 
ments.    These  are  attached  to  the  hand  plate  and  gentle 
extension  obtained  by  binding  the  fingers  to  the  levers  by  small 
narrow  silk  straps.    A  rather  rare  condition  of  contraction  is  to 
tind  the  phalangeal  without  palmar.    These  are  rather  difficult 
cases   to   which  to  adapt  apparatus,  and  I  have  found  it 
necessary  to  carry  the  hand  plate  round  in  the  form  of  a 
'ving  piece  to  catch  the  head  of  the  first  metacarpal  bone 
'ind  act  as  counter-pressure.     The  treatment  by  extension 
generally  lasts  three  weeks,  after  which  time  a  retentive 
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splint  is  used  to  relieve  the  patient  from  the  heavier  exten- 
sion instrument.    It  is  generally  found  necessary  to  employ 
Pataar  palmar  splint,  represented,  Fig.  103,  PI.  17, 

Splint.  -which,  by  covering  the  whole  of  the  palm  with 
the  plate,  much  greater  fixation  is  obtained  and  more  extension 
force  given  to  the  finger  than  by  the  smaller  splints  already 
described. 

Mr.  Adams'     As  an  exceedingly  simple  retentive  apparatus,  Mr. 

Betentive 

Splint  for  Adams  has  recently  designed  a  very  perfect  little 

Phalangeal  jo  j  l 

Contraction,  splint  for  phalangeal  contractions.  It  is  composed  of 
a  formed  piece  of  metal  extending  from  the  end  of  the  metacarpal 
bone  to  the  top  of  the  finger  involved  (generally  the  fourth  or 
ring),  the  palm  portion  is  slightly  enlarged  to  give  a  diffused 
bearing,  and  the  finger  portion  made  trough-shaped  opposite  the 
third  articulation  of  the  phalanges.  This  trough  prevents  any 
lateral  displacement  of  the  finger,  and  the  retention  of  the 
finger  is  obtained  by  a  strap  and  buckle  passing  over  the  first 
phalanx,  and  to  which  strap  a  small  dorsal  pad  is  attached; 
by  the  use  of  this  pad  a  constriction  of  the  finger  is  avoided,  and 
the  venous  circulation  unimpeded.  The  splint  is  attached  to 
the  wrist  by  a  narrow  silk  strap  fastened  to  a  stud.  This  splint 
is  so  easily  apphed  that  its  use  has  become  very  general.. 
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CHAPTEE  VI. 


APPARATUS  FOR  HIP  JOINT  AFFECTIONS. 


]The  appliances  required  for  the  affections  of  this  joint  are 
:'<;lassed  under  three  heads :  those  for  disease,  those  for  contrac- 
ition,  and  those  for  congenital  dislocation. 


104,  PL  18,  a  thigh  bandage  a  and  gaiter  b  of 
ithe  best  form ;  the  gaiter  is  adapted  to  take  the  strain  from  the 
Jdorsum  of  the  foot,  and  is  connected  to  the  thigh  bandage, 
which  is  fastened  to  the  leg  above  the  condyles  of  the  knee  joint. 
By  their  combined  use  the  tension  is  diffused,  and  the  weight 
acts  more  directly  on  the  hip  joint. 

Weight       In  Fig.  105,  PI.  18,  I  have  shewn  the  weight 


Apparatus,  extension  as  adapted  to  the  limb  by  my  method. 
The  thigh  bandage  a  and  gaiter  b  are  attached  to  the  leg. 
The  weight- stand  c  (which  is  capable  of  adjustment  according 
■to  the  height  of  the  bed  or  couch)  is  placed  at  the  foot  of  the 
•bed.  The  cord  d  is  attached  to  the  ring  of  the  ankle  bandage, 
ipassed  over  the  pulley  e  and  attached  to  the  weight  carrier  h. 
The  weights  are  made  detachable,  so  that  the  amount  of  traction 
may  be  diminished  or  augmented  at  will.  In  many  cases  a 
'"swan-neck"  pulley  is  attached  to  the  bedstead,  dispensing 


TMgh 
I  bandage  and 
gaiter  for 
extension. 


In  the  first  division,  and  in  the  acute  stage,  exten- 
sion is  usually  applied,  and  I  have  illustrated  at  Fig. 


Extension 
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with  the  -weight  stand,  but  with  the  latter  it  is  possible  to  move 
the  patient  from  the  bed  to  the  couch,  utilizing  the  same 

Thomas's  apparatus.  Fig.  io7,  PL  19,  shews  the  well- 
Spiint.  ]juQ-^^  Thomas's  Splint,  the  application  of  which  is 
already  so  generally  understood.  I  have  lately  improved  these 
splints  by  making  the  thigh  and  calf  bandage  to  extend  and 
entirely  encircle  the  leg,  with  a  softly  padded  leather  bandage. 
This  partly  dispenses  with  the  entire  bandaging  of  the  limb. 

Blocked       A  very  convenient  form  of  rigid  splint  is  the 

Leather 

Hip-Splint,  blocked  leather  splint,  Fig.  106,  PL  18.  This  is 
also  well-known,  and  needs  no  detailed  description.  I  have, 
however,  frequently  made  the  splint  of  poro-plastic  with  the 
advantage  of  rapidity  of  application  and  quickness  in  the 
completion. 

The  sayres'  '^^^  Sayres'  hip-splint,  Fig.  108,  PL  19,  has  been 
Hip-Splint,  ^gg^  ^^j^j^  some  success  in  this  country.  It  consists  of 
a  strong  pelvic  band  A  to  which  is  attached  a  rod  on  the  outer  ' 
side,  with  a  platform  joint  at  the  hip  B.  Just  below  this  joint 
abduction  is  made  by  a  lateral  screw  c  the  counter  extension 
is  obtained  from  perineal  bands  E  E  attached  to  the  pelvic  band. 
Kotation  is  obtained  by  mechanism  at  F.  The  extension  is 
made  by  a  rack  arrangement  below  the  knee,  and  indicated  in 
the  diagram  where  the  key  is  projecting  H.  The  extension  is 
controlled  by  a  catch  spring  above  the  key,  which  is  fastened  by 
a  sliding  ring.  Before  extension  is  made  this  ring  must  be 
pushed  back,  and,  after  the  limb  is  extended,  the  ring  is  slipped 
down  and  keeps  the  shding  rack  in  position.  I  have  lately 
improved  this  splint  by  the  adaptation  of  a  ring  catch  joint  at 
the  knee,  permitting  the  fixation  or  flexion  of  this  joint  at  will- 
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?he  principles  of  this  apparatus  are  not  new,  but  the  mechanical 
adaptation  possesses  several  novel  features. 
Contracted     ^  cases  of  contraction  of  this  joint  it  is  necessary 
ffip  Joint.  rather  a  formidable  apparatus.    The  spinal 

)art  which  creates  this  formidable  appearance  is  very  essential. 
In  the  first  place  the  leverage  from  the  hip  joint  to  the  pelvis  is 
50  exceedingly  short,  and  in  the  second  place  considerable 
ordosis  is  always  met  with  in  these  cases.  At  the  same  time 
;his  lordosis  is  extensively  caused  by  the  contraction,  and  by 
istending  the  point  of  counter  resistance  to  the  axillae,  means 
Ernst's    are  given  for  the  relief  of  this  curvature.    Fig.  109, 

Apparatus 

for      PI.  19,  represents  my  apparatus  which  I  have  found  most 
Contracted 

Hip  Joint,  suitable.    It  comprises  a  pelvic  band  a  with  sacral 
plates  and  hip-pieces  b  b  which  form  the  fulcrum,  to  this  pelvic 
band  side  crutches  c  c  are  attached  with  arm  pieces,  taking  their 
point  of  pressure  at  the  front  of  the  axillae.    Webbing  buckling 
pieces  are  attached  from  either  crutch  passing  over  the  thorax 
and  upper  part  of  abdomen  to  give  greater  resistance  to  the 
extending  force,  and  correct  the  lordosis.    The  apparatus  is 
continued  to  the  foot  by  a  metal  stem  corresponding  to  the 
axis  of  the  leg.    This  stem  is  fitted  with  a  free  joint  at  the  knee 
and  ankle,  giving  freedom  of  action  to  these  joints.  The  principal 
mechanism  is  that  fixed  at  the  hip  joint  h  and  is  in  the  form 
of  three  rack  and  pinion  movements,  (1)  lateral  or  abduction, 
(2)  flexion  and  extension,  and   (3)  rotation.     By  these  it  is 
possible  to  adapt  the  apparatus  accurately  to  the  limb,  and  then 
gradually  extend  the  leg  into  its  normal   position.  This 
apparatus  is  generally  used  after  tenotomy,  and  is  applied 
three  days  after  the  operation. 
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Congenital  '^^^  treatment  of  congenital  dislocation  or  con- 
orthrmp  genital  malformation  of  the  hip  joint  has  within  the 
last  few  months  attracted  great  attention,  firstly 
from  the  want  of  treatment  which  has  hitherto  prevailed,  and 
secondly  from  the  reported  cure  of  a  case  by  Dr.  Buckminster 
Brown,  of  Boston.  This  case  has  been  published  in  a  mono- 
graph, in  which  he  describes  the  nature  of  the  treatment. 
This  has  been  carried  out  by  extension,  and  he  illustrated  the 
method  by  the  adaptation  of  various  weight  stands,  presenting 
rather  a  cumbersome  arrangement.  Whether  the  plan  of  treat- 
ment will  eventually  succeed  yet  remains  to  be  determined  ;  but 
I  will  here  describe  a  couch  that  I  have  designed  at  the  wish  of 
Mr.  Adams,  which  in  itself  is  an  entire  departure  from  anything 
yet  attempted.  It  has  now  been  applied  to  five  cases  of  con- 
genital dislocations,  and  up  to  the  present  has  fully  answered  all 
expectations.  On  referring  to  Dr.  Buckminster  Brown's  book, 
it  will  be  seen  that  the  patient  was  kept  in  bed  during  the 
treatment,  and  this  is  one  of  the  principal  points  objected  to  by 
Mr.  Adams,  on  the  score  of  the  maintenance  of  the  general 
health.  I  have  therefore  devised  an  extension  couch,  which 
contains  the  following  features  : — 

1.  A  couch  in  which  the  extension  principle  shall  be  self 

contained. 

2.  iVIethod    by  which   abduction  can  be  made  without 

diminishing  or  increasing  the  extension. 

3.  Alteration  of  position  of  the  patient  without  alteration 

of  extension. 

4.  Capability  to  remove  the  patient  from  one  room  to 

another,  or  into  the  open  air,  without  altering  the 
position  of  extension  on  the  couch. 


1 1 
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1  Before  detailing  the  manner  in  which  I  have  obtained  these 
uportant  results,  I  would  mention  how  well  this  couch 
;  adapted  for  cases  of  hip  joint  disease  (two  have  already  been 

d  with  great  success)  and  also  in  cases  of  cervical  disease.  In 
je  latter  class  of  cases  it  would  simply  be  necessary  to  attach 

standard  and  cross  piece  with  head  and  chin  strap  to  the 
pper  part  of  the  couch. 


Fig.  no. 


Eztension  gives  a  general  view  of  the  couch.  Its 

Congenital  ^  frame  A  A  with  screw  legs.    The  top  of  this 

°'^ofthe°°  couch   B  is  entirely   separate  from  the  frame,  is 
Hip  joint.  QQYQxed  with  a  mattress  c  and  is  pivotted  in  the 
•^  ntre  on  two  gun  metal  pins  m.    These  pins  are  fixed  to  the 
ime,  and  work  on  gun  metal  arches,  fitted  to  the  under  side 
'!  the  top  board.    Sliding  guides  n  are  attached  to  the  top 
^oard,  and  work  through  slotted  pieces  fixed  to  the  frame,  having 
set  thumb-screw  in  each^ 
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Fig.  Ill  represents  the  plan  of  the  extension  mechanism. 
The  counter-extension  is  taken  from  the  perineum  by  two 
perineal  straps  K  K  made  of  India  rubber  tubing,  these  i 


cleaner  and  more  adjustable  than  the  padded  form.  A  chest 
band  l  is  attached  to  keep  the  child  from  moving.  Both  the 
chest  band  and  perineal  straps  are  attached  to  studs  d  D  on  either 
side  of  the  couch.  The  extension  is  made  by  the  thigh  bandage 
H  and  gaiter  H  of  Fig.  104,  PI.  18.  This  is  connected  by  a  cord 
to  the  standard  f  which  has  fixed  at  the  upper  part  one 
of  the  checks,  already  described.  Fig.  73.  The  saHent 
point  here  is  the  quadrant  movement  E.  The  standard  F 
is  fastened  at  its  lower  part  to  a  flat  sliding  piece,  which 
moves  in  the  quadrant  up  to  the  distance  of  the  thumb- 
screw G ;  by  this  means  it  is  possible  to  bring  the  standard 
to  the  extreme  point  in  the  dotted  line,  giving  the  full 
abduction  of  the  limb  if  requisite.  As  this  quadrant  is  an  arc 
with  the  radius  emanating  from  the  hip  joint  it  is  apparent 
that  in  abducting  the  limb,  no  loss  or  increase  in  the 
extension  power  takes  place.  The  thumb-screw  g  is  fixed  at 
whatever  position  it  is  desirable  to  keep  the  standard. 


81 


I  Fig.  112  explains  the  altered  position  gained  by  the  tilting 
:  arrangement.  This  permits  the  child  to  be  fed  in  a  better 
|  josition  than  the  horizontal,  and  also  enables  the  child  more 


eadily  to  see  what  is  passing  around.  The  angle  of  tilting  can 
'6  regulated  by  the  thumb-screws  attached  to  the  sliding  guides 
J  N  ;  but  before  placing  the  child  in  this  position,  it  is  necessary 
0  fasten  the  chest  band  l  and  unfasten  the  carriage  catches 
)  o.  The  next  important  point  gained  in  this  couch  is  the  facility 
vith  which  the  child  can  be  moved  into  the  open  air.  This  is  an 
'bvious  advantage  in  the  treatment  in  as  much  as  no  change  of 

■ition  in  the  joint  takes  place  during  the  removal  and  it  is  also 
)f  great  importance  on  the  score  of  general  health.  In  the  cases 
il ready  under  treatment  the  patients  have  used  the  ordinary 
"  inal  carriage  with  long  tray,  into  which  the  extension  board 

-  been  placed,  the  patients  covered  with  an  apron,  and  little 

lotice  attracted.    On  reference  to  Fig.  ill,  it  will  be  noticed 
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that  "  hand  ways  "  are  cut  at  the  upper  and  lower  end  of  the 
hoard.  These  are  necessary  for  the  removal  operation  which  is 
performed  in  the  following  manner.  One  person  stands  at  the 
head,  and  another  at  the  foot  of  the  couch,  holds  the  board 
firmly,  tilting  it  slightly,  and  then  draws  the  "  sliding  guides  " 
N  out  of  the  sockets.  By  referring  to  the  illustration  Fig.  113, 
the  method  of  detachment  will  be  clearly  understood. 


The  gun  metal  arches  m  are  regulated  so  as  to  permit  the 
tilting  and  easy  removal,  their  shape  explains  the  plan.  It 
is  now  only  necessary  to  fasten  the  "sliding  guides"  up  to  the 
couch  by  leather  straps,  and  the  board  is  complete  for  out- 
door transport.    In  the  cases  under  treatment  the  patients 
live  in  this  position.    The  couch  is  fitted  with  a  horse-haii" 
mattress,  and  at  night  a  blanket  and  sheet  are  carefully  placed 
between  the  child  and  the  mattress,  this  can  best  be  accom- 
plished by  one  person  holding  the  child  under  the  axillffi,  and 
extending  gently  whilst  the  perineal  and  chest  straps  arc 
unfastened,  and  the  "bed"  made.    In  washing  it  is  necessarj 
to  place  a  mackintosh  cloth  over  the  entire  mattress.  Th( 
treatment  prmcipally  depends  on  rest,  and  the  maintenanc< 
of  the  limb  in  an  extended  position.    This  is  easily  accom 
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plished,  for  there  is  no  existing  contraction,  and  it  is  only  when 

the  patient  stands  that  the  elongated  capsular  ligament  permits 

the  rising  of  the  limb,  and  consequent  shortening;  the  extension 

force  is  therefore  very  slight,  and  only  sufficient  to  keep  the  limb 

in  unison  with  the  other.     The  five  cases  under  treatment 

have  been  those  of  three  single  dislocations,  and  two  double ; 

in  the  latter  I  added  another  quadrant  movement  with  gaiter 

and  thigh  bandage,   I  would  mention  that  the  legs  of  the  frame 

are  made  to  unscrew,  in  order  that  it  can  readily  be  taken  from 

place  to  place.    I  am  enabled  to  give  a  very  good  illustration  of 

a  typical  case  of  congenital  dislocation,  Figs.  114  and  115,  PI. 

20.  The  lordosis  is  well  marked,  and  the  widening  of  the  pelvis 

due  to  the  position  of  the  heads  of  the  great  trochanters  clearly 
shewn. 

Walking      ^  cases  where  the  preceding  treatment  cannot  be 

^forc^oBh^  adopted,  or  possibly  only  partial  recumbency  and 

loca^n  of  extension  carried  out,  it  is  advisable  to  have  some 

Joint.     form  of  walking  apparatus  which  shall  maintain  as 

•  much  extension  as  possible  during  the  day.  I  have  recently  seen  a 

case  of  single  dislocation  where  this  description  applies,  and  I  have 

>.  designed  a  light  walking  instrument  with  extension  to  meet 

:  the  requirements  of  the  case.    Fig.  lie,  PI.  20,  represents  this 

astrument  made  for  the  left  leg.    In  this  particular  case  I  found 

I  on  measurement  that  the  limb  was  fully  one  inch  shorter  than 

J  the  right,  and  that  the  patient  was  wearing  a  boot  with  one  inch 

'  cork  sole.    This  instrument  was  constructed  with  a  pelvic  band 

and  counter  extension  perineal  strap  a.    A  cupped  piece  of 

leather  b  fitted  over  the  head  of  the  great  trochanter  which, 

^as  very  prominent  when  the  weight  was  borne  on  the  leg. 

a  2 
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The  extension  movement  was  adapted  immediately  below  the 
hip  joint  c  and  the  apparatus  was  fitted  with  a  ring  catch 
movement  at  the  knee.  I  applied  the  instrument  in  the 
horizontal  position,  and  after  the  straps  were  fastened  I 
made  extension  to  the  extent  of  half-an-iueh.  A  correspond- 
ing amount  of  cork  sole  was  all  that  I  placed  in  the  boot,  and 
when  the  patient  walked  it  was  with  an  appreciable  difference 
in  the  gait  and  much  less  lameness.  This  apparatus  was 
extremely  light  and  caused  no  discomfort  to  the  wearer.  I 


genital  Disio-  formation  of  the  socket  by  the  extension  treatment. 
'^^Ertens^on^  This  instrument  has  been  very  successfully  applied  to 


treatment.  It  is  represented,  Fig.  117,  PI.  21,  and  is  a 
combination  of  the  Thomas's  and  Sayres'  plans  suppHed 
with  my  mechanism ;  the  apparatus  contains  an  extension 
and  counter  extension  principle  A  A  B  which  will  be  readily 
imderstood  on  reference  to  the  illustration.  The  right  leg, 
for  which  the  instrument  has  been  constructed,  is  kept  one- 
and-a-half  inches  from  the  ground,  whilst  the  left  leg  is  raised 
by  a  boot  with  a  one-and-a-half  inch  cork  sole,  the  little  patient 
commencing  to  walk  with  the  aid  of  crutches.  Practically  speak-, 
ing,  for  the  first  few  months,  the  whole  of  the  weight  of  the  body^ 
is  borne  on  the  tuberosity  of  the  ischium,  in  order  that 
the  hip  joint  may  become  thoroughly  brought  into  use,  the 
height  of  the  opposite  boot  is  gradually  lessened  until  botb 
feet  are  placed  equally  on  the  ground.  It  should  be  men- 
tioned that  before  this  apparatus  is  applied,  a  strong  leather  belt 


am  enabled  to  give  a  very  good  illustration  of  the 
walking  apparatus  I  have  designed  for  Mr.  Adams  after* 


Couch. 


two  of  the  cases  which  have  now  been  two  years  under 


FIG.  117. 


r 
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three  inches  wide,  is  attached  around  the  pelvis,  with  a  thick 
egg-shaped  pad  fixed  to  make  pressure  directly  over  the  head  of 
..the  great  trochanter. 

Leaden       As  an  adjunct  in  the  treatment  of  congenital 

Clog  for 

Kstension.  dislocation  of  the  hip  joint  by  extension,  the  leaden 
<elog.  Fig.  118a  will  be  found  very  serviceable.  It  is  usually 
"worn  outside  the  boot,  varying  in 
'  weight  from  two  to  ten  pounds,  and 

•  used  in  conjunction  with  the  single 
trapeze-bar.     It  is  apparent  that  in 

■  exercising  with  this  clog  the  limb  is 
'  extended  at  the  same  time  that 

•  exercise  is   given  to  the  muscular 

-tig.  118a. 

system. 

Ernst's         The  abducting  saddle-horse.  Fig.  ii8&,  I  have 

Abducting 

Saddie-Horse.  designed  with  the  object  of  gradually  extending  the 


Fig.  118&. 
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lower  extremities  in  cases  of  contraction  of  the  adductor 
muscles,  without  the  application^[of  special  mechanism  to  the 
limbs  themselves.  This  end  is  gained  by  the  patients  sitting  on 
an  extending  saddle,  having  mechanism  by  which  gradual  separa- 
tion of  the  hip  is  effected  ascertain  number  of  hours  during 
the  day.  The  horse  a  represents  the  base  to  which  the  saddle 
and  flaps  b  are  attached.  The  extension  mechanism  is  derived 
from  the  long  screw  D  passing  through  the  carrier  e  which  is 
in  turn  affixed  by  jointed  connecting  levers  c  c  to  the  saddle 
flaps,  the  degree  of  extension  being  regulated  by  the  handle  F. 


I 


I 
I 


I-  IC.  120 


FIG.  119 
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CHAPTEE  VII. 

APPABATUS  FOR  KNEE  JOINT  AFFECTIONS. 

The  apparatus  for  this  joint  may  be  classed  under  two  heads, 
viz.:  those  for  " contractions  and  displacements "  and  "paralytic 
afifections."  I  intend  to  detail  the  several  apparatus  for  paralysis 
lof  the  lower  extremities  in  a  separate  chapter,  I  shall  therefore 
)only  describe  here  the  instruments  for  the  former  class. 
Blocked        The  simplest  form  of  splint,  the  blocked  leather,  is 

Leather 

ffiiiee  Splint,  illustrated,  Fig.  lis,  PI.  22,  and  is  suitable  in  cases  of 
lanchylosis,  excision,  and  contraction  after  disease,  etc.    It  is 
iwell  known  in  construction,  and  need  not  therefore  be  explained. 
I  must  mention  that  I  have  found  it  sometimes  rather  heavy 
when  of  adult  size,  and  have  very   successfully  substituted 
poro-plastic  in  its  place.    This  can  be  made  with  a  soft  strip  of 
felt  running  through  the  entire  length  of  the  splmt  at  the  back, 
and,  acting  as  a  hinge,  enables  the  splint  to  be  easily  applied 
without  jerking  the  limb.    In  addition,  the  part  over  the  patella 
can  also  be  left  soft,  and  thereby  prevent  any  pressure  on  that 
often  highly  sensitive  spot. 
Apparatus  cases  of  fractured  patella,  I  have  found  the 

Fractured  Subjoined  apparatus.  Fig.  119,  PL  22,  very  benefi- 

Fatella  • 

cial.  In  such  afifections  it  is  not  usually  applied 
until  after  imion,  and  is  generally  used  as  a  walking 
instrument,  but  is  also  of  great  benefit  where  non-union 
exists.    It  consists  of  a  thigh  and  calf  bandage  a  b  connected 
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along  the  axial  line  by  metal  stems  d  and  jointed  at  the  knee 
centre.  The  joints  are  made  with  limited  motion  for  com- 
mencing movement,  and  increased  gradually,  according  to  the 
necessities  of  the  case.  The  chief  factors  of  the  instrument 
are  the  spiral  springs  EE  connected  over  the  joint  by  a 
metal  chain,  this  plan  of  giving  assistance  and  support  is 
infinitely  superior  to  the  elastic  webbing  band  passing  over  the 
knee,  for  in  the  latter  mode  the  pressm'e  on  the  pateUa 
increases  as  the  knee  is  flexed.  In  my  method  of  support  an 
equal  bearing  is  obtained  from  the  knee  cap  H  which  is  made 
of  a  soft  adaptable  material.  When  non-union  exists  it  is 
necessary  to  add  an  above  and  below  pressure  strap ;  these  straps 
are  fastened  respectively  to  the  lower  and  upper  stems  of  the 
instrument  with  regard  to  the  joint  of  the  aj^paratus.  As  the 
knee  is  flexed,  the  action  of  the  straps  is  to  tend  to  draw  the 
fragments  of  the  patella  together. 
Apparatus       The  cases  of  dislocated  patella  are  somewhat  rare, 

for  Dislocated 

Patella.  and  present  some  difficulties  in  tlie  application  of 
mechanism.  I  have  recently  had  a  case  of  this  natm'e  (con- 
genital) to  which  I  have  successfully  fitted  the  apparatus  here 
described.  Figs.  123  and  124,  PL  23,  shew  the  condition  of  the 
patella  when  the  knee  is  straight  and  flexed.  In  the  latter 
figure  the  lateral  dislocation  is  well  marked.  A  similar 
instrument  to  the  preceding  was  applied  ;  but  the  notable 
feature  consisted  in  the  crescent-shaped  supporting  plate  A 
Fig.  125,  PI.  23,  wlaich  was  adjusted  closely  to  the  lunb,  and 
which  effectually  prevented  the  dislocation  of  the  patella.  In 
this  appliance  I  obtained  this  desired  result  by  attachmg  the 
supporting  plate  to  the  stems  of  the  leg  instrument  which  fol- 

f 


FIG. 125 
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wed  the  axis  of  the  leg  in  flexion.    Fig.  126,  PI.  23,  shews  the 
:iparatus  finally  adjusted.    Occasionally  a  truss  is  applied  to 
lese  cases,  but  owing  to  the  alteration  of  the  contour  of  the  leg, 
.ipecially  behind  the  joint  in  flexion,  it  is  of  little  use. 
Apparatus  apparatus  for  the  retention  of  the  semi-lunar 

Displaced  cartilage  is  similar  to  the  preceding  with  the  addition 
'cMiijag"^  of  a  winged  plate  which  is  fixed  to  the  side-stem,  and 
iapted  over  the  spot  where  the  cartilage  displaces.  This  wing 
fastened  according  to  the  condition  of  the  displacement 
hether  internal  or  external. 

I  gjjjjpjg  In  cases  of  ordinary  contraction  of  the  knee  it 
Extensim  usual  to  employ  the  apparatus  illustrated.  Fig.  120, 
Apparatus,  ipiiig  instrument  is  suitable  for  simple  con- 

itiction ;  it  is  comprised  of  two  short  side-stems,  below  and 
ibove,  connected  at  the  knee  by  a  single  action  rack  and 
mien  movement  a.  This  enables  the  adjustment  of  the  instru- 
lent  to  the  bent  position  of  the  leg  and  the  subsequent  gradual 
ctension.  The  essentiality  of  all  knee  joint  extension  instru- 
lents  is  the  extra  pressure  strap  B  which  is  buckled  round  the  side- 
ems  and  enables  the  pressure  of  the  knee-cap  on  the  patella  to 
e  diminished  without  hindrance  to  the  efficiency  of  the  appliance. 

y  Knee  Joint  ^  Severer  cases  of  contraction  where  inversion  of 
for^severe  ^^^0  exists,  it  is  necessary  to  have  rather  a 

Contraction,  ^^^^.g  complicated  apparatus.  Fig.  121,  PI.  22,  with 
ble  side-stems  extending  from  the  thigh  to  the  ground, 
he  mechanism  at  the  knee  a  is  a  double  action  rack 
nd  pinion  movement,  flexion  and  extension,  and  lateral.  The 
jint  at  the  ankle  is  of  the  detachable  type ;  for  the  attachment 

>  ither  of  the  sole  plate  b  for  night  (shewn  in  the  diagram)  or  a 
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boot  for  day,  it  is  advisable  to  extend  the  instrument  to  the' 
foot,  to  obtain  the  necessary  leverage  to  act  on  the  lateral  con. 
dition  of  the  limb.    The  apparatus  is  usually  appUed  fom-  days 
after  tenotomy,  and  first  screwed  to  the  position  of  the  leg  and 
then  gradually  straightened  as  the  tendons  re-unite  and  lengthen. 

Walking  efficient  walking  apparatus,  and  especially 

^Contracted"  ^  ^^^es  of  contracted  knee  of  a  rheumatic  origm,  I 
have  found  that  Fig.  122,  PI.  22,  is  well  calculated  to 
give  a  light  and  substantial  aid  in  walking  after  extension  treat- 
ment.   Owing  to  the  length  of  time  that  contractions  of  this 
nature  usually  exist,  the  limb  is  very  weakened  from  want  of  use 
or  other  causes,  and  it  is  imperative  to  have  a  thorough 
support.    The  illustration  typifies  the  requisite  form  of  instru-i 
ment,  which  has  very  light  stems,  extending  from  the  ground  1 
to  the  thigh,  on  either  side  of  the  leg,  and  attached  to  the  limb 
by  a  thigh  and  calf  bandage  a  b  ;  the  mechanism  at  the  knee 
being  a  ring  catch  joint  c,  and  the  apparatus  is  made  detach- 
able from  the  boot  by  a  double  box  vertical  side-socket  d 
From  the  illustration  of  the  apparatus,  which  was  made  for  1 
lady  of  rather  large  size,  the  lightness  of  the  construction  i 
very  evident.    In  ordinary  cases  the  preceding  apparatus  ar 
very  beneficial  and  quite  sufficient,  but  in  a  great  number  c 
severer  forms  of  contraction,  backward  dislocation  of  the  hea  > 
of  the  tibia  exists  in  conjunction  with  the  contracte; 

Ernst's 

Apparatus    ^nee.    Many  plans  have  been  devised  for  th" 

for  backward  ^ 

dislocation  of  difficult  combination,  but  the  most  efficient  is  th 

the  Head  of 

^''contoctl^n^  illustrated,  Fig.  127,  PI.  24.  This  mstrument  was 

of  the  Knee,  rented  by  my  Father,  and  has  been  successful 
used  in  many  cases.     The  mechanism  for  the  extensi 
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.  the  knee  a  is  the  same  as  the  preceding  apparatus,  but 
le  method  employed  for  reducing  the  backward  dislocation  is 
itirely  original.    It  is  obtained  by  means  of  a  long  screw  b 

tached  to  the  lower  stems  of  the  apparatus  c  the  lower  end  of 
18  screw  being  shaped  into  a  "three- square"  head.  The  upper  end 

fastened  to  a  swivel  piece  d  attached  to  the  double  action  rack, 
id  travelling  in  a  quadrant  E  this  quadrant  corresponding  to  the 
:c  described  by  the  head  of  the  tibia  in  backward  dislocation, 
ig.  128,  PI.  24,  well  shows  the  different  axis  assumed  by  the 
pper  and  lower  portion  of  the  instrument,  and  in  this  position 
16  apparatus  is  first  applied.  In  examining  the  nature  of  the 
lechanism  its  perfect  application  is  apparent;  by  the  use  of 
18  quadrant  a  forward  and  downward  motion  is  obtained  and 
18  upward  traction  to  the  knee  is  ensured  in  the  application  of 
18  knee  cap  k. 

Fibrons  ^  conditions  of  Fibrous  Anchylosis  of  the  Knee  Joint 
Anchylosis  g^f^gj.  excision,  I  have  often  seen  cases  where  contrac- 

01  Knee 

tion  of  the  knee  has  rapidly  taken  place  owing  to  the 
tate  of  the  union.  As  a  rule  a  leather  or  poro-plastic  splint  has 
een  used,  but  for  some  patients  recently  sent  to  me,  I  have  very 
uccessfully  adapted  the  following  apparatus,  which  is  light, 
lore  effectual,  and  considerably  more  durable  than  the  above 
lentioned  splints.  I  am  indebted  to  the  kindness  of  a  patient  for 
he  illustration  of  such  a  knee,  and  the  same  with  the  instrument 
'1  use.  This  case.  Fig.  129,  PI.  24,  was  sent  to  me  by  a  London 
iurgeon  about  three  years  ago.  The  boot  evidences  that  con- 
iderable  shortening  of  the  limb  resulted  from  the  excision 
^. :  6  inches),  and  although  the  patient  was  wearing  an  equally 
'igh  boot  when  he  commenced  walking,  the  knee  was  rapidly 
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contracting.    At  the  time  of  my  seeing  him,  the  leg  had  ahnost 
flexed  to  an  angle  of  90  degrees,  and  it  was  necessary  ta 
have  the  assistance  of  a  crutch  in  walkuig,  in  fact,  latterly,  the 
foot  of  the  right  leg  had  not  been  used  at  all. 
Apparatus      The  apparatus  is  illustrated,  Fig.  130,  PI.  24,  which 

for  Fibrous 

Anchylosis  I  designed  with  a  double  stem  from  the  ground  to  the 

of  the 

Knee  Joint,  thigh  AB   luithout    a  joint    at  the   knee,  these 
stems  are  connected  and  fastened  to  the  leg  by  a  thigh  and  t| 
calf  bandage  c  d.  The  important  feature  of  the  instrument  rests 
in  the  back  wires  E  E  which  are  attached  to  the  thigh  and  calf 
plates.    The  object  of  these  wu-es  is  to  increase  the  backward 
traction  of  the  knee  cap  K  and  the  extra  pressure  strap  l.   The  ■ 
instrument  is  therefore  converted  into  an  active  apparatus,  the ; 
result  of  which  is  seen  in  the  illustration  of  the  mechanism  h 
applied,  Fig.  i30a,  PI.  24,  where  the  amount  of  contraction  at 
the  knee  does  not  exceed  35  degrees. 

Dr. Little's     Fig.  131,  PI.  25,  illustrates  Dr.  Little's  apparatus: 

Apparatus  .  .  .  . 

for      for  general  extension  of  contracted  knee  joint.  This: 

General 

Extension  instrument  is  applied  to  cases  where  mobihty  exists  i 

of 

Knee  Joint,  -^ith  the  contraction,  and  for  this  pm-pose  the  kneei 
joint  is  provided  with  a  ring  catch  movement  A  in  addition  to  thei 
rack  and  pinion  movement  B  by  this  means  facility  is  given  for  i 
flexion  of  the  knee  when  sitting.  The  employment  of  the^ 
crutch  arrangement  D  at  the  perineum  is  very  useful,  and  it 
is  regulated  by  a  small  screw  movement  f  adapted  to  the^ 
thigh  plate.  The  purpose  of  this  crutch  is  to  remove  thei 
principal  weight  of  the  body  from  the  knee  joint,  and  throughl 
the  side  stems  of  the  apparatus  transmit  it  to  the  ground.  The 
boot  is  detachable  by  the  "bevelled  morticed  joint"  H  enabling 
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a  shoe  to  be  worn  at  night.  Fig.  132,  PI.  25,  gives  a  good  side 
view  of  the  mechanism. 

Fig.  133,  PI.  25,  represents  the  extension  screw  of 

Dr.  Little's 

Extension  Dr.  Little,  for  separation  of  the  knees,  resulting  from 

Screw  for 

Separation  contraction  of  the  adductor  muscles.    It  is  con- 

of  Knees. 

structed  of  two  plates,  encircling  the  limbs  above 
"the  knee  joint  m  m  connected  by  an  extension  screw  move- 
ment s  which  is  easily  regulated  by  rotating  the  double 
portion  of  the  connecting  piece.  The  plates  are  softly  padded 
to  prevent  abrasion. 

For  cases  of  general  contraction  at  the  hip,  knee. 

Apparatus 

for  general  ^nd  ankle,  the  adaptation  of  the  rack  ioint  is  well 

Contraction 

«f  the  Limb,  gj^g^j^         ^_  2,  3,  Figs.  134  and  135,    PI.  26.     It  is 

advisable  in  these  cases  to  give  a  ring  catch  joint  at  the  hip  4  to 
enable  the  alteration  of  position  necessary  during  treatment. 
The  regulating  perineal  crutch  is  attached  at  a  and  provides  an 
additional  point  of  counter-pressure  in  overcoming  the  lateral 
condition  of  contraction.  The  sacral  plates  b  are  also  useful 
as  a  means  of  counter-pressure  for  hip  extension.  It  should, 
however,  be  mentioned  that  this  form  of  apparatus  for  hip 
extension  is  only  suitable  to  cases  of  slight  contraction  at  this 
point.  The  preceding  appliances  form  the  principal  description 
and  adaptation  of  mechanism  for  the  extension  treatment  of 
cases  of  contraction,  but  it  is  necessary  to  use  walking 
apparatus  afterwards. 

Walking      Generally  speaking,  it  is  advisable  to  use  the 
^^after*"^  mechanism  of  the  ring  catch ;  and  the  instrument 
Extension,  already  depicted.  Fig.  122,  Fl.  22,  is  a  good  type  of 
this  class.    Also  the  walking  apparatus  described  for  fibrous 
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I 

anchylosis  is  suitable  for  cases  where  immobility  exists  after ' 
extension. 

g^^^        Many  new  methods  have  of  late  years  been  intro- 
Vaigum.   (Juced  in  the  treatment  of  genu- valgum,  especially  that 
of  osteotomy,  yet  the  old  plan  of  mechanical  treatment  is  still 
largely  practised.    That  this  latter  treatment  is  successful  cannot 
be  denied.    A  short  time  since  I  saw  a  case  where  twenty-one 
inches  marked  the  distance  between  the  inner  malleoli  at  the  . 
commencement  of  treatment,  and  which  in  the  course  of  eight  ; 
weeks  was  reduced  to  eight  inches.    As  in  all  orthopaedic  cases,  it : 
is  essential  that  the  right  form  of  apparatus  should  be  selected.  , 
In  slight  cases,  where  there  is  only  four  inches  separation  i 
of  the  malleoli  the  ordinary  straight  splint  with  knee  cap  is  • 
sufficient.  I 
straight       It  is  necessary  that  the  knee-cap  should  buckle  on  i 

Splint  with 

Knee-cap.  the  under  side  of  the  splint,  as  the  effect  of  fastenmg  ; 
it  in  this  position  will  be  to  keep  the  knee  from  rotating.  If  I 
the  knee-cap  be  buckled  the  reverse  way,  the  knee  is  rotated  I 
outwards,  and  the  leg  assumes  an  apparently  straight  position, , 
but  on  examination  it  is  discernible  that  the  patella  is  lying  in  i 
the  splint,  and  not  on  a  level  with  the  top  edge.  After  the  knee-  • 
cap  is  secured  a  bandage  should  be  passed  over  the  entke  splint  i 
to  keep  the  leg  in  position.  When  the  deformity  assumes  a . 
severe  aspect,  that  is  any  measurement  over  four  inches,  it  is : 
necessary  to  employ  the  trough  spHnt,  Fig.  136,  PI.  26. 

This  most  efficacious  mstrument  has  been  used  in 

Trough 

spii^it    all  severe  forms  of  genu- valgum,  and  it  is  only  m 

with  Back 

Movement,  gg^ggg  Qf  exceptional  rigidity  that  it  fails  to  effect  a  cure. 
It  is  composed  of  an  angular  metal  thigh  and  calf  piece  a  b  the  ^ 
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I  latter  ending  in  a  metal  sole  plate.    The  two  pieces  are  jointed 
a  I  the  knee  by  a  single  action  lateral  rack  movement  E.  The  figure 
represents  the  splint  adapted  to  an  ordinary  case.   It  is  necessary 
to  place  the  splint  on  the  limb,  ia  a  rather  more  deformed  condition 
than  the  case  itself,  and  after  the  buckles  have  been  adjusted, 
to  make  gradual  extension  with  the  rack  joint.  It  is  well  to  notice 
the  following  points :  the  leg  and  the  splint  should  be  in  apposition 
dining  the  treatment,  and  this  will  guide  the  medical  man  in 
the  use  of  the  instrument.    After  the  splint  is  first  adjusted 
and  slight  extension  made,  the  part  of  the  splint  nearest  the  knee 
int  should  be  closely  watched.    If  it  be  observed  that  the  leg 
and  the  splint  part  company  at  this  point,  further  screwing  should 
be  stopped,  as  the  splint  alone  is  moving.    It  is  always  advisable 
to  go  just  to  this  extent  and  then  slightly  reverse  the  movement. 
This  wiU  ensure  a  perfect  action,  and  give  reHef  to  the  patient, 
should  undue  tension  be  experienced.    After  the  treatment  by 
either  of  the  preceding  appliances,  it  is  generally  advisable 
;  to  have  some  form  of  walking  apparatus,  inasmuch  as  the 
.  limb  has  become  weakened  by  inactivity  or  bandaging,  more 
t  especially  as  in  some  cases  the  cure  of  the  genu-valgum 
■  has  been  caused  by  the  elongation  of  the  external  ligament, 
<;  consequently  resulting  in  a  straight  knee  joint,  but  with  liga- 
:  mentous  weakness. 

Convex       In  the  very  slight  cases  of  genu-valgum,  where  the 

Spring 

Knee-Cap.  long  splint  alone  is  sufficient,  it  is  preferable  to  have 
some  slight  walking  support,  and  this  is  admirably  given  in  the 
spring  knee-cap,  illustrated  Fig.  138,  PI.  27.  It  is  made  of  a 
moleskin  knee-cap  a  to  which  is  fitted  oh  the  outer  side  a  convex 
steel-spring  b  with  the  concavity  towards  the  knee,  this  spring 
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being  jointed  at  the  centre  to  permit  of  free  motion.  In  applying 
the  knee-cap  the  object  of  the  spring  is  evidenced  by  the  position 
and  manner  in  which  the  knee  is  drawn  over  to  the  spring  and 
supported.  In  severer  forms,  greater  support  to  the  leg  is  requisite, 
and  it  is  desirable  to  carry  the  apparatus  from  the  ground  to 
the  thigh,  if  not  to  the  pelvis.  The  reasons  for  this  are  firstly, 
that  in  these  cases,  owing  to  the  general  weakness,  a  much  firmer 
support  is  needed,  and  secondly,  that  any  apparatus  applied  to 
the  knee  alone,  will  either  rotate  or  slip,  it  is  therefore  imperative  i 
that  the  apparatus  should  be  adapted  to  the  boot  to  keep  it  in  i 
position. 

Walking  shews  the  most  suitable  apparatus  i 

I'orGeou-^  for  these  cases,  it  extends  from  the  ground  to  i 

Valgum,    ^j^g  pelvis,  with  a  free  joint  at  the  hips  and  ankles  ; 
at  the  knees  ring  catch  joints  a  a  are  employed  with  broad  buck- 
skin knee-caps  b  b  ;  by  the  use  of  this  material  a  better  adapted  ! 
knee-cap  is  obtained,  and  the  patient  enabled  to  flex  the  knee  i 
with  perfect  freedom.    Not  only  is  the  ring  catch  joint  advia-  ■ 
able  from  the  point  of  convenience,  but  it  is  an  established  fact 
that  the  condition  of  genu-valgum  can  only  be  reduced  when  tha 
limb  is  fully  extended,  and  therefore  in  this  j)osition  any  tendency 
to  relapse  can  be  corrected.    The  side  stems  are  connected  at  thai 
upper  part  by  a  pelvic  band,  and  fastened  to  the  legs  by  thigh  and 
calf  bandages.  It  is  important  at  first  to  keep  the  "rings"  down 
(the  patient  walking  with  stiff  limbs)  as  in  this  position  greater  i 
support  is  obtained. 

It  is  not  unusual  to  find  in  a  case  where  one  leg  isi 

Genu-  •    •    i.1  * 

Varum  or  in  a  condition  of  genu-valgum,  the  other  is  m  that 
Extrorsum,     _  ,  ^,  ,  „, 

of  genu-varum  or  extrorsum.    The  same  apparatuBf 
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FIG.  140. 


FIG.  141 
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are  applicable  to  both,  but  it  is  of  course  necessary  to  reverse  the 
jsition  of  the  mechanism  for  the  latter  deformity. 

Whilst  on  the  subject  of  knee  joint,  I  would  draw 

Mr.  Adams' 

Knee  Steam  attention  to  the  excellent  steam  bath  (Adams')  illus- 
Bath. 

trated  Fig.  139,  PI.  27.  This  is  often  used  in  cases 
.  if  rheumatic  contraction  of  the  joint,  and  produces  consider- 
able laxity  during  its  use.  It  is  designed  in  the  shape  of  a 
ilouble  conical  stand  a  a,  in  the  upper  cone  a  pan  of  water  is 
enclosed,  covered  over  with  gauze  netting,  which  acts  as  a 
•  spreader"  to  the  steam,  and  retains  any  water  which  may  spurt 
up  whilst  boiling.  The  limb  is  passed  through  the  wire  hoOps 
1,  2,  3,  and  the  thigh  and  calf  rest  respectively  on  the  plates  c  b. 
The  whole  is  then  covered  over  by  a  thick  felt,  effectually 
preventing  the  escape  of  steam.  The  heat  is  generated  by  the 
lamp  E.  There  is  no  difficulty  in  using  this  bath  as  it  is  suited 
* )  the  height  of  an  ordinary  bedroom  chair.  Not  only  in  cases 
t  contraction,  but  in  the  absorption  of  synovial  fluid  great 
■  enefit  may  be  derived  from  its  use.  Before  proceeding  to  my 
next  chapter,  on  apparatus  for  club  foot,  I  will  describe  the 
appliances  generally  used  for  curved  tibia. 

gj^^^  In  simple  cases  the  ordinary  short  splint  suffices, 
^c^ed"^  This  is  invariably  bandaged  to  the  leg  on  the  in7ier 

Tibia.  g-^g^  during  its  use  the  child  should,  if  possible, 
be  prevented  from  walking,  as  the  splint  is  not  strong  enough 
to  admit  of  this  exercise.  In  many  cases  it  is  imj)ossible  to 
adhere  to  this  rule.  A  child  from  14  to  18  months  of  age  is 
naturally  anxious  to  get  about,  and  consequently  great  difficulty 
is  experienced  in  keeping  it  off  its  feet.  In  other  cases  the 
child's  general  health  suffers  from  inactivity,  it  is  then  essential 
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to  have  a  light  steel  apparatus  for  day  use,  and  the  splint  at  j 
night. 

Walking      ^^S*  ^'^  describes  the  form  of  tibia  instrument 

for  Carved  ^^^^  ^  ^^^^  invented,  and  which  has  been  found  most 
Tibia.     beneficial.  It  is  made  of  an  inner  upright  a  extending 
from  the  sole  of  the  foot  to  the  centre  of  the  knee  joint,  and  in- 
serted in  the  boot  by  a  round  socket.    Although,  in  my  opening 
chapter,  I  particularly  drew  attention  to  the  inadvisability  of 
using  this  form  of  socket,  here  no  other  form   would  be 
available.     In  the  majority  of   cases  the  curvature  of  the 
tibia  exists  in  the  lower  thu-d,  and  often  immediately  above 
the  ankle  joint.    I  am  therefore  (by  having  an  unbroken  stem) 
enabled  to  bring  the  pressure  immediately  over  the  curvature. 
The  upper  part  of  the  inner  upright  is  connected  to  a  counter- 
pressure  plate  B  which  takes  a  bearing  on  the  inner  condyle  i 
of  the  knee.     Just  below  the  calf-plate,  a  light  wu'e  E  is  i 
attached  to  the  instrument,  extending  along  the  median  line  of : 
the  leg  at  the  back,  and  united  again  to  the  stem  immediately ' 
above  the  ankle.    The  object  of  this  wire  is  very  important,  iti 
enables  the  straps  to  press  entirely  on  the  prominent  point  of 
curvature,  and  prevents  that  constriction  of  the  leg  which, 
without  the  wire,  would  take  place.    This  instrument  is  suitable: 
for  cases  of  outward  cm-vature  of  the  tibia  only. 

In  cases  of  anterior  curvature  of  the  tibia  morei 

Apparatus 

for  Anterior  (JijBficulty  in  the  treatment  is  experienced,  and  it  is 

Curvature  '■ 

'^Night^d*  necessary  to  continue  this  both  day  and  night.  I  hav© 
recently  had  a  rather  severe  case  of  combined  genu-, 
valgum  and  curved  tibia,  outward  and  anterior,  for  which  I  devised 
the  following  apparatus.    Fig.  142  PI.  28  illustrates  the  trough 
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lint  with  rack  movement  at  the  knee  a  (this  has  been  already 
,  vplained).  The  principal  mechanism  for  the  tibia  existed  in  a 
metal  bridge  b,  Fig.  143,  PI.  28,  fixed  to  the  splint  at  a  point 

rresponding  to  the  centre  of  the  curvature.    In  this  bridge  a 

traveller"  c  is  fixed,  through  which  a  pressure  screw  d 
passes,  and  to  the  end  of  which  screw,  a  pressure  plate  e  is 
attached.  This  bridge  is  hinged  to  the  splint  to  admit  of  the 
insertion  of  the  limb.  The  pressure  plate  E  is  very  carefully 
padded  at  the  sides  only,  so  as  to  prevent  abrasion  of  the  skin  on 
the  prominent  ridge  of  the  tibia.  Figs.  144  and  145  PI.  28  shew 
the  walking  apparatus  in  which  a  lateral  rack  is  added  to  the 
ring-catch  to  compensate  for  the  degree  of  genu- valgum.  In  place 
of  the  screw  arrangement  for  downward  pressure  on  the  tibia,  I 
have  introduced  the  extra  pressure  strap  fastened  round  the 
uprights  of  the  instrument.  The  night  instrument  is  extremely 
powerful  in  action,  and  it  is  necessary  to  use  the  screw 

■vement  with  very  great  caution,  otherwise  it  will  produce 

-;ore. 

Mr.  Hoeckers     Mr.  W.  J.  Eoeckel  has  suggested  an  improvement 

Apparatns 

for  Anterior  on  this  form  of  apparatus  for  anterior  curvature. 
Curvature  of 

Tibia.      which  is  especially  efficient  in  use,  and  where  the 

screw  regulating  movement   could  not  be  trusted  in  inex- 

rienced  hands.  Fig.  141,  PI.  27  exemplifies  the  instrument  I 

ve  recently  constructed  for  him.    The  double  upright  form  of 

iiiotrument  has  been  adhered  to,  but  the  uprights  from  above 

the  ankle  joint  to  the  calf-plate  have  been  set  back,  to  give 

greater  leverage  in  fixing  the  pressure  pad.    This  pad  is  formed 

of  a  metal  plate,  with  india-rubber  air-pad  attached,  two  broad 

leather  straps,  one  on  either  side,  are  secured  to  the  sides  of  the 

H  2 
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plate,  and  these  pass  round  the  side  uprights  and  are  fastened- 
to  a  buckle  fixed  to  the  pad.  The  pressure  gamed  by  this  means 
is  very  great,  and  by  the  use  of  an  air-pad  undue  strain  is  not 
experienced.  These  air-pads  are  furnished  with  a  stop-cock  so 
that  by  means  of  a  small  inflator  they  may  be  constantly  kept 
charged. 


t 
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CHAPTEE  VIII. 
Talipes. 

The  generic  term  TaKpes  is  applied  generally  to  those 
cases  of  deformity  of  the  foot,  which  is  commonly  known 
ci5  Club  Foot.  This  class  of  cases  is  divided  into  different 
■Ic.grees  of  deformity,  and  are  either  of  a  congenital  or  non-con- 
genital natm-e.  Many  operations  of  osteotomy  for  the  cure  of 
Club  Foot  have  been  introduced  of  late  years,  but  as  my  ex- 
perience is  entu-ely  among  the  cases  of  tenotomy  I  shall  only 
describe  the  appHances  which  have  been  found  useful  and 
necessary  in  that  treatment.  The  deshability  of  removing  a 
-dge-shaped  piece  of  bone  from  the  foot  has  been  very 
ly  advocated,  and  the  operation  successfully  performed, 
but  as  the  cm-e  of  the  most  severe  forms  of  talipes 
equino-varus  without  osteotomy  is  of  frequent  occmTence,  I 
venture  to  describe  rather  fully  the  apparatus  used  in  the  treat- 
ment. The  mechanism  applied  has  often  been  condemned  as 
"useless  screws  and  springs,"  but  this  verdict  I  shall  endeavom- 
to  dispose  of  by  the  illustration  of  a  case  cured  by  the  use  of 
i  appliances  in  conjunction  with  Tenotomy.  By  this  I  do  not 
mean  to  say  that  the  appliances  alone  are  the  means  of  cure,  as 
without  the  operation  the  instruments  would  be  valueless,  and 
vice  versa,  nor  am  I  egotistical  enough  to  refer  to  my  own 
instruments  only,  but  all  those  that  are  properly  constructed. 
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I  frequently  see  cases  where  the  operation  has  been  wellj 
performed,  but  the  after  treatment  a  failure  owing  to  the  use 
of  imperfect  mechanism.  Undoubtedly  the  successful  issue  of 
these  cases  depends  in  a  great  measure  on  the  apparatus  and 
their  use,  and  so  long  as  the  old  forms  of  instruments  are 
adhered  to  and  continued,  so  long  will  a  comparatively  few. 
briUiant  results  be  the  exception  rather  than  the  rule. 

Pathologically  viewing  these  cases  the  treatment  must  extend 
over  a  certain  time.  The  tendon  after  division  does  not  unite 
till  the  fom-th  day,  and  occupies  from  three  to  six  weeks  in 
regeneration.  It  is  during  this  process  of  regeneration  or- 
lengthening  that  it  is  so  necessary  to  use  some  form  of  apparatus 
in  which  the  gradual  extension  of  the  foot  can  be  made.  The 
Scarpas  shoe,  or  more  properly  either  Little's  or  Adams'  shoe, 
are  the  only  perfect  forms  hitherto  designed  for  this  purpose. 
In  describing  the  different  instruments  requisite  for  the  treat- 
ment, I  shall  enumerate  them  in  the  following  order:— 

k.   Apparatus  for  Congenital  Talipes  Varus  in  tlie  Infant. 

e.  „  „      and  non-Congenital  Talipes  Varus 
after  four  years  of  age. 

C.    Apparatus  for  Congenital  Talipes  Valgus  in  the  Infant. 
0,         „  „      and  non-Congenital  Talipes  Valgus 

after  four  years  of  age.  ^ 

f .  Apparatus  for  Talipes  Calcaneus. 

With  each  division  I  shall  illustrate  the  instruments  for  treat- 
ment, and  those  for  after  treatment.  The  former  are  generaUy 
one  or  other  of  the  many  kinds  of  "shoes,"  which  are 
not  adapted  for  walking ;  especially  in  the  appUances  for  the 
adult,  mechanism  is  placed  under  the  sole,  and  should  any 
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indue  pressure  be  placed  here  the  rack -joint  will  be  broken  and 
he  case  retarded  whilst  the  apparatus  is  repaii-ed. 

As  equal  an  amount  of  importance  belongs  to  the  after  treat- 
ment as  to  the  primary  reduction  of  the  deformity.  Undoubtedly 
oases  would  relapse  if  care  were  not  exercised  after  the  foot  has 
een  brought  into  the  normal  position,  and  it  is  only  where  this 
are  has  been  neglected  that  relapsed  cases  are  found.    It  is 
iierefore  essential  that  efficient  walking  instruments  should  be 
apphed,  instrmnents  worn  at  night,  and  exercises  performed. 
I  shall,  however,  draw  more  particular  attention  to  the  appliances 
requisite  for  each  condition  as  I  proceed. 


A.   Apparatus  for  Congenital  Talipes  Varus  in  the  Infant. 

Of  all  the  forms  of  Talipes  this  is  the  easiest  to  treat, 
as  it  is  usually  commenced  and  completed  before  the  child  begms 
to  walk,  the  bones  being  supple,  are  readily  altered  in  position, 
and  the  discomfort  of  the  application  of  mechanism  is  not  felt. 
The  treatment  is  usually  divided  into  two  stages,  the  first  for 
the  cure  of  the  varus,  and  the  second  for  the  cure  of  the 
eqmnus. 

The  flexible  metal  splint.  Fig.  146,  is  always 

Splint  for 

Cure  of    employed  in  the  first  stage.    It  is  a  straight, 

First  stage 

of  Conge-  weU  padded  piece  of  metal  sufficiently  firm  to 
nital  Varus. 

resist  the  strength  of  the  infant,  but  malleable 
enough  to  be  easily  shaped.    After  the  anterior  and 
posterior  tibial  tendons  have  been  divided,  the  splint  is 
bent  to  the  shape  of  the  foot  and  leg,  and  should  extend  Fi  i46 
from  the  head  of  the  fibula  to  the  toes.     The  splint  is  now 
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bandaged  to  the  limb,  which  should  be  performed  in  the  following  [ 
manner.  Take  three  or  four  turns  of  the  bandage  first  round 
the  leg,  then  apply  the  splint  and  bandage  along  the  entire 
upper  part  from  the  head  of  the  splint  to  the  outer  malleolus. 
This  forms  the  fulcrum,  and  enables  the  better  extension  of  the 
foot  to  the  lower  part  of  the  sj)lint,  which  should  then  be 
completed,  a  gentle  extension  of  the  foot  being  made  in  an 
outward  direction.     After  the  third  day  it  is  removed,  and 
slightly  straightened  and  re-applied ;  this  straightening  is  con- 
tinued daily  until  the  foot  is  brought  into  the 
same  line  as  the  leg,  and  the  varus  is  cured. 
Fig.  147  indicates  by  the  dotted  lines  the  way 
in  which  this  splint  is  gradually  straightened.  r^^^ 
On  viewing  the  lateral  contour  of  the  foot  and    e?*-^'"" "  ji 
leg  it  will  be  observed  that  the  equinus,  or 
second  stage,  has  been  reached.  Subsequent  on  ,---'>/ 1'  i 

the  division  of  the  achilles  tendon  the  previous  i 
splint  is  no  longer  useful,  and  the  apparatus      Fig.  147. 
Fig.  148,  PI.  29  is  requisite. 

This  illustrates  the  most  efficient  form  of  instru- 

Mr.  Adams' 

Varus  Splint  j^ent  yet  devised  for  this  stage,  designed  by  Mr. 

for  second  o  >        o  j 

stage  of     Adams,  and  very  largely  used  in  practice.    It  cou- 

Congemtal  '  j       t)   J  r 

Varus.      g-g^g  q£  ^  £qq^  piece  A  B   jointed  at  tbe 

heel  by  a  single  rack  and  pinion  movement,  hidden  by  the  strap 
in  the  diagram  but  marked  c.  An  extension  to  the  thigh  is 
made  by  a  side  stem  with  free  joint  at  the  knee,  and  attached  to 
a  thigh  bandage  d.  This  fixation  above  the  knee  is  exceedingly 
useful  in  correcting  any  tendency  to  inversion  of  the  leg  below 
the  knee  due  to  lax  ligaments  at  the  knee  joint.   In  appljing 
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'  'le  apparatus  the  splint  is  adapted  to  the  equinus  position 
the  foot  as  represented  in  the  illustration.    The  heel  strap 

E  is  first  applied,  the  calf  and  thigh  bands  being  next  secured, 
•id  the  toe  strap  completes  the  attachment ;  this  passes  through 

"he  toe  wire  H  under  the  sole  of  the  foot,  round  the  ball  of 
e  great  toe  and  is  then  buckled,  preventing  any  tendency  to 

luversion,  and  keeping  the  foot  in  the  same  axis  as  the  leg.  The 
lek  movement  is  then  adjusted  daily  until  firm  union  and  elonga- 
m  of  the  tendon  has  taken  place,  and  the  foot  assumes  the  normal 
osition.  In  sHght  cases  of  infantile  talipes  varus,  the  regulat- 
Dr.  Little's   ing  thumb  screw  movement 

Tin  Splint 

v.-itii  Thumb  Tin  Splint  of  Dr.  Little,  Fig. 
Screw 

Movement.  149,  may  be  used;  it  is  chiefly 

itable  to  hospital  cases,  on  account  of 

-  small  cost.  It  is  fitted  with  a  leg 
and  foot  piece,  hinged  at  the  heel,  and 

-rulated  by  a  thumb  screw  at  the  side, 

id  is  adapted  to  the  requisite  angle  of 
the  deformity,  (see  the  dotted  lines  b.  c.,) 
and  bandaged  to  the  leg,  care  being 
taken  that  the  heel  is  well  in  place, 
extension  being  made  by  the  hand 
as  often  as  requisite.     I  have  lately  ^ig-  149. 

improved  upon  this  splint  by  the  adaptation  of  a  quadrant 
movement,  which  enables  the  more  accurate  adjustment  of 
the  angle  than  by  the  thumb  screw  holes,  which  cannot  be 
•  made  less  than  J-inch  apart,  and  as  the  screw  in  the  quadi-ant 
movement  is  fixed  by  a  key,  the  splint  is  less  likely  to  be  altered 
in  the  absence  of  the  surgeon.    After  the  case  has  been  cured  by 
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the  use  of  either  of  the  preceding  apparatus,  it  is  advisable  t 
have  a  light  retentive  form  of  splint,  fixed  at  a  right  angle  fo 
night  v?ear,  and  a  light  boot  for  day  wear. 
Dr.  Little's      Fig.  150,  PI.  29,  represents  the  Tm  Splint  (right 

Right  Angular 

Tin  Splint,    angular)  of  Dr.  Little,  which  is  so  admirably  suited 
for  this  stage ;  with  the  addition  of  a  heel  strap,  the  foot  is  kept 
entkely  at  a  right  angle  and  no  tendency  to  retrogression  takesi 
place.    The  shoe  is  usually  bandaged  on  to  the  foot,  but  can  b 
fastened  by  straps  and  buckles.    There  may  be  sometimes  ani 
inclitiation  for  the  heel  to  rise  in  the  splint,  particularly  wher 
children  are  restless,  but  by  the  supplement  of  a  light  thigh  piec 
connected  by  a  wh'e,  this  tendency  is  obviated,  as  the  knee 
kept  slightly  bent  during  the  night.    The  illustration  Fig.  151 
PI.  29,  shews  this  addition. 

Dr.  Little's     As  an  accessory  to  these  splints.  Fig.  152,  PI.  29 

Adjustable  •   1  v 

Splint,    represents  a  very  light  adjustable  splint  (Dr.  Little) 
often  successfully  used  during  treatment.    It  is  composed  of 
light  frame  calf  piece  A  A  united  to  a  sole  piece  B  by  two 
winged  screws  cc,  respectively  flexion  and  lateral  movement 
the  action  of  which  is  shewn.  Fig.  153,  PI.  29.    This  splint 
usually  secured  by  bandages. 

Varus  Spring     During  the  day  the  light  boot  and  sprmg  is  alway 
Betentive  ....  .  tt 

Boot.  worn ;  the  chief  merit  of  this  mstrument,  Jb  ig.  154 
PI.  29,  is  the  convex  long  spring  K  which  is  attached  to  the 
sole  of  the  boot,  and  extended  to  the  calf.  The  boot  is  fir 
laced  on,  and  the  spring  then  brought  in  position.  By  the  con 
vexity  and  position  of  the  spring  the  foot  is  forced  to  assume  the 
condition  of  valgus,  but  if  this  be  too  marked,  the  power  of  the 
spring  can  be  easily  reduced  by  the  controlUng  side  strap  Mi 
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which  should  be  so  fastened  as  to  permit  only  a  tendency  to 
'  \  algus  to  exist.  One  advantage  in  the  use  of  this  boot  is,  that 
ihe  foot  has  perfect  mobility,  the  spring  having  a  free  joint  at 
the  ankle,  and  with  this  attached  the  motion  at  the  ankle  joint 
L  can  be  gradually  developed  by  manipulation.  The  preceding 
j  apparatus  is  most  valuable  before  the  child  is  capable  of 
1  walking,  the  necessary  subsequent  apparatus  I  shall  allude  to 
i  in  the  next  section. 

IB.    Apparatus  for  Congenital  and  non-Congenital  Talipes 
Varus,  used  in  cases  over  Four  Years  of  Age. 

It  is  not  every  case  of  a  congenital  nature  that  is  treated 
I  immediately  after  birth,  and  as  the  apparatus  for  the  cure  both 
;of  congenital  and  non-congenital  talipes  are  the  same,  they 
I  are  combined  in  this  section. 

1  Scarpas  Shoe     In  simple  cases  of  equinus.  Fig.  155,  PI.  so,  will 

for  Simple 

Eqmnus.  be  found  the  most  effectual  apparatus,  and  is 
>the  most  improved  form  of  Scarpas  shoe  that  we  possess. 
I  The  object  of  the  broad  calf  plate  a  is  to  j)revent  atrophy  of  the 
:  muscles  from  pressure,  and  the  shoe  b  is  made  of  metal  side 
» wings  and  sole  plate,  with  the  central  portion  of  the  heel  of  the 
'  shoe  left  quite  free  from  steel,  and  merely  covered  by  the  leather 

and  padding.  This  entirely  obviates  the  possibility  of  a  sore 
( arising  from  over  pressure  on  the  os  calcis.  The  calf  plate  and 
■  shoe  are  connected  by  a  double  rack  movement  c,  this,  with  the 
t  exception  of  the  difference  in  the  design  and  workmanship,  is 
'  the  only  remnant  of  Scarpa's  original  shoe.  In  the  manner  of 
L  fixing  the  instrument  a  great  improvement  has  been  made  of 

late  years,  in  the  disposition  of  the  straps. 
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Application  "^^^  method  by  which  all  my  improved  shoes  are| 
SoL^as  attached  to  the  foot  is  as  follows : — in  the  heel  of  the ' 
shoe  three  straps  are  fastened,  i,  2,  3,  the  centre  of  j 
which,  the  "skate"  strap,  2,  is  the  most  important.  This  is  J 
attached  to  the  inside  of  the  outer  wing,  passes  over  the  foot, 
then  between  the  foot  and  the  shoe  on  the  inner  side,  andi 
finally  through  the  hole  cut  at  the  back  of  the  heel,  and  buckled, 
as  shewn  at  4.  This  hole  serves  two  purposes;  firstly,  the  pas-J 
sage  of  the  "skate"  strap,  and  secondly,  to  feel  if  the  heel  is  ini 
contact  with  the  sole  plate,  and  also  during  extension  to  gaugea 
whether  the  sole  plate  is  acting  on  the  foot.  The  second  strap  J 
3  is  the  instep  strap  placed  in  front  of  the  "skate"  strap  j 
to  act  on  the  arch  of  the  foot,  it  is  usual  to  provide  this  strapjj 
with  two  buckles,  one  on  the  heel  of  shoe,  as  in  illustration,  j 
and  the  other  on  the  sole  of  the  shoe  5 ;  in  the  former! 
position  it  serves  to  keep  the  heel  down,  and  in  the  latter  ■ 
position  acts  on  the  arch  of  the  foot,  should  this  be  abnormally .] 
high,  produced  by  slight  contraction  of  the  plantar  fascia;  and! 
the  third  strap,  the  ankle  strap  1  which  regulates  the  position  . 
of  the  foot  when  the  lateral  rack  movement  is  used.  I  have  j 
entered  somewhat  into  detail  in  the  description  of  the  construe-  j 
tion  of  the  shoe,  but  like  the  spinal  apparatus,  I  want  it  to  be  I 
clearly  understood  what  constitutes  the  mechanical  principle  on  j 
which  all  shoes  should  be  based.  In  addition  to  the  straps  already  I 
described,  a  toe  wire  D  is  placed  to  which  a  toe  strap  is  attached,  I 
everting  the  position  of  the  foot  with  relation  to  the  leg.  The  i 
preceding  shoe  is  useful  in  cases  of  simple  equinus  only,  but  J 
where  the  contraction  exists  in  the  sole  of  the  foot,  a  more  compH-  j 
cated  apparatus  is  necessary.   Mr.  Adams  has  most  conclusively  I 
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Jemoustrated  the  necessity  of  dividing  the  severer  forms  of 
.talipes  equino- varus  into  two  stages,  and  treating  the  contraction 
of  the  sole  of  the  foot  as  connected  with  the  transverse  tarsal 
joint,  and  the  contraction  of  the  achilles  tendon  as  connected 
iiwith  the  ankle  joint. 


iv  when  this  was  invented.  Fig.  156,  PI.  so,  illustrates  this  shoe. 
In  appearance  and  mechanism  at  the  ankle  and  disposition  of 
the  straps  it  is  precisely  similar  to  the  precedmg  one,  but  the 

iL  great  advantage  exists  in  the  division  of  the  sole-plate  at  a  pomt 
corresponding  to  the  transverse  tarsal  joint  of  the  foot.  This 
division  is  connected  by  a  3-action  rack  and  pinion  movement : — 
1  lateral;  2  upHfting ;  and  3  rotation.    On  examining  any  severe 

>  case,  it  is  apparent  that  these  movements  correspond  entu-ely 
to  the  position  assumed  by  the  foot  in  cases  of  extreme  con- 

;  traction,  and  it  is  manifest  that  such  a  shoe  would  undoubtedly 
be  more  efficient  than  that  with  a  plam  sole-plate.    As  an 


I  Kr.  Adams' 
'   Shoe  with 
Divided  Sole 


This  view  led  to  the  introduction  of  the  shoe 


Plate. 


with  the  divided  sole-plate,  and  undoubtedly  the 
greatest  advance  in  these  apparatus  was  made 


Fig.  157. 


Fig.  158. 
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illustration  of  the  cases  for  which  this  is  applicable,  I  have  had 
drawings  taken  from  casts  in  my  possession  of  a  case  which  was 
under  treatment  some  time  since.  Figs.  157  and  158,  represent 
the  side  and  front  view  of  the  foot.  ^ 
If  the  forepart  of  the  foot,  Fig.  157,  could  be  extended  i4 
would  be  noticed  that  very  little  contraction  existed  at  the 
ankle  joint  and  that  all  the  mischief  rested  in  the  sole  of  the 
foot ;  as  a  proof  of  this  it  might  be  mentioned  that  in  this  case 
the  achilles  tendon  was  not  divided,  but  served  as  a  point  ol  i 
counter-extension  to  keep  the  os  calcis  in  position.  Thus  an  im- 
portant era  in  the  treatment  of  Club  Foot  has  been  marked  by  the 
divided  sole-plate,  and  as  a  still  further  proof  of  the  sound 
practical  results  arising  from  this  division,  it  is  only  necessary 
to  point  to  Figs.  159  and  leo  which  are  also  taken  from  casts  ol 
the  same  foot  after  treatment. 


Fig.  161,  PL  30,  illustrates  the  uplifting  position  by  means  of: 
the  centre  rack  movement  2,  the  front  portion  of  the  sole-platei 
being  dropped  to  the  extent  of  the  contraction.  Fig.  162,  PL  30; 
illustrates  the  lateral  movement  indicated  by  the  direction  of  the 
arrow,  brought  into  play  in  connection  with  the  preceding  move- 


Fig.  159. 


Fig.  160. 


Ill 


lent,  this  alteration  adapts  the  instrument  to  the  inverted 
^sition.  Fig.  163  PI.  30  shews  the  rotation  movement  indi- 
cated by  the  direction  of  the  arrow,  combined  with  the 
preceding  two  movements,  the  outer  border  of  the  sole-plate  is 
depressed  and  the  inner  raised  to  the  position  of  the  inverted 
and  rotated  foot.  Generally,  in  these  cases,  contraction  of  the 
extensors  of  the  toes  also  exists,  and  principally  as  a  secondary 
result  of  the  contraction  in  the  arch  of  the  foot,  where  these 
are  divided,  it  is  advisable  to  have  slots  cut  in  the  sole- 
plate  corresponding  to  the  division  of  the  toes,  tapes  can  then 
be  placed  over  the  toes,  and  extension  made  by  drawing  the 
tapes  firmly  down,  and  securing  them  on  the  under  side  of  the 
sole-plate.  This  shoe  is  always  used  after  tenotomy,  and  is 
appUed  on  the  third  day  after  the  operation,  gradual  extension 
being  then  made  by  the  mechanism. 

In  very  severe  forms  of  talipes-equino-varus  I 

Mr.  Adams' 

Improved  have  made  an  alteration  or  rather  supplement  to  the 

Shoe  for 

Severe  preceding  shoe  which  consists  in  the  addition  of  an 
Cases. 

extra  upUfting  movement.  The  object  of  this  addition 
is  to  bring  the  sole-plate  of  the  shoe  in  closer  proximity  to  the 
sole  of  the  foot  at  the  point  of  division  at  the  tarsal  joint ;  by 
ming  the  one  uplifting  movement  only,  it  was  found  in  very 
severe  contractions  that  painful  pressure  was  given  to  the  ball  of 
the  great  toe,  but  by  the  alteration  in  the  plane  of  the  front  part 
of  the  shoe,  pressure  was  obtained  along  the  entire  sole-plate, 
Fig.  164  PI.  31  well  illustrates  the  alteration  of  planes  effected 
by  this  addition.    Another  improvement  in  shoes  for 

Mr.  Fisher's    ^  .  ^ 

Shoe  for    equino-varus  is  that  illustrated  by  Fig.  165  PI.  31,  and 
Cases,     invented  by  Mr.  F.  E.  Fisher.    In  addition  to  the 
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ankle  movement  and  sole  movement,  an  extension  screw  ha^ 
been  added,  tlie  object  of  which  is  to  make  a  direct  forward 
traction  of  the  anterior  portion  of  the  foot. 


Fig.  166. 

The  details  of  this  mechanism  are  illustrated,  Fig.  166,  the  three 
movements  are  rejpresented  A  d  c  the  extension  of  the  forei3art  oh 
the  foot  being  made  by  means  of  the  elongating  screw  E.  The 
Mr  Adams'  important  apparatus  for  the  treatment  oi 

VMufin-  equino-varus  is  that  of  Mr.  Adams,  for  varus  in  the 
strument.  ^^^^^  3,8  this  instrument  is  so  little  known  and 
understood,  I  have  asked  him  to  let  me  describe  its  construction 
— repeating  what  he  has  so  ably  written  in  his  work  cm 
"Club  Foot,"  J.  and  A.  Churchill,  1873— a  permission  he 
has  very  kindly  given.  He  says,  at  Chap.  XV.,  page  275: 
"In  constructing  it  (the  shoe),  I  determmed,  first— To  sub^ 
divide  the  apparatus,  so  that  only  one  portion  of  the  foot 
should  be  acted  upon  at  a  time.  Second— To  place  the 
mechanical  centres  of  motion  as  nearly  as  possible  opposite 
to  the  anatomical  centres  of  motion  in  the  foot,  so  that  the 
anatomy  should  be  represented  in  the  mechanical  apparatus 
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Third — To  transfer  the  fulcrum  from  the  foot  to  the  leg,  thus 
combining  all  the  advantages  of  the  straight  splint  with  the 
improved  apparatus  for  the  foot ;  and  fourth — To  carry  the 
apparatus  up  to  the  thigh,  and  have  a  free  joint  at  the  knee,  so 
:  as  not  only  to  steady  the  fulcrum  effectually,  and  prevent  the 
possibility  of  the  instrument  twisting  round  the  leg,  and  follow- 
ing the  foot,    .    .    .    but  also  to  increase  greatly  the  power  of 
1  the  instrument  over  the  movements  of  the  foot,  without  inter- 
1  fering  with  the  freedom  of  motion  at  the  knee  joint."  The 
I  necessity  for  this  arrangement  of  the  shoe,  and  the  perfect 
1  knowledge  of  its  inventor,  can  only  be  thoroughly  appreciated 
1  by  reference  to  the  following  diagram,  Fig.  167,  and  the  corre- 
i  spending  description  taken  from  the  same  work,  page  277. 


Fig.  167. 


"  The  dotted  line     6*  intersects  the  great  transverse  tarsal 

■joint,  between  the  astragalus  and  os  calcis  and  the  navicular  and 

eaboid  bones,  which  in  the  club  foot  has  an  oblique  direction, 

I  and  indicates  the  line  of  separation  between  the  anterior  and 

posterior  divisions  of  the  foot,  which  move  in  different  planes  as 

above  described.    A,  the  first  centre  of  motion,  corresponding  to 

I 
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the  ankle  joint  a.  Flexion  and  extension  only  allowed  at  this 
joint.  B,  the  second  centre  of  motion,  corresponding  to  the 
transverse  tarsal  joint  h  this  is  a  double  centre  of  motion ;  the 
first  cog  wheel  moving  in  the  direction  of  inversion  and  ever- 
sion,  the  second  in  the  direction  of  flexion  and  extension,  and 
especially  useful  in  uplifting  the  outer  border  of  the  foot,  and 
overcoming  the  rotation  backwards  of  the  cuboid  and  outer 
metatarsal  bones.  C,  the  third  centre  of  motion,  corresponding 
to  the  articulations  between  the  tarsal  and  metatarsal  bones  c. 
Inversion  and  eversion  only  allowed  at  this  joint,  which  is 
placed  in  this  situation  for  the  purpose  of  assisting  the  lateral 
cog  wheel  at  B  and  to  allow  the  instrument  being  more  accu- 
rately adapted  to  the  curved  form  of  the  foot,  rather  than  from 
the  existence  of  any  amount  of  motion  at  the  tarso  metatarsal 
articulations.  1,  2,  and  3,  indicate  the  levers  moved  by  the  cog 
■wheels  at  the  above  described  centres  of  motion.  4  indicates 
the  situation  and  direction  in  which  the  force  is  exerted  on  the 
foot  to  produce  eversion.  5  indicates  the  fulcrum  on  the  outer 
side  of  the  leg  or  point  of  resistance  to  the  everting  force 
employed  against  the  foot  from  the  cog  wheels  at  band  C.  The .? 
pressure  is  diffused  along  the  outer  surface  of  the  leg,  between  i 
which  and  the  side  iron  of  the  instrument  a  long  soft  pad  is 
placed.  The  action  is  the  same  as  that  of  the  straight  outside 
splint,  but  may  here  be  combined  with  the  upliftmg  force. 
6  represents  the  band  and  trough  by  which  the  fulcrum  is 
retained  in  its  position." 

One  cannot  read  this  minute  description  of  the  scheme  of  the 
apparatus  without  being  struck  with  the  masterly  way  in  which 
the  apparatus  has  been  conceived.    Although  pui-ely  scientific, 
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it  is  exceedingly  simple,  and  it  cannot  fail  to  convince  one  as 
the  successful  result  of  deep  thought.  I  have  made  several 
of  these  apparatus  which  in  experienced  hands  have  pro- 
duced absolutely  perfect  results.  With  this  appliance  the  list 
of  shoes  with  rack  movements  is  closed,  but  there  are  a 
nrnnber  of  shoes  made  on  a  different  principle,  viz.,  that 
of  Dr.  Little,  which  admit  of  mobility  in  an  upward  direction, 
and  in  certain  cases  the  advantage  of  this  plan  is  very  great. 

Fig.  168,  PI.  31,  illustrates  Dr.  Little's  shoe  with 

Dr.  Little's 

Shoe  for   long  spring  and  thumb-screw  movement.    The  shoe 

Varus. 

itself  is  very  similar  to  those  of  the  preceding  illustra- 
tions, but  the  mechanism  centres  in  the  long  convex  spring  a 
extending  on  the  outer  side  of  the  leg  from  the  lower  part  of 
the  shoe  to  the  calf.  The  action  of  this  spring  is  exactly 
the  converse  of  the  contraction.  The  extension  or  flexion  of  the 
foot  is  regulated  by  a  thumb-screw  movement  c  placed  at  the 
back  of  the  spring  on  the  heel  of  the  shoe,  and  fitted  to  a 
series  of  holes,  each  slightly  altering  the  angle  of  the  spring. 
A  toe  spring  d  is  also  attached  to  the  heel  of  the  shoe 
which  serves  to  evert  the  anterior  portion  of  the  foot.  This 
shoe  is  fastened  by  two  instep  straps  K  and  an  ankle 
bandage  f  which  is  attached  to  the  heel  of  the  shoe  by  two 
back  straps.  These  instep  and  ankle  straps  are  first  buckled 
and  the  toe  strap  affixed  to  the  toe  spring.  The  long  spring  is 
then  brought  into  position  at  the  same  time  everting  the  entire 
foot.  This  eversion  can  be  regulated  by  the  inner  controlling 
strap  H  which  springs  from  the  heel,  and  is  fastened  to  the  calf 
plate,  by  this  means  the  long  spring  is  entirely  under  the  control 

of  the  surgeon ,  and  the  exact  amount  of  force  can  readily  be  adj  usted. 

I  2 
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Dr.  Little's  Severer  forms  of  varus,  Dr.  Little's  double 

^fei  liinged  lever  shoe,  Fig.  169,  PI.  31,  is  often  used. 
Lever  Shoe,  -g^  ^-^^  addition  of  this  lever  a  the  calf  plate  can 
be  at  once  brought  into  position,  and  the  extension  on  the 
achilles  tendon  continued,  whilst  the  long  spring  for  the 
reduction  of  the  varus  can  be  more  gradually  applied  by 
fastening  the  top  or  slotted  end  by  a  tape  to  the  calf  plate, 
and  gradually  drawing  the  spring  into  position. 

Another  very  convenient  form  of  Dr.  Little's  shoe 

Dr.  Little's 

Long  Spring  is  that  illustrated.  Fig.  170,  the  long  spring  shoe  with 

Shoe  with 

Rack  ad-  rack  adjustment.  By  placing  the  rack  movement  d 
justmeut. 

behind  the  spring,  the  entire  length  and  power  of  the 
spring  is  maintained  with  an  easy  method  of  alteration,  the  con- 


I 


Fig.  170. 

necting  lever  e  is  slotted  to  permit  of  slight  mobihty  upwards. 
This  method  is  very  desirable  in  cases  where  there  is  any  fear 
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of  the  mechanism  being  altered  after  it  has  been  adjusted,  and 
in  the  absence  of  the  surgeon. 

As  a  means  of  ascertaining  the  exact  position  of  the  extension 
force,  a  graduated  indicator  is  affixed  to  the  heel-piece.  As  a 
still  further  improvement  in  these  instruments,  Fig.  171  shews 
the  long  spring  shoe  with  the  spring  articulated  in  apposition 
to  the  ankle  joint,  the  thumb-screw  acting  on  a  tailed  piece 
connected  to  the  spring.    This  is  suitable  for  adult  cases. 


Fig.  171. 


Scarpas  Shoe  The  foregoing  represent  the  best  active  apparatus 
for  TaUpes  (qj.  treatment  of  youthful  and  adult  cases,  the  retentive 

Arcnatus  or 

Pes-Ca7U8.  appliances  have  been  illustrated  by  the  tin  splints,  but 
there  is,  in  addition,  the  Scarpas  shoe  sole  plate.  Fig.  172,  PI.  31, 
■which  can  also  be  used  as  a  retentive  splint,  it  is,  however, 
generally  applied  for  treatment  of  talipes  arcnatus  or  pes-cavus, 
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and  ia  provided  with  a  broad  leather  instep  strap  a  buckling  to| 
the  inner  side  of  the  sole  plate.  I  have  now  enumerated  the  i 
various  apparatus  used  for  the  treatment  of  club  foot  together  • 
with  the  retentive  appliances.  The  walking  apparatus  are  the  < 
next  most  important  factors.  The  simplest  instrument  is  the  ■ 
concealed  spring  of  Dr.  Little,  which  is  applicable  to  cured  cases  . 
of  a  very  slight  nature,  or  to  cases  with  a  tendency  to  varus  ■ 
without  mechanical  treatment,  or  is  often  used  even  in  severe 
cases  after  long  treatment  for  evening  wear. 
Dr.  Little's     Fig.  173,  PI.  31,  illustrates  this  spring  alone.  In 

Concealed 

Spring,  cases  of  varus  it  is  inserted  between  the  leather  and 
lining  on  the  inner  side  of  the  boot,  being  concave,  the  foot  is  laced 
up  to  the  spring  when  the  boot  is  fastened.  There  is  a  joint  below 
the  ankle  to  admit  of  free  movement  in  walking.  It  is  advisable 
to  note  in  making  the  boots  for  this  spring,  that  they  shordd 
not  meet  by  at  least  f  of  an  inch,  otherwise,  when  the  leather 
stretches  from  ordinary  wear,  there  will  be  no  means  of  con- 
tinuing the  support  to  the  ankle.  This  spring  is  shewn  inserted 
in  the  boot.  Fig.  174,  PI.  31.  ► 
Dr  Little's  little's  No.  1  walking  instrument,  Fig.  175, 

WaDriig         32,  is  on  the  same  principle  as  the  long  spring  used 
Instrument.       ^-^^  ^^^^^  ^^^^^  (Little's),  applied  to  walking  pur- 
poses ;  in  slight  cases  it  is  exceedingly  useful,  and  possesses  a 
degree  of  elasticity  which  is  extremely  comfortable  in  wear.  Of 
the  rigid  apparatus,  one  of  the  best  forms  is  the  firm 
"''Fiim '  '  upright,  with  regulating  stop  jomt,  Fig.  176,  PI.  32. 
waS    The  instrument  is  applicable  to  those  cases  where  the 
Instrument,  ^^^^  ^^^^  ^^.^^  brought  to  the  proper  angle  by 

st?S.  extension  treatment,  all  chance  of  re-contraction  is 
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avoided,  but  free  movement  in  an  upward  direction  is  permitted. 
The  mechanism  consists  of  a  screw  A  passing  obliquely  through 
the  double  joint,  and  binding  on  a  lip  of  the  single  joint.  This 
screw  can  be  gradually  altered  to  increase  the  angle  at  which 
the  foot  is  "  stopped." 

Firm        Fig.  177,  PL  32,  depicts  the  simple  firm  upright 

Upright 

Apparatus,  walking  apparatus  with  free  joint  at  the  ankle.  In 
cases  of  varus  it  is  attached  to  the  boot  on  the  inner  side  of  the 
leg,  extending  to  the  calf,  with  a  calf  plate.  The  support  to  the 
ankle  is  derived  from  a  varus  T  strap,  which  is  sewn  on  the 
outer  side  of  the  boot,  and  buckled  round  the  steel  upright. 
Although  apparently  all  that  is  necessary,  the  apparatus  ceases  to 
be  satisfactory  after  the  first  few  weeks  use.  Owing  to  the  small 
surface  of  the  joint  which  soon  begins  to  wear,  the  shoe  piece 
and  upper  portion  of  the  instrument  do  not  keep  in  the  same 
axis,  and  as  soon  as  this  commences,  by  the  unequal  weight  on 
the  joint,  it  is  quickly  increased  and  the  instrument  inclines  to 
the  position  of  the  foot,  thereby  failing  to  give  the  necessary 
support.  I  have  so  fi'equently  experienced  this,  that  I  always  urge 
the  necessity  of  the  "Double  Upright  Instrument."  By  the 
Double  addition  of  this  other  upright.  Fig.  178,  PI.  32,  the  foot 
WMng       moBt  perfectly  controlled,  the  weight  very  slightly 

Instrument.  £jjgj.gg^gg(j^  g^jj^  ^  durable  apparatus  supplied.  The 

uprights  are  made  detachable  by  the  simple  keyhole  catch  move- 
ment described  in  the  first  chapter,  and  the  support  is  derived 
from  the  varus  T  strap.  It  is  a  very  important  matter  that 
the  shoe  piece  should  be  "  set  on  "  the  instrument  to  evert  the 
foot.  In  many  cases  it  is  also  advisable  to  place  a  "stop"  in 
the  ankle  joint  which  shall  prevent  the  foot  from  flexing  l^eyond 
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18  over  the  right  angle,  especially  in  cases  of  weak  union  ojl 
tendon  this  is  most  desirable,  as  any  severe  flexion  of  the  foot'; 
or  undue  strain  might  lead  to  ruptured  tendon  with  its  serious- 
consequences.    In  addition  to  the  varus  T  strap,  it  is  sometimes- 
necessary  to  add  an  internal  transverse  toe  strap  if  there  is  much 
tendency  to  inversion,  this  is  attached  to  the  anterior  border  of: 
the  boot,  passing  under  the  sole  of  the  foot,  over  the  instep,  and 
through  a  slot  cut  in  the  upper  leather,  and  fastening  to  a  buckle 
attached  to  the  shoe  piece.    It  is  not  always  j)0SBible  entirely  to 
control  any  tendency  to  inversion  by  this  means  alone,  as  in 
many  cases  the  inversion  is  due  to  rotation  of  the  tibia, 
occasioned  by  lax  ligaments  at  the  knee-joint.    According  to  ■ 
the  severity  of  this  rotation,  it  is  better  to  use  one  or  other  ' 
of  the  following  apparatus. 
Walking       Fig.  179,  PL  32,  gives  a  front  and  side  view  of  the 

Instruments     .  t         i       i  •  i  -ii 

to  Thigh  and  light  walking  apparatus  extended  to  the  thigh,  with 
Pelvis  to 

control  ia-    a  "  free  "  joint  at  the  knee.    This  is  often  used  as 
version  of 

Feet.  the  first  walking  apparatus  for  children,  who,  although 
they  possess  the  power  to  evert  the  feet,  are  not  old  enough  to 
understand  what  is  required  to  keep  the  feet  "turned  out"  in 
walking.  Fig.  iso,  PI.  33,  shews  the  long  instrument  always 
used  where  any  considerable  inversion  exists ;  by  taking  the 
point  of  fulcrum  from  the  pelvis,  the  inward  rotation  is  corrected 
from  the  hip  joint,  and  with  this  apparatus  in  use  it  is  absolutely 
impossible  for  any  "  turnmg  m "  to  take  place  although 
perfect  mobility  is  allowed.  With  the  double  instrument  . 
{i.e.  for  both  legs)  the  hip  joint  has  an  auxiliary  m  the  i 
form  of  a  "  lateral  "  movement,  permitting  full  abduction  of 
the  legs.     This  joint  is  also  useful  on  another  score,  and 
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'■it  of  prevention  of  breakages,  which  will  sometimes  occur 
i:om  undue  lateral  strain.  The  two  preceding  appliances 
are  supplied  with  soft  leather  knee-caps,  which  are  fastened 
in  such  a  way  as  to  exert  a  counter  rotary  action  when  buckled, 
and  the  apparatus  are  also  made  to  lengthen  correspondingly 
with  the  child's  growth. 

Dr.  Doyle's      In  slight  cases  of  equino-varus,  for  after  treatment, 

Spiral  Spring 

Botator.  the  Kotator  of  Dr.  Doyle  has  been  found  to  answer 
very  well  indeed.  It  is  an  exceedingly  ingenious 
instrument,  and  Fig.  181  gives  a  general  view  of 
. constitution.  It  is  constructed  with  two  spiral 
springs  A  A  which  are  attached  to  the  pelvic 
band  B  at  D  and  to  one  of  the  boots  at  E 
these  latter  are  detachable.  The  mode  of  appli- 
cation of  the  instrument  is  as  follows :  the 
pelvic  band  b  is  first  secured  to  the  pelvis 
and  the  boots  put  on ;  one  leg  of  the  rotator  | 

taken  in  the  hand,  and  rotated  inwards  two 
or  three  times,  the  lower  part  is  then  slipped      Fig.  isi. 
into  the  socket  of  the  boots,  and  the  thigh  and  calf  plates  cc 
fastened  to  the  limbs.    As  a  matter  of  course,  the  tendency  of 
|.the  spring  is  to  untwist  itself,  and  consequently  a  greater  or 
« lesser  degree  of  eversion  is  given  to  the  foot,  according  to 
I  the  number  of  times  the  spring  has  been  rotated.    This  in- 
strument is  shewn  applied  at  Fig.  182.    It  can  also  be  very 
J  beneficially  used  where  any  tendency  to  walk  "pigeon-toed" 
i  exists  without  deformity. 

(  Before  I  leave  the  description  of  "varus"  instruments  I 
I  will  explain  the  foot  exercising  apparatus.     It  is  well  known 
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Foot  exer- 
cising 
Apparatus. 


that  after  the  treatment  of  Club  foot  only  a  partial  amoij' 
of  movement  remains  in  the  ankle  joint.  This  can  ' 
increased  by  daily  exercise,  shampooing, 
massage,  and  by  manix)ulations  from  an 
experienced  rubber.  This  latter,  however, 
cannot  always  be  obtained,  and  to  sup- 
ply this  want  and  enable  the  exer- 
cise to  be  continued  at  home,  I  have 
devised  the  foot  exercising  apparatus, 
illustrated  Fig.  183,  PI.  33,  and  shewn  in 
use  Fig.  184,  PI.  33. 

It  is  most  important  that  the 
flexion  exercise  of  the  foot 
should  be  carried  out  as  per- 
fectly as  possible,  and  that  the  foot  and 
leg  should  be  kept  in  a  straight  line 
during  exercise.  Now  this  is  a  most  diffi- 
cult matter  for  even  an  experienced  rubber 
to  achieve,  and  I  venture  to  say  that  my 
machine  is  of  the  two  the  more  rehable ; 
moreover,  when  patients    have  reached  Fig.  182. 

the  age  of  seven,  they  may  by  this  means  very  material 
assist  in  curing  themselves.  To  obtaui  this  result  it 
essential  that  the  exercise  be  practised  with  regularity 
least  three  times  a  day.  The  apparatus  is  composed  of  a  fll 
board  a  attached  to  which  are  two  parallel  irons  B  B  strengthei 
hj  curved  bridges  c  c.  The  exercising  arrangement  is  attach: 
to  these  parallel  ii-ons  by  two  brass  balls  provided  with  thunn 
screws  d  ;  these  are  to  regulate  the  position  according  to  ti 
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height  of  the  chaii-.  To  these  brass  balls  the  leg  trough  E  and 
'  shoe  H  are  attached,  the  latter  having  a  "  free  "  joint  at  the- 
ankle ;  and  a  long  exercising  lever  L  at  the  end  of  the  shoe, 
terminating  at  its  upper  end  in  a  strong  cross  handle.  The  leg 
trough  is  supported  by  a  regulating  back  iron  o.  In  adjusting 
the  shoe,  it  should  be  noticed  that  the  greatest  good  i& 
obtained  by  having  the  knee  flexed  at  an  angle  of  45°.  In 
this  way  the  tendo-achilles  is  elongated,  and  the  fullest 
range  of  motion  acquired  at  the  ankle  joint.  The  foot  being 
buckled  firmly  in  the  shoe,  the  patient  grasps  the  cross 
handles,  and  exercises  the  foot  by  a  short  jerky  movement 
upwards  and  downwards.  By  the  length  of  the  lever,  either  a. 
greater  or  lesser  pressure  can  be  exerted,  and  without  much 
expenditure  of  physical  force,  whilst  from  the  mechanical  con- 
ruction  of  the  ankle  joint  of  the  shoe  it  is  impossible  to  work 
tae  foot  in  a  wrong  dhection.  In  relapsed  cases  this  exercising 
apparatus  is  invaluable,  as  it  is  only  by  systematic  stretching  that 
the  adhesions  can  be  broken  down,  and  in  cases  of  Pott's  fracture 
after  union,  or  stiff  joint  m  partial  anchylosis,  this  instru- 
ment may  be  most  safely  employed.  I  have  several  times 
divided  the  sole-plate  after  the  same  principle  as  "  Adams' 
shoe,"  so  that  the  arch  of  the  foot  can  be  worked  independently 
of  any  movement  at  the  ankle  joint,  and  vice-versd,  this  object 
being  obtained  by  a  double  ring  catch  joint  situated  at  the  ankle, 
'  and  in  the  sole  of  the  foot. 

C.   Apparatus  fok  Conoenital  Talipes  Valgus  in  the  Infant, 

The  cases  of  congenital  talipes  valgus  in  the  infant  are 
comparatively  speaking    rare,    and    presenting  exactly  the 
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opposite  deformity  of  talipes  equino -varus,  the  mechanistf 
requisite  is  not  of  such  an  elaborate  nature.    The  majorit] 
of  cases  are  amenable  to  mechanical  treatment,  and  in  tl 
simpler  forms  it  will  only  be  found  necessary  to  use  Dr.  LittleJ 
tin  splint,  fitted  with  an  inner  flange,  and  a  valgus  paJ 
attached  to  the  sole  plate.   This  splint  is  either  bandaged  to  tl 
foot,  or  fastened  by  a  series  of  straps  and  buckles.  It  is  usual] 
worn  until  the  child  is  able  to  walk,  and  then  some  support 
applied  which  will  be  described  later  on.   The  tin  splint  keepi 
the  foot  perfectly  at  rest,  often  interferes  with  the  mobility 
the  ankle  joint;  to  obviate  this,  Mr.  Adams  has  devise 

Mr.  Adams'  ,     -n-  xm  i  •  i  •  , 

Valgus    a  splmt,  lig.  185,  PI.  34,  which  consists  of  a  sid 

Splint. 

trough  A  fastened  to  the  leg  by  straps  and  bucklesl 
at  the  lower  end,  a  convex  toe  spring  is  attached,  with  a  movel 
able  valgus  pad  b.  In  applying  the  splint,  the  leg  trough  is  firi 
fixed,  and  the  foot  is  gradually  inverted  to  the  spring,  the  "pad 
corresponding  with  the  arch  of  the  foot.  This  splint  possesBi 
the  advantage  of  economy,  inasmuch  as  the  valgus  pad  bein, 
made  to  slide  on  the  spring,  it  can  readily  be  altered  to  th: 
growth  of  the  foot.  These  splints  suffice  for  the  mechanica; 
treatment  of  congenital  valgus,  but  where  operation  is  neces: 
sary,  it  is  requisite  to  resort  to  the  rack  movement  as  a  mean; 
of  making  gradual  extension.  In  a  case  recently  under  treat 
ment  of  a  very  severe  nature,  the  peroneii  tendons  were 
divided,  and  after  three  days  one  of  Adams'  converted  varut 
splints  was  applied  and  altered  periodically;  this  splint  hao 
been  constructed  somewhat  differently,  the  mechanism  consisting 
of  two  movements  at  the  heel,  viz.,  a  lateral  and  flexion  move< 
ment,  and  the  sole  plate  being  fitted  with  a  valgus  pad;  by  these 
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aoTements  the  foot  was  inverted,  and  the  arch  very  effectually 
eformed.  I  have  not  figured  this  instrument,  as,  with  the 
inception  of  the  extra  mechanism,  it  has  already  been  described 
Imong  the  vams  instruments.  The  walking  apparatus  for  these 
lases  is  exceedingly  simple,  and  is  of  the  light  long  spring  order 
^escribed  for  varus.  In  cases  of  valgus  the  spring  is  placed  on 
ae  inner  side  of  the  foot,  and  a  small  vulcanised  rubber  pad 
orresponding  to  the  arch  of  the  foot  inserted  in  the  boot, 
ihese  apparatus  are  all  that  are  requisite  for  this  class  of  cases. 

,).   Appabatus  for  Congenital  and  non-Congenital  Talipes 
Valgus  after  Four  Years  of  age,  and  in  the  Adult. 

'  The  essentialities  for  these  cases  may  be  divided  into  three 
cads,  and  correspond  to  the  three  classes  generally  known  as — 

1.  Slight  or  spurious  flat  foot  (commonly  termed  "weak 

ankles  "). 

2.  Flat  foot  without  tendon  contraction. 

3.  Flat  foot  with  tendon  contraction. 

In   the  first  class,  a  boot  with  a  valgus  pad  is 

Valgus 

1  Waikmg   sufficient.  This  boot  ought  to  be  made  with  firm  stiffen- 
Boot. 

ing  under  the  arch  of  the  foot,  and  with  the  heel 
^tended  along  the  inner  border  beneath  the  waist  of  the  boot 
echnically  called  an  "oblique  heel")  to  give  extra  support  to  the 
-Igus  pad.    I  have  always  used  the  vulcanised  rubber  pad,  in 
eference  to  the  metal  arched  sole,  for  the  reason  that  the 
A  is  light,  is  fastened  to  the  boot  and  cannot  therefore  be 
aplaced,  is  cheaper  than  the  metal  sole,  and  the  pressure  is  not 
severe.    Where  great  weakness  exists  it  is  often  advisable  to 
e  this  pad  in  conjunction  with  the  concealed  spring. 
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Concealed      '^^^^      similar  to  that  described  for  varus,  the 
Bootfor   sP^^^g  ^6ing  curved  convexly,  and  placed  with  the 
Valgus,    concavity  on  the  outer  side  of  the  foot.    In  lacingj 
"the  boot  the  spring  materially  assists  the  effect  of  the  pad 
besides  giving  great  support  to  the  ankle.    In  the  second  clasBi 
of  cases  there  exists  considerable  flattening  of  the  arch  of  the 
foot,  and  here  it  is  advisable  to  have  more  rigid  support,  and 
also  to  combine  the  use  of  mechanism  at  night. 
Night  Shoe         ^^g^^  valgus  shoe,  which  has  lately  been  very 
for  Valgus,  largely  used,  may  be  applied  with  great  advantage, 
•and  is  similar  to  Fig.  186,  PI.  34.    It  is  arranged  with  a 
metal  sole  plate  and  a  valgus  pad  attached,  this  is  fastened  to 
iihe  foot  by  a  series  of  straps  and  buckles,  similar  to  the  ordinary 
Adams'  shoe.    On  the  inner  side  of  the  shoe  a  long  spring  with 
a  free  joint  at  the  ankle  is  placed.    In  applying  this  shoe  the 
heel  straps  are  first  fastened,  and  after  the  foot  has  been  adjusted : 
to  the  pad,  the  long  spring  is  brought  into  position.  This  spring ; 
is  usually  made  stronger  than  requisite,  as  the  object  is  rather 
to  invert  the  foot,  and  thereby  reform  the  arch,  but  should 
the  inversion  be  excessive,  it  is  regulated  by  the  outer  long; 
•controlling  strap.     In  conjunction  with  this  night  apparatus, 
it  is  essential  to  use  some  form  of  day  instrument,  and 
although  the  firm  upright  walking  apparatus  is  often  used,  I 
•decidedly  prefer  the  double  upright  for  the  reasons  already  stated. 
The  boots  for  valgus  attached  to  these  instruments  are  made  as 
■described  for  weak  ankles,  and  have  the  pad  ijlaced  under  the  arch 
of  the  foot.    To  render  an  efficient  and  firm  support,  a  valgus 
T  strap  is  sewn  to  the  inner  border  of  the  boot,  and  fastened 
round  the  outer  upright  of  the  instrument.    These  instruments 


I 
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\ve  like  those  for  varus  and  need  no  further  explanation.  In 
he  thu-d  class  of  cases  there  is  need  for  tenotomy,  as  the 
xmtraction  is  generally  of  long  standing,  and  does  not  yield 
;o  mechanical  extension.  There  are  two  kinds  of  contraction, 
hat  of  simple  tendo-achilles,  and  the  more  severe  form  of 
endo-achilles  accompanied  with  that  of  the  peroneii  tendons. 


lexion  movement  regulates  the  rate  of  union  of  the  achilles 
endon,  and  the  long  spring  acts  on  the  pad  as  previously 
lescribed.  In  the  severer  forms  of  contraction,  the  more 
iomplicated    shoe.    Fig.   i87,  PI.   34,  is    employed  ;  ankle 


section.  After  cure  by  either  of  these  instruments,  the  double 
ipright  walking  apparatus  is  used ;  and  it  would  be  well  to 
Dbserve  that  as  the  foot  increases  in  strength,  this  support  may 
oe  diminished,  and  the  plain  valgus  boot  substituted.  It  is  very 
seldom  that  an  apparatus  (walking)  for  valgus  is  carried  above 
•she  knee,  and  I  have  only  done  this  in  one  instance,  where  the 
lax  ligaments  at  the  knee  joint  caused  the  leg  and  foot  to  rotate 
outwards  thereby  increasing  the  deformity. 


Night  Shoe 
for  Valgus 
with  Rack 
Movement. 


In  the  former  class  the  shoe,  Fig.  186,  PI.  34,  has 
been  found  very  serviceable,  it  is  Adams'  long  spring 
shoe,  with  a  rack  movement  a  at  the  ankle.  This 


Mr.  Adams' 
Adult 
Valgus 
Shoe. 


racks  are  placed  on  the  outer  side  of  the  foot, 
and  the  "3  actions"  in  the  sole-plate  correspond 
entirely  with  the  Scarpas  shoe  explained  in  the  varus 


E.    Apparatus  for  Talipes  Calcaneus. 


This  troublesome  deformity  often  exists  in  conjunction  with 
Ihe  preceding  forms  of  valgus,  and  in  this  state  is  usually 
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congenital.  It  can  be  treated  in  the  earliest  stages  with  the  tin 
shoe  with  thumb-screw,  or  by  a  tin  splint  fixed  at  an  obtuse 
angle.  These  splints  are  already  so  well  described  as  to  need  no 
further  mention. 

„^   ^         In  more  advanced  cases,  it  is  best  to  use  the 

Shoe  for  ^ 

Calcaneus.  ^^^^  represented,  Fig.  iss,  PI.  34.    This  is  a  metal  • 
shoe  with  a  single  uplifting  rack  movement  corresponding  to ! 
the  transverse  tarsal  joint.     Commonly  in  these  cases  the 
tendo-achilles  by  over  elongation  permits  the  dropping  of  the 
OS  calcis,  and  as  a  natural  result  the  plantar  fascia  becomes 
contracted ;  by  this  shoe  and  the  obtuse  position  of  the  upright 
A :  the  heel  is  raised  in  a  position  to  favor  recontraction  of  the  j 
tendon,  and  the  fore  part  of  the  shoe  is  assimilated  to  the  i 
contracted  state  of  the  arch  of  the  foot,  gradual  upward  ex- 
tension being  then  made,  after  division  of  the  plantar  fascia.  I 
have  recently  much  improved  this  shoe  by  adding  a  second  rack  } 
movement,  and  placing  the  mechanism  in  the  same  line  of  axis  as 
the  foot.    By  this  means  it  is  evident  that  the  movements 
correspond  to  the  transverse   tarsal  and  ankle  joints.  The 
heel  is  elevated  by  a  cupped  buckskin  heel  piece,  and  the  two 
movements  are  worked  simultaneously,  producing  a  gradual 
unfolding  of  the  foot.     The  fulcrum  is  the   trough  piece, 
which  is  firmly  attached  to  the  leg.    This  instrument  is  suited 
both  for  mechanical  and  operative  treatment.     For  walking 
purposes  in  slight  cases,  the  single  or  double  instrument  may 
be  sufficient,  but  it  is  advisable  to  have  the  ankle  joints  fitted  » 
with  a  three  quarter  stop,  i.e.,  the  joint  stopped  a  little  over  the 
right  angle  to  avoid  the  heel  dropping,  and  a  transverse  instep 
strap  is  of  great  assistance.    The  most  efi'ectual  apparatus, 
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however,  is  the  firm  upright  walking  instrument,  with  toe 
depressing  spring,  this  has  the  contrary  effect  of  the  toe 
elevating,  and  keeps  the  foot  continually  flat  on  the  ground 
at  the  same  time  stretching  the  anterior  muscles  of  the  leg, 
and  favoring  the  recontraction  of  the  tendo-achilles.  This 
instrument  is  illustrated  in  the  chapter  devoted  to  paralysis 
of  the  lower  extremities. 
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CHAPTER  IX.  . 


APPARATUS  FOR  PARALYSIS  OF  THE  LOWER  EXTREMITIES. 


The  application  of  mechanism  to  cases  of  partial 

General 

Remarks   or  complete  paralysis  of  the  lower  extremities  has  3 

on  the  L         L  J 

AppUcation  of  often  been  negatived  on  the  ground  that  "Instru--. 

Mechanism. 

ments  only  tend  to  weaken  and  do  not  restore: 
power  to  the  limb."    So  far  as  the  first  part  of  this  statement: 
is  concerned,  it  is  not  borne  out  in  my  observations  ;  and  with 
regard  to  the  latter  portion,  although  muscular  power  is; 
certainly  not   given  to   the  muscles  themselves,  yet  their: 
action   and  use  is  replaced  and  great  assistance  afforded. 
This  remark  applies  in  a  very  decided  manner  to  those c 
cases  of  partial  paralysis,  where  it  has  frequently  been  myv 
experience  to  see  patients,  who  have  hitherto  walked  by  the. 
aid  of  crutches  and  sticks,  dispense  with  these  when  supplied: 
with  suitable  apparatus.     I  am  speaking  of   those  cases- 
where  a  judicious  use  of  mechanism  is  made,  and  not  the^ 
indiscriminate  application  of  a  general  support.    It  is  very; 
unusual  to  see  a  case  where  entire  paralysis  of  the  lower 
extremities  exists,  either  one  or  the  other  set  of  muscles  has  | 
life,  and  it  is  to  supply  those  other  lifeless  antagonists  with  help 
that  mechanism  is  devised.    It  is  on  the  same  principle  that, 
galvanism,  which,  formerly  was  employed  generally,  is  now 
only  used  locally  where  science  has  shown  the  necessity.  With 
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^ard  to  these  cases,  there  has  been  one  great  point  much 


nature,  where  it  is  impossible  to  bring   the  foot  into  its 

I  normal  condition,  owing  to  a  contraction  of  some  tendon. 

I 

This  contraction  has  been  increasing  gradually,  owing  to  the 
want  of  opposing  force,  and  the  result  is  a  serious  deformity, 
causing  the  patient  to  be  either  greatly  crippled  or  entirely 
disabled  from  using  the  limb.  Mechanism  in  the  early 
contractile  stages  can  prevent  this ;  when  the  tendency  towards 
it  is  first  noticed,  a  light  splint  worn  at  night  will  keep  the  foot 
in  its  normal  position,  and  a  light  steel  walking  apparatus  enables 
uhe  patient  to  tread  on  the  sole  of  the  foot  during  the  day. 
When  the  contraction  has  assumed  a  very  marked  condition,  it 
'3  useless  to  apply  "walking  steels,"  although  the  limb  may 
be  kept  in  a  good  position  at  first,  the  boot  will  gradually  give 
way  and  the  foot  revert  to  its  abnormal  state,  with  consequent 
;nndue  pressure  of  the  steel,  and  possible  wounds.  It  is  therefore 
imperative  in  the  application  of  "walking  steels"  to  paralytic 
oases,  that  all  marked  deformity  should  be  previously  remedied, 
.and  this  is  best  done  by  tenotomy  and  mechanical  extension 
treatment.  There  are,  however,  a  number  of  cases  with  slight 
tendon  contraction,  (and  I  allude  principally  to  those  of  con- 

I traction  of  the  achilles  tendon)  where  the  foot  cannot  be  flexed 
oeyond  the  right  angle,  and  here  it  will  be  found  perfectly  safe 
^  bO  use  a  walking  instrument  in  the  day,  find  a  slight  extension 
fJistrument  at  night.  Not  only  is  mechanism  useful  in  the 
5  prevention  of  deformity,  but  the  assistance  given  is  very  decided. 


Use  of 
Mechanism  as 
a  preventive 
of  Deformity. 


overlooked  in  the  condemnation  of  appliances,  and 
that  is  their  incalculable  use  in  the  prevention  of 
deformity.    I  constantly  see  cases  of  a  paralytic 


K  2 


132 

Take  a  case  of  partial  paralysis  of  the  extensor  tendons  ol. 

the  foot ;  by  an  effort  of  the  patient  the  toes  are 

Assistance 

given  by   brought  into  action  and  the  foot  slightly  drawn 

Mechanism, 

up,  there  may  be  no  corresponding  contraction, 
but  the  patient  finds  serious  inconvenience  from  this  loss 
of  power,  the  foot  catches  at  all  raised  obstacles,  and  the 
toes  are  constantly  dragged  along  the  ground,  to  take  a 
step  the  whole  leg  must  be  raised  and  the  foot  brought  like  a 
flail  on  the  pavement.  What  can  be  done  to  remedy  this? 
I  can  unhesitatingly  say  everything.  I  can  give  this  case  an 
instrument  which  shall  enable  the  patient  to  walk  with  a 
natural  gait:  this  in  itself  no  slight  achievement.  But  there 
is  more  than  this,  by  the  constant  action  of  the  apparatus  there 
is  full  flexion  of  the  foot,  and  any  tendency  for  return  of  natural 
power  to  the  extensor  tendons  is  increased  by  this  movement.t 
In  other  words,  a  case  like  this  without  mechanism  is  helpless. 

In  classifying  the  cases  in  which  apparatus  for  paralytidt 
affections  of  the  lower  extremities  are  applicable,  I  shall  divide! 
the  description  under  three  heads. 

1.  Appliances  for  loss  of  power  of  the  anterior  muscles  of  the  legi 

involving  the  several  forms  of  varus,  valgus,  or  calcaneus.  •! 

2.  Appliances  for  loss  of  power  above  the  knee  combined  with' 

No.  1  class. 

3.  Appliances  for  loss  of  power  from  the  pelvis  downwards. 

A  set  of  cases  very  frequently  seen  are  brought  together  under 
my  first  heading,  and  are  a  series  in  which  very  great  mechanical 
assistance  can  be  given.  Constantly,  in  advanced  life,  one  meets 
with  cases  of  loss  of  power  of  the  anterior  muscles  of  the  leg, 
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such  as  I  have  just  described,  and  with  the  corresi)onding 
difficulties  in  walking.  These  cases  have  no  tendency  either  to 
valgus  or  varus,  and,  if  neglected,  often  produce  simple  equinus, 
a  result  of  contracted  achilles  tendon.  It  is  evident  that  some 
form  of  apparatus  is  necessary  here  to  elevate  the  toes  in  walk- 
ing, yet  permit  the  foot  to  be  brought  quite  flat  in  standing.  The 
most  perfect  kind  for  this  purpose  is  represented  at  Fig.  189,  PI.  35. 

It  consists  of  a  light  firm  upright,  which  is  attached 
Elevating       ^Yxq  boot  and  carried  to  the  calf  and  fastened 

Spring 

Apparatus.        ^  ^^^i  bandage,   there  is  a  free  joint  at  the 
ankle,   but  the  principal  mechanism  is  centred  in  the  toe 
elevating  spring  which  is  attached  to  the  upper  part  of  the 
instrument  and  extended  to  the  shoe  piece  where  it  acts  on  a 
small  roller,  which  minimises  the  friction  in  the  uplifting  force. 
The  action  of  the  spring  is  automatic ;  when  the  patient  places 
the  foot  on  the  ground  the  weight  of  the  body  overcomes  the 
spring  power,  and  the  sole  and  heel  are  at  the  same  time  taking 
-  equal  bearing,  as  soon  as  the  weight  is  released  the  spring 
iuimediately  elevates  the  toes,  and  the  patient  is  enabled  to  take 
the  next  step  without  any  difficulty.    The  illustration  shews 
the  mechanism  adapted  to  a  single  upright  only,  but  I  very 
frequently  attach  the  spring  to  the  double  upright  instrument. 
In  connection  with  this  spring  power  there  is  one  point  which 
for  some  time  considerably  perplexed  me,  and  that  was  the 
act  strength  of  spring  with  which  to  commence,  and  in  several 
ses  I  had  to  construct  three  or  four  springs  before  the  correct 
Regulating  power  was  obtained.    I  therefore  worked  out  the 

Toe 

Elevating  regulating  elevating  spring,  which  has  been  of  so 

Spring 

Instrument,  much  use.    This  is  indicated.  Fig.  190,  PI.  35.  It 
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will  be  noticed  that  this  alteration  of  strength  has  been  obtainoi 
by  affixing  the  toe  elevating  spring  to  the  upright  by  a  small  raci 
and  pinion  movement,  which,  by  altering  the  position  of  th 
spring,  correspondingly  alters  its  power.    The  advantage  c 
this  is  obvious.    Not  only  can  the  patient  apply  the  instrumeni 
with  the  greatest  accuracy,  but  it  places  in  the  hands  of  th 
Surgeon  an  elastic  regulating  extension  force,  that  can  W 
increased  or  moderated  at  will.    More  especially  in  cases  0( 
spastic  contraction  this  spring  has  been  found  invaluable,  here 
the  contraction  often  presents  the  features  of  rigidity,  but  the 
tendons  gradually  yield  to  gentle  continuous  pressure  and  th( 
foot  assumes  the  normal  position.  In  cases  of  paralytic  varus  ii 
is  essential  to  remove  the  deformity  before  the  application  o 
walking  apparatus.  This  remark  also  applies  to  paralytic  valgus.! 
and  in  both  cases  the  contraction  may  be  remedied  by  tenotomy; 
and  application  of  one  or  other  of  the  extension  shoes.    For  thes 
walking  apparatus  the  preceding  spring  instrument  is  suitable,e 
but  is  best  applied  in  the  double  upright  form,  for  varus  it  is 
usual  to  add  a  "varus"  T  strap,  which  is  fastened  to  the  outer-l 
side  of  the  boot  and  buckled  over  the  inner  upright  of  the  steel, 
and  for  valgus  a  "valgus  "  T  strap  and  pad.   In  delicate  children,: 
or  cases  of  a  slight  nature,  a  single  steel  instrument  is  all  thati  , 
is  necessary,  and  this  is  best  arranged  as  shewn  ini  ] 

Walking  | 

Instrument  Fig.  191,  PI.  35.  The  instrument  comprises  the  aaap-)  [ 

for 

Paralytic   tation  of  the  "elevating"  sprmg  to  the  "long"  spring:  ^ 

Varus  or 

Valgus,  of  Dr.  Little,  by  the  combination  of  these  two  spring)  ^ 
forces  aversion  and  elevation  are  secured.  It  is  often  necessary?  j 
to  attach  a  pressure  pad  on  the  long  spring  to  act  as  a  point ;  ^ 
of  fulcrum  for  correcting  the  inversion.    This  instrument  for  ^ 
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varus  is  applied  on  the  outer  side  of  the  leg,  and  for  valgus  on 
the  inner.  In  all  these  apparatus  it  is  advisable  to  have  a 
three-quarter  stop  fitted  to  the  ankle  joint,  i.e. :  a  stop  which 
shall  hinder  the  foot  from  rising  beyond  20°  above  the  right 
angle,  the  object  of  this  is  to  prevent  the  foot  running  into  a 
condition  of  calcaneus,  resulting  from  weak  achilles  tendon  or 
over-powerful  elevating  spring. 

In  all  cases  of  a  paralytic  nature  there  will  generally  be 
found  some  shortening  of  the  limb,  and  it  is  advisable  carefully 
to  measure  both  legs,  so  that  the  deficiency  may  be  made  up  in 
„  „ .        the  shape  of  a  cork  sole  to  the  boot.    In  cases  of 

Walkmg 

instaunent  simple  calcaneus,  either  of  the  foregoing  instruments 
Calcaneus,  sufficient,  but  it  is  of  course  necessary  to 

convert  the  toe  "elevating"  into  a  toe  "depressing"  spring. 
Fig.  192,  PI.  35,  as  in  these  cases  the  toes  are  already  too 
much  off  the  ground,  it  is  necessary  to  depress  them 
accordingly.    I  am  enabled,  by  the  kindness  of  a  patient,  to 

jistrate  a  typical  case  of  calcaneo-valgus,  with  the  necessary 
Apparatus  apparatus  for  night  and  day.  In  Fig.  195,  PL  36, 
CaicMieo-  condition  of  the   limb  is  shewn,  there  was 

Valgus.  considerable  contraction  of  the  tibialis  anticus  and 
plantar  fascia,  together  with  slight  loss  of  power  of  the  rectus. 
The  limb  was  three  inches  shorter  than  the  left,  and  the  youth 
had  considerable  difficulty  in  walking  without  the  help  of  a  stick 
or  crutch.  The  first  apparatus  used  was  a  night  shoe,  to 
remedy  as  far  as  possible  the  contractions  already  mentioned. 
This,  Fig,  196,  PI.  36,  consisted  of  a  light  metal  sole  plate  with 
an  upright  attached  at  an  obtuse  angle,  which  position  best 
favored  recon traction  of  the  achilles  tendon,  and  extension 
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of  the  tibialis  anticus,  the  contraction  of  the  plantar  fascia' 
was  remedied  by  the  broad  instep  strap  A,  attached  to  the  outer 
side  of  the  shoe,  and  buckled  to  the  inner  margin  of  the  sole 
plate.    Fig.  197,  PI.  36,  represents  this  shoe  appHed.  The 
walking  apparatus.  Fig.  198,  PI.  36,  was  extended  to  the  thigh, 
with  a  free  joint  at  the  knee  and  a  single  knee  cap,  from  the 
calf  the  instrument  was  carried  on  either  side  of  the  leg  to 
the  ground,  with  a  toe  depressing  spring  a  on  the  outer  side. 
This  spring,  I  should  mention,  is  constructed  after  a  new 
pattern  which  I  have  only  lately  invented,  and  which  in  many 
instances  is  more  convenient  than  that  previously  mentioned. 
The  valgus  condition  was  remedied  by  the  valgus  T  strap  b, 
and  assisted  by  the  above  ankle  strap  d,  whilst  the  contraction 
of  the  arch  of  the  foot  was  arranged  for  by  the  instep  strap  c. 
The  instrument  was  made  detachable  by  vertical  side  sockets  e, 
which  permitted  the  use  of  a  second  boot.  In  Fig.  199,  PI.  36,  the 
apparatus  is  shewn  effectively  appUed. 

In  the  second  class  of  cases  we  find  a  loss  of  power  above  the 
knee,  which  prevents  the  patient  from  bearing  any  weight 
on  the  joint,  owing  to  the  sudden  collapse  which  ensues  should 
the  slightest  flexion  of  the  limb  take  place;  or  should  this 
collapse  not  exist,  there  will  probably  be  a  tendency  to  back- 
ward bending  of  the  joint,  causing  undue  strain  on  the  ligaments. 
The  simplest  instrument  to  give  security  in  walking  is  the 
walking  apparatus  extended  to  the  thigh,  with  "ring  catch 


for  similar  cases  is  that  illustrated.   Fig.  193,  PI.  35,  the 


Flute  Key 

Catch 
Apparatus 
for  Knee. 


joint  "  at  the  knee.  This  has  already  been  so 
thoroughly  explained,  that  no  further  allusion  to 
it  is  here  necessary.    A  very  ingenious  instrument 


I 
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flute  key  catch  apparatus.  The  particulars  of  this  mechanism 
have  ahready  been  fully  described  in  Chapter  I,,  Fig,  14. 
It  has  this  advantage  over  the  ring  catch,  viz.,  that  the 
spring  fastens  itself  as  the  patient  extends  the  limb- 
However,  both  of  these  apparatus  favour  immobility  of  the 

Gun  Lock  3^^^>  many  cases  it  is  desirable  to  have 

Ap^parafus  mobility  with  support.    The  instrument,  Fig.  194,  PI. 

for  Knee.  shews  the  "  gun  lock  spring  "  mstrument.  This- 
spring  power,  similarly  to  the  toe  elevating,  is  automatic, 
the  strength  of  the  biceps  and  hamstrings  is  sufficient  to  flex 
the  joint  {see  Fig.  23,  Chapter  I.),  and  immediately  this  power 
as  relaxed  the  spring  extends  the  lower  leg,  and  the  patient  is 
enabled  to  take  a  step  without  swinging  the  limb.  Not  only  in 
cases  of  partial  paralysis,  but  in  cases  of  locomotor  ataxy,  has- 
this  instrument  been  successfully  applied. 

In  the  third  class  of  cases  greater  difficulties  exist.  In  the 
(preceding  descriptions  power  of  the  psoas  muscles  has  been 
maintained,  but  where  this  is  absent  it  is  almost  impossible  to- 
give  much  assistance.  Another  difficulty  also  presents  itself,, 
viz.,  the  shortness  of  leverage  from  the  centre  of  the  hip  joint 
to  the  top  of  the  pelvic  band  and  the  relatively  enormous  leverage 
from  the  hip  joint  to  the  foot.  The  initiative  in  walking  must- 
proceed  from  the  hip  joint,  and  be  this  power  ever  so  little,  and 
the  paralysis  at  the  knee  and  ankle  ever  so  complete,  I  have  no 
difficulty  in  successfully  applying  mechanism.  As  an  example 
of  what  can  be  done  with  slight  power  at  the  hip  joint,  I  would  di'aw 
Apparatns    attention  to  a  case  of  almost  complete  paralysis  of  both 

Pa^rai^3i3*^  lowfer  extremities  represented,  Fig.  200,  PI.  37,  and 

of  Lower        -l  •  1  •  i  1 

Extremities,   which  was  Bent  to  me  by  a  Surgeon,  with  the  question. 
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■"  Can  you  do  anything  ?  "  I  must  confess  that  on  first  examininj;. 
the  boy,  I  looked  upon  the  case  as  one  in  which  little  mechaniea 
assistance  could  be  given.    Fortunately,  in  both  legs  slight  powei 
stUl  remamed  at  the  hip  joints,  and  at  the  right  knee  there  m  u:- 
a  fau'  amount  of  extension  force.    The  right  foot  as  well  as  tlu 
left  knee  and  left  foot  were  completely  paralysed.    In  addition 
to  which  there  was  a  considerable  condition  of  valgus  and 
varus  in  the  right  and  left  feet  respectively.    To  increase  the 
difficulty  of  the  case,  the  biceps  and  hamstrings  of  the  left 
knee  were  much  contracted,  causing  considerable  inversion  and 
rotation  of  the  left  leg  below  the  knee.    I  carefully  examined 
the  case,  and  gave  my  opinion  that  the  most  to  be  done  would 
be  to  apply  apparatus  as  a  sure  preventive  of  further  deformity, 
a,nd  a  possible  remedial  measure  for  improvement  of  the  con- 1 
traction.    As  to  the  walking,  I  could  not  promise  much,  but  I' 
anticipated  that  if  the  contracted  knee  could  be  improved,  that: 
the  lad  would  at  all  events  be  enabled  to  stand.    This  was  5 
•explained  to  the  Surgeon  and  to  the  patient's  father,  who,  after : 
fiome  consideration,  asked  me  to  do  what  I  could.    I  therefore 
■constructed  the  apparatus.    Fig.    202,  PI.   38;  these  were  :•; 
■extended  from  the  ground  to  the  pelvis,  with  free  joints  at  the 
hips,  ring  catch,  and  double  knee  caps,  with  garter  pieces  at 
both  knees,  and  toe  elevating  springs  at  ankles.    The  object  of  : 
the  "double"  knee  cap  was,  firstly,  to  overcome  any  tendency  to  • 
a  condition  of  genu-valgum,  and,  secondly,  to  support  the  leg  in  i 
standing  and  prevent  any  forward  bending.    In  addition  to  this  1 
movement  at  the  knees,  I  added  a  flexion  "  rack  and  pinion  "  joint 
to  the  left  knee,  so  that  the  leg  instrument  for  this  limb  could  be 
£rst  adapted  to  the  contracted  condition  and  then  gradually 


FIG.  202 


I 
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straightened.  For  the  feet,  provision  was  made  for  the 
condition  of  valgus  and  varus,  and  the  left  foot  was  further- 
more supported  by  a  boot  with  a  one-inch  cork  sole,  this  leg 
being  deficient  in  length  to  that  extent.  The  apparatus  are 
shewn  applied  to  the  lad.  Fig.  201,  PI.  37,  where  it  will  be 
seen  that  he  was  immediately  enabled  to  lay  aside  the 
crutches  in  standing.  As  I  have  before  stated,  I  expected 
this  result,  but  I  did  not  anticipate  hearing  that  he  was 
enabled  to  dispense  with  his  crutches  in  walking,  or  that 
he  was  even  able  to  walk.  The  case  is  one  of  considerable 
interest,  and  I  may,  therefore,  be  excused  for  quoting  the 
following  extract  from  a  letter  sent  to  me  by  his  father  three 
weeks  after  the  instruments  were  applied.  He  says,  "  .  .  . 
am  glad  to  say  that  the  instruments  are  a  complete  success. 
My  lad  can  now  put  them  on  himself  without  any  help,  and 
keeps  walking  about  with  them  all  day  long,  and  can  even  walk 
up  and  down  stairs  with  them  on.    .    .  ." 

Apparatus      Often  in  conjunction  with  complete  paralysis  of 
for 

Paralysis  of  the  lower  extremities,  spinal  deflection  is  occasioned 

Lower 

Eztremities  by  the   inequality  in   the   length  of  the  lower 
in  conjunc- 
tion with   limbs.    In   these   cases,  more  help  can  be  given 
Spinal 

Curvature,  in  the  way  of  spring  mechanism  at  the  hip  joint, 
inasmuch  as  the  extension  of  the  instrument  to  the  axillfe 
gives  greater  leverage  for  the  employment  of  spring  force. 
Fig.  203,  PI.  39,  represents  a  set  of  walking  apparatus  lately 
<5onstructed  by  me  for  a  case  of  this  description.  The  principal 
arrangement  of  springs  and  mechanism  is  of  the  kind  already 
■described,  and  the  disposition  of  the  support  for  the  spinal 
curvature  is  fully  represented.  Fig.  204,  PI.  39. 
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The  apparatus  Fig.  205  PI.  40  illustrates  a  set  of  walking- 
Apparatus  apparatus  which  I  have  just  completed  for  a  case  of 

for  Spastic 

Paralysis   spastic   contraction  of  the  biceps  and  hamstring 

of  Knee 

Joint.  tendons.  The  instruments  are  extended  to  the 
pelvis,  and  are  double  from  the  ground  to  the  thigh  on  either 
side  of  the  leg,  being  supplied  with  a  ring  catch  joint  at  the 
knee.  They  are  put  on  with  the  joint  unlocked,  and  after 
the  straps,  etc.,  are  adjusted,  gradual  extension  is  made,  and 
when  the  limbs  are  fully  straightened  the  ring  is  slipped  down 
and  the  joint  fixed  in  the  axial  line.  In  this  condition  the 
patient  can  stand  without  fear  of  collapse  from  bending 
of  the  knee.  This  instrument  is  suitable  for  the  severer 
forms  of  contraction,  but  in  slight  cases 
it  is  as  well  to  combine  rigidity  with 
possible  mobility.  This  is  very  completely 
carried  out  in  the  apparatus  Fig.  206, 
which  is  composed  of  a  . light  double  steel 
support  from  the  calf  to  mid-thigh.  The 
ring  catch  joint  is  supplemented  by  the 
addition  of  the  spiral  spring  with  chain 
connection,  which  enables  the  patient  to 
walk  with  free  movement  at  the  knee,  at 
the  same  time  giving  entire  support 
from  the  springs.  This  form  of  instru- 
ment is  exceedingly  light,  and  is  also  very  serviceable  in  cases 
of  locomotor  ataxy. 

The  foregoing  inventions  give  a  very  general  description  of 
the  kind  of  aid  that  can  be  given  to  these  unfortunate  cases. 
Without  doubt,  much  yet  remains  to  be  carried  out,  but  wheD. 


FIG.  205. 
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such  help  as  I  have  described  is  ah-eady  afforded,  I  think  that 
the  appHcation  of  mechanism  to  paralytic  cases  is  not  entirely 
useless  ;  and  I  confidently  look  forward  to  a  time  when 
they  may  still  further  be  benefitted  by  the  future  researches  of 
science. 
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CHAPTEK  X 

Hammer  Toe  and  Bunion. 

The  troublesome  deformity  of  hammer  toe  has  lately  occupied 
considerable  attention,  as  to  the  best  method  of  obtaining  a 
radical  cure,  and  in  common  with  some  other  deformities,  has 
advocates  both  for  tenotomy  and  osteotomy.  It  is  principally 
for  the  former  mode  of  treatment  that  mechanical  appliances 
are  necessary. 

Fig.  207  represents  a  typical 
case  of  hammer  toe,  and  for  which 
I  made  the  following  mechanism. 
After  the  division  of  the  lateral 
ligament,  the  toe  was  placed  in  a 
small  flexible  metal  splint,  such 
as  described  for  the  first  stage  of 
congenital  varus  and  applied  on  Fig.  207. 

the  dorsum  of  the  foot.    The  toe  was  kept  at  rest  for  three  days 
after  the  operation,  when  the  metal  shoe  sole-plate  with  slots 
was  brought  into  use.  Fig.  208,  PL  41.    This  is  simply  a  sole- 
Metal  Shoe  P^^*®  °^  metal,  with  a  blocked  leather  heel,  the  foot  is 
with  Slots  3_ttj^gi^g^      a  heel  and  instep  strap  A  B  which  forms  a 

^T^^"^  point  of  fulcrum,  and  prevents  any  tendency  to  dis- 
placement.   At  the  end  of  the  sole-plate  slots  are  cut  according 


FIG.  215. 


FIG  214. 


143 


to  the  number  of  toes  involved  and  the  extension  made  by  the 
tapes  c.  To  facilitate  extension,  it  has  generally  been  found 
advisable  to  place  a  small  pad  under  the  extreme  end  of  the 
toe,  this  being  gradually  increased  in  thickness  as  the  im- 
provement progresses.  It  is  observable  that  the  pressure  is 
exerted  in  contrary  directions,  downwards  by  the  tape  and 
upwards  by  the  pad,  a  small  jjledget  of  lint  being  placed 
under  the  tape  to  prevent  cutting  of  the  edges.  This  shoe  is 
worn  day  and  night  for  about  three  weeks,  after  which  time  a 
T  spring  is  requisite.  This,  Fig.  209,  PI.  41,  is  a  retentive  appa- 
T  Spring  for  ^atus,  and  is  always  used  for  some  little  time 
Hammer  Toe.  ^^^^  ^-^^  ^^^^^  Carefully  adapted  to  the  sole, 

and  kept  in  position  by  a  broad  elastic  band  encircling  the 
foot  behind  the  great  toe  joint.  The  extension,  or  rather  reten- 
tion of  the  toe  is  made  by  a  small  elastic  band  applied  behind 
tlie  first  joint  of  the  affected  member.  The  spring  is  worn 
in  an  ordinary  boot,  and  offers  no  obstruction  to  walking. 
To  prevent  any  possibility  of  relapse,  and  as  a  Hghter 
and  less  cumbersome  apparatus  and 
also  to  facilitate  the  application,  I 
generally  recommend  the  half-metal 
Half-Metal     sole-plate.  Fig.  210  PI.  41. 

Sole-Plate.      rpj^-g         ^^^^-^^^  ^he  I 

shoe  for  treatment,  but  dispenses 
with  the  heel-piece.  It  has  elastic 
loops  for  the  toes,  and  is  easily 
applied.  It  is  of  course  very  essen- 
tial that  broad-toed  boots  should 

be  worn  after  treatment,  and  in  all  cases  the  measurement 
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should  be  taken   with  the  T  spring  attached  to  the  foot! 
Fig.  211  represents  the  case  of  hammer  toe  I  have  illustrated,  , 
"when  cured. 

It  is  not  unusual  to  find  inverted  great  toe  combined  with 
•cases  of  hammer  toe,  and  here  it  is  better  to  combine  mechanism 
for  the  cm-e  of  both  deformities.    Fig.  212,  PI.  4i  illustrates  a 
Metal  Shoe   '^^^J  convenient  form  of  shoe  with  simple  spring 

lor  Combined  j.      m     n  t  •. 

Hammer  Toe  arrangement.    To  the  ordmary  hammer  toe  shoe  I 
and  , 

Inverted     attach  a  convex  sprmg  fixed  to  the  sole-plate  behind 

GrG&t  Tog 

the  great  toe  joint.  This  spring  is  curved  convexly 
■towards  the  toe,  and  the  everting  force  is  obtained  by  a  small 
toe-strap,  which  passes  round  the  toe  and  draws  it  in  the  direc- 
tion of  the  spring.  By  a  series  of  studs  fixed  to  the  spring  it  is  \ 
possible  to  regulate  the  exact  tension.  With  this  movement  it 
is  advisable  to  have  a  counteracting  strap  dii-ectly  behind  the 
spring,  which  should  hold  the  foot  in  position.  This  strap 
is  made  to  act  efficiently  by  starting  from  the  centre  of  the  sole- 
plate  and  buckling  to  the  outer  border  of  the  shoe.  In  some 
Modified  ^ases  the  enlargement  of  the  jomt  may  give  trouble  f 
Ever's^on'of      the  application  of  the  flat  steel  spring,  and  in  such 

Gr6dit^  T06 

circumstances  the  modification  of  the  shoe  as  shewn 
Fig.  213,  PL  41,  will  be  found  to  answer.  In  addition  to  the 
altered  sbape  of  the  spring  this  is  attached  to  the  shoe  by  a 
joint  which  permits  flexion  movement.  Should  the  spring 
force  be  objected  to,  the  rigid  eversion  of  the  toe  wire  may  be 
Shoe  with  substituted.    This  is  depicted  Fig.  214,  PI.  41,  and 

T06  WifG  ■  ■ 

for      needs  no  detailed  description.    Sometimes  it  is  neces- 
Eversion  of  1.  i       •        1  • 

Great  Toe.  sary  to  have  a  more  powerful  action  than  the  spriiig 

force,  and  I  recently  made  a  shoe  for  treatment  of  inverted 
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E-tension  great  toe  complicated  by  a  tendency  to  downward 

Shoe 

for  Inverted  contraction.    To  the  ordinary  shoe  with  heel-piece, 

Great  Toe. 

but  in  place  of  the  spring,  I  substituted  a  small 
double-action  rack  and  pinion  movement,  having  a  flexion  and 
-extension  and  eversion  movement.  This  mechanism  corre- 
sponded to  the  joint  in  position,  and  was  extended  to  the  end  of 
the  toe  by  a  small  lever.  This  plan  enabled  the  lever  to  be 
adapted  to  the  axis  of  the  toe,  and  was  attached  by  a  narrow 
strap  and  buckle,  to  which  I  fastened  a  small  trough  of  poro- 
plastic  in  order  to  diffuse  the  pressure  of  the  strap.  By  gradual 
■extension  the  toe  was  entirely  straightened,  and  a  most  success- 
ful result  obtained.  In  ordinary  cases  of  bunion,  and  especially 
Bunion    where  pain  is  caused   by  the   contraction  of  the 

extensor  tendon,  I  have  found  the  bmiion  spring  of 
great  service.  It  is  considerably  lighter  than  the  sole-plate, 
and  equally  perfect  in  its  action,  although  it  is  not  suitable  for 
the  severer  forms  of  inversion.  It  consists,  Fig.  215,  PI.  41,  of  a 
metal  plate,  which  is  adjusted  to  the  foot,  at  the  instep,  on  the 
lower  part  of  the  plate,  a  spring  is  jointed  and  curved  convexly 
towards  the  toe,  having  a  special  feature  in  the  division  of  the 
spring  over  the  bunion,  by  which  means  all  pressm-e  on  the 
joint  is  obviated.  As  a  light  retentive  sole-plate  the  half-metal 
Half-Metal  P^^*^  ^''^^^  Upright  divisions  may  be  used.  With 
wfth^upriit  reference  to  any  appliance  for  walking  I  have  found 
Divisions.  greatest  difficulty  in  adaptmg  retentive  appliances 
for  this  purpose,  as  so  much  depends  upon  the  condition  of  the 
y   Appliances  toe.    In  very  slight  cases,  •  as  a  preventive,  I  have 

for 

Walking,   used  a  leather  cap  or  thimble  attached  to  the  great 
toe,  and  fastened  to  the  heel  by  a  tape  with  elastic  msertion. 


In  other  cases  an  upright  division  is  inserted  in  the  boot,  but  the 
difficulty  exists  in  introducing  the  toe  into  the  space  left  for  its 
use.  A  very  ingenious  instrument  was  devised  by  Dr.  Dick,  and 
consisted  in  a  V  shaped  spring,  which  was  worn  between  the 
great  and  second  toe,  with  the  apex  of  the  V  resting  against  the 
web,  and  the  sides  of  the  spring  respectively  attached  to  the 
great  and  second  toe  by  elastic  bands.  My  experience,  however, 
shews  that  if  the  sole-plates  are  worn  perseveringly  at  night, 
and  if  possible,  part  of  the  day,  with  good  roomy  and  particu- 
larly straight  boots  along  the  inner  border  of  the  foot,  they 
are  sufficient  to  prevent  any  chance  of  relapse.  How  difficult  it 
is  to  get  patients  to  wear  these  boots  can  be  better  understood 
by  the  medical  profession  than  the  pubhc,  whose  notion  and  use 
of  a  pretty  (?)  boot  causes  more  deformity  and  suffering  than  it 
is  possible  to  conceive. 


i 
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CHAPTER  XI. 

Artificial  Limbs  for  Amputations  and  Congenital 
Deficiencies  and  Malformations. 

In  the  construction  of  artificial  limbs  for  the  upper  or  lower 
extremities  a  great  diversity  of  opinion  exists  as  to  the 
mechanism  that  can  be  employed.  I  refer  principally  to  those 
of  the  upper  extremities  and  where  more  need  is  necessary  for 
the  replacement  of  the  functions  of  the  lost  member.  There 
have  been  many  attempts  made  to  construct  arms  and  hands 
with  automatic  and  spring  movements — very  perfect  mechanism 
of  its  kind —but,  owing  to  the  exceedmgly  lunited  space  for  the 
insertion  of  the  mechanism,  especially  in  the  fingers,  these 
movements  are  Uable  to  become  easily  deranged,  and  con- 
sequently useless.  I  have  now  had  considerable  experience  in 
the  construction  and  fitting  of  artificial  limbs,  and  it  is  my 
opinion  that  the  simpler  the  mechanism  the  more  perfect  and 
useful  the  action.  With  the  replacement  of  a  leg  the  patient  is 
enabled  immediately  to  walk,  and  it  at  once  becomes  of  the 
greatest  service  ;  not  only  this,  there  are  few  cases  in  which  I 
have  not  found  the  patient  capable  of  dancing  and  riding. 
Practically  speaking,  the  limb  is  restored,  but  with  the  upper 
extremities  the  case  is  very  different.-  Generally  an  arm  or 
hand  is  applied  for  appearance;  many  things  may  be  done, 

such  as  using  a  knife  or  fork,  holding  papers  or  cards,  but  all 

L  2 
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require  a  special  instrument  for  the  purpose.  There  is,  however, 
one  improvement  in  the  construction  of  arms  for  amputation 
below  the  elbow,  which  I  have  found  to  be  of  great  utility,  and 
this  is  an  automatic  rotation  movement  at  the  wrist  joint.  It  is 
principally  applicable  to  cases  where  the  amputation  is  near  the 
elbow  joint,  leaving  a  short  stump.  The  full  flexion  of  the  arm 
cannot  be  obtained  owing  to  the  fitting  of  the  arm  socket, 
and  it  is  impossible  to  bring  the  fork  to  the  mouth  without 
rotating  the  arm.  I  had  a  case  in  which  this  difficulty  arose, 
and  which  I  very  successfully  overcame  by  adapting  a  spring 
movement  at  the  wrist,  that  was  acted  upon  by  an  elbow  cap 
connected  to  the  movement  by  a  gut  band.  This  is  the  only 
automatic  movement  which  I  have  found  serviceable.  In 
enumerating  the  several  forms  of  artificial  Umbs  I  shall  divide 
them  into  five  classes  : — 

1.  Limbs  for  amputation  above  tlie  l<nee  joint. 

2.  Limbs  for  amputation  below  tiie  knee  joint. 

3.  Limbs  for  amputation  above  tlie  elbow  joint. 

4.  Limbs  for  amputation  below  the  elbow  joint. 

5.  Limbs  and  apparatus  for  congenital   deficiencies  and 

malformations. 

1,    Limbs  fob  Amputation  above  the  Knee  Joint. 
Bucket  Leg      The  simplest  form  of  leg  is  the  Bucket  Leg, 

for  above  Knee 

Amputation,  -pig.  213,  PI.  42.  This  consists  of  a  simple  wooden 
bucket  with  pm  attached  and  fastened  to  the  body  by  a  pelvic- 
strap.  The  limb  can  be  made  with  a  sprmg  stop  jomt,  to  enable 
the  pin  to  be  bent  whilst  sitting.  I  do  not  generally  advise  it,  as  it 
soon  becomes  shaky  from  constant  wear.  This  is  the  only  kind  of 
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limb  suitable,  in  an  economical  point  of  view,  for  hospital  cases. 
FuUyArticu-  The  next  form  is  the  fully  Articulated  limb,  for  thigh 
^abovSee"  amputation,  Fig.  214,  PI.  42.  In  construction  this  is 
Amputation.  ^-^^  ^^^^  complicated  Hmbs  to  make,  and  one 

in  which  there  is  the  greatest  difficulty  to  teach  patients  to  use, 
especially  in  cases  of  short  stump.  It  is  constructed  entirely  of 
willow  and  lime  tree,  with  all  fully  articulated  joints,  and  fitted 
with  the  tendon  movement.  The  limb  is  attached  to  the  body 
by  braces  passing  over  the  shoulders.  The  great  difficulty 
in  commencing  to  walk  with  this  form  of  Hmb  consists 
in  keeping  the  knee  joint  well  under  the  body,  and  maintainmg 
the  axis  of  the  limb.  In  taking  the  step  the  leg  should  be 
thrown  well  forward,  and  the  heel  planted  firmly  on  the  ground. 
The  knee  should  then  be  straightened,  and  the  weight  of  the 
body  will  be  sustained  without  fear  of  collapse  at  the  knee.  At  first 
this  movement  will  be  arduous,  but  with  practice  the  action  will 
be  easily  acquired,  and  a  natural  gait  obtained.  I  have  recently 
fitted  a  limb  to  a  patient,  with  a  stump  only  two  inches  in 
length  from  the  hip  joint,  with  perfect  success. 


2.    LniBS  FOR  Amputation  below  the  Knee  Joint. 
Kneeling  Pin     The  Kneeling  Pin  Leg,  Fig.  215,  PI.  42,  is  very 

Leg. 

useful  in  cases  of  anchylosis  of  knee  joint,  and  for 
hospital  purposes.  It  is  also  very  serviceable  in  the  treatment 
of  cases  of  disease  of  the  ankle  joint,  where,  by  the  addition  of 
a  cradle,  complete  rest  is  given  to  the  joint,  and  the  patient 
enabled  to  get  about. 
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Artificial  Pin     A.S  a  clieap  form  of  artificial  lee  for  hospital  use. 

Leg,  without  o  1  » 

Articulations,  -pig.  216,  PI.  42,  represents  a  serviceable  instrument, 
which  may  be  used  where  the  amputation  exists  at  the  lower 
third  of  the  limb.  It  is  attached  to  the  limb  by  an  above  knee 
strap,  and  is  very  durable  in  wear.  Where  the  amputation  is 
close  to  the  joint,  it  is  advisable  to  use  a  thigh  bucket,  so  that 
Artificial  Pin   the  bearing  may  be  entirely  from  this  point; 

Leg,  with 

Knee  Joints.  Fig.  217,  PI.  42,  represents  this.  The  thigh  bucket 
is  attached  to  the  lower  bucket  by  metal  stems  jointed  at  the 
knee.  There  is  one  advantage  in  this  form  of  limb,  namely, 
that  the  bearing  being  entu-ely  at  the  thigh,  the  stump  does  not 
atrophy  so  much  as  when  the  bearing  is  entirely  below  the 
knee  joint.  In  cases  of  long  fleshy  stumps,  an  articulated  foot 
Artificial  Leg    is  usually  applied.    Fig  218,  PI.  42,  illustrates  this. 

for  Long 

Fleshy  Stump.  The  bearing  is  taken  from  a  leather  pressure  cap, 

fitted  below  the  patella,  and  resting  on  the  upper  edge  of  the 

Artificial  Foot  leg  bucket.    Fig.  2l8a  repre- 
for  Syme's 

Amputation,  sents  the  most  approved  form 
of  foot  for  Syme's  amputation,  and  is  amply 
described  by  the  annexed  woodcut.  The 
most  perfect  limb  is  that  depicted.  Fig.  219, 

FuUyArticu-  42,  the  fully  articulated 
Jtfow  tee  limb  for  below  knee  amputa- 

Amputation.  r^j^g  ^j^igf  f^^ture  Con- 

sists in  the  tendon  movement  a.  This 
corresponds  to  the  tendon  achilles,  takes 
its   origin  from   above  the  knee  joint, 
and  is   inserted    into  the  heel  at    b.        Fig.  2i8a. 
This  bears  the  entire  strain  at  the  ankle  joint  and  produces 
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that  natural  gait  which  is  so  important  in  the  use  of 
artificial  members.  The  attachment  of  the  limb  is  of  great 
consequence.  Where  possible,  I  endeavour  to  avoid  the  use  of 
braces  in  below  knee  amputations.  Under  any  circumstances 
they  are  troublesome,  producing  bearing  down  and  great  strain. 
I  attach  my  artificial  limbs  by  the  above  patella  strap  c.  This 
fixes  the  artificial  limb  to  the  leg,  and  both  work  as  one.  I  have 
seen  many  cases,  where  perfect  mechanism  has  been  applied, 
entirely  fail  for  want  of  this  strap.  By  its  use  the  limb  is  firmly 
connected,  without  undue  pressure,  and  all  tendency  to  slip  is 
avoided.  With  reference  to  the  fitting  of  limbs,  it  is  of  the 
utmost  importance  that  the  bucket  should  fit  the  stump  accu- 
rately. If  this  is  carefully  attended  to,  the  success  of  the  case  is 
absolutely  certain. 

3.    LniBS  FOR  Amputation  above  the  Elbow  Joint. 

Much  depends  in  this  class  of  cases  upon  the  social 
position  of  the  patient  as  to  the  form  that  the  limb  should 
conunonAnn  take.    In  hospital  practice  the  common  arm  socket 

Socket,  -^j^ij  hook  is  of  great  service,  and  is  generally 
supplied.  It  is  so  well  known  that  it  needs  no  comment.  I  had 
few  years  back  sent  me  from  one  of  the  London 
hospitals,  that  of  a  railway  porter,  who  had  both  arms  ampu- 
tated ;  the  right  at  the  shoulder  joint,  and  the  left  four  inches 
below  the  shoulder  joint.  I  fitted  him  with  a  common  arm 
socket  to  the  right,  and  a  fully  articulated  arm  to  the  left,  with 
which  he  was  enabled  to  do  many  things,  and  eventually  take  a 
situation  which  rendered  him  self-supporting.  As  an  indication  of 
the  more  expensive  class  of  work,  I  would  refer  to  Fig.  220,  PI.  43. 
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which  represents  a  fully  articulated  arm  for  amputation  at  the 
Articulated  shoulder  joint.  The  limb  was  attached  to  the  body 
lauon'^at  the"'  ^  ^ross  axillary  strap,  the  flexion  of  the  elbow 
Shoulder  Joint,  j^g-^^g  a^-j-anged  for  by  a  spring  catch  which  fastened 
into  a  series  of  holes,  so  that  the  angle  of  flexion  could  be 
altered  at  will.  The  wrist  joint  was  made  to  rotate  and  detach 
in  order  that  a  riding  hook  might  be  apphed  when  requisite. 
The  peculiarity  of  the  riding  hook  consisted  in  the  centre  of 
the  hook  being  jointed  with  a  spring  movement  which  at  a- 
certain  pressure  gave  way,  the  result  being  that  the  reins  were 
loosed  and  the  attachment  of  the  hook  to  the  arm  freed.  This- 
hook  is  specially  serviceable  for  use  in  the  hunting  field  or 
when  ridmg  a  restive  horse,  assm'ing  an  absolute  immunity 
from  accident  by  draggmg. 


4.    Limbs  foe  Amputation  below  the  Elbow  Joint. 

Fig.  221,  PI.  43,  represents  an  articulated  hand  and 

Artificial  Hand 

and  Arm  for  arm  for  below  elbow  amputation ;  it  is  to  a  case  of 

Below  Elbow 

Amputation,  this  class  that  the  rotation  movement,  already 
described,  was  attached.  Fig.  222,  PL  43,  represents  an  arm- 
Arm-Socket  socket  and  hand,  suitable  for  cases  of  long  fleshy 
and  Hand.  g^^j^p_  jj.  jg  advisable  to  connect  the  limb  to  the 
arm  by  an  above  elbow  bandage.  At  Fig.  223,  PI.  14,  I  have 
illustrated  several  types  of  instruments  suitable  for  use,  but 
many  more  are  constantly  made  from  time  to  time  according  to 
the  requirements  of  patients.  At  Fig.  224,  PI.  43,  I  have 
illustrated  the  way  in  which  a  fork  is  adapted  to  the  hand. 


FIG.  221. 
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5.  Limbs  and  Apparatus  for  Congenital  Deficiencies 
AND  Malformations. 
In  the  many  and  varied  cases  of  these  painful  afflictions  that 
have  been  brought  before  me,  it  has  constantly  been  my  desire  to- 
publish  the  results  that  have  been  obtained  by  the  application 
of  mechanism,  not  only  as  a  demonstration  of  the  good 
that  can  be  attained,  but  as  a  reUef  to  those  who  are 
similarly  afflicted  and  not  aware  of  the  assistance  that 
can  be  rendered.  Unfortunately,  in  the  large  number  of 
cases,  which  have  come  under  my  notice,  I  have  been  imable  to 
obtain  photographs  or  drawings  of  the  actual  deHcacy 
of  feeling  has  prevented  a  request  to  do  so,  and  where  the 
request  has  been  made,  permission  has  not  been  given.  On 
consideration  one  cannot  be  surprised  that  this  permission 
has  been  withheld,  although  in  the  cause  of  science,  and  as  a 
help  to  others  one  would  like  to  be  able  to  add  yet  another 
testimony  to  the  value  of  mechanism.  I  am,  however,  enabled 
to  give  illustrations  of  apparatus  that  I  have  made,  which  will 
afford  some  insight  into  the  great  assistance  that  can  he- 
rendered.  Most  especially  in  deficiencies  of  the  lower  extremities 
are  the  greatest  results  obtained.  The  relative  good  derived  is  in 
the  same  relation  as  that  of  ordinary  artificial  legs  to  arms.  The 
first  case  I  would  draw  attention  to  is  that  of  a  gentleman  for 
whom  I  have  made  apparatus  for  some  considerable  time.  He 
has  a  deficiency  of  the  left  lower  extremity  from  the  knee  joint ;. 
the  tibia  and  fibula  are  absent,  and  the  foot  articulated  at  the 
end  of  the  femur.  There  exists  perfect  movement  at  the  ankle 
joint,  and  complete  articulation  at  the  hip  joint.  I  am  therefore 
enabled  to  obtain  a  firm  bearing  from  the  sole  of  the  foot  as  th& 
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basis  for  carrying  the  weight  of  the  body.  It  is  remarkable  that  • 
owing  to  the  constant  use  of  the  ankle  joint,  as  a  knee  joint,  the 
patient  has  almost  perfect  flexion,  corresponding  to  the  normal 
Tinee  joint  of  the  opposite  limb.  The  apparatus  is  carried  to  the 
pelvis  by  side-uprights,  with  a  free  joint  at  the  hip,  and  attached 
to  the  thigh  by  a  wide  thigh  bandage.  The  lower  portion  of  the 
xipparatus  is  constructed  after  the  same  principle  as  the  below 
knee  artificial  leg  with  tendon  movement.  With  the  exception 
■of  a  slight  difference  in  the  size  of  the  left  leg  of  the  trousers, 
very  little  is  noticeable  in  the  appearance  or  the  gait,  and  this 
gentleman  can  walk  ten  miles  without  the  slightest  fatigue,  and 
is  also  able  to  take  his  share  of  tennis,  rowing,  and  a  variety , 
of  out-door  exercises  and  amusements. 

In  juxta-position  with  this  case  I  would  mention  that  of  a 
young  gentleman,  whom  I  saw  twelve  years  ago,  with  (what 
I  imagined  at  that  time  to  be)  a  similar  deficiency,  only  of 
the  right  leg.    When  he  was  a  year-and-a-half  old  I  made  him 
a  slight  apparatus,  without  much  mechanism,  permitting  him  in 
his  infantile  way  to  move  about  freely ;  but  at  the  age  of  six  he 
•commenced  to  limp  considerably,  and  seemed  to  be  developing 
epinal  curvature.    I  should  mention  that  previously,  the  foot — 
which  was  attached  at  the  end  of  the  femur — was  operated  upon, 
owing  to  the  existence  of  severe  equinus,  and  it  was  anticipated 
that  if  the  foot  could  be  brought  to  a  right  angle  that  it 
would  form  a  good  base  of  support.  It  did  so  for  four-and-a-half  i 
years,  but  after  that  time  the  limpmg,  before  mentioned, , 
.appeared.     On  careful  examination,   by  the  sm-geon  who 
-operated  on  the  case,  it  was  ascertained  that  this  drooping ; 
was  occasioned  by  the  entire  absence  of  the  acetabulum,  and 
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that  the  head  of  the  great  trochanter  could  be  felt  distinctly 
moving  upwards  a  space  of  two  inches.  The  foot  was  therefore 
of  no  use  as  a  base  of  support,  and  I  had  to  entirely  remodel  my 
apparatus.  This  I  did,  taking  my  bearing  from  the  tuberosity 
of  the  ischium,  and  using  the  foot  as  a  point  of  extension  to 
retain  the  hip  joint  in  position.  The  apparatus  is  shown 
Fig.  225,  PL  44.  The  perineal  ring  b  is  carried  under  the 
ischium  at  a  which  forms  the  base  on  which  the  trunk  is 
supported.  The  foot  is  attached  by  means  of  a  gaiter  to  the 
sole  plate  c.  The  lower  part  of  the  limb  is  constructed  in  the 
ordinary  manner.  The  patient,  who  is  a  strong,  healthy  lad, 
is  scarcely  ever  still,  and  joins  eagerly  in  all  the  school 
games,  thereby  fully  demonstrating  the  value  of  his 
artificial  help. 

I  will  describe  one  other  case  of  congenital  malformation.  This 
is  of  a  young  lady  now  eight  years  of  age,  where  the  deficiency 
€xists  at  the  middle  third  of  the  left  femur.  This  is  a  com- 
paratively easy  case,  as  the  stump  closely  resembles  one  of 
ordinary  amputation.  However,  a  malformation  also  exists  in 
the  leg  of  the  right  limb,  the  tibia  and  fibula  being  fused,  and 
terminating  in  a  rudimentary  foot.  There  is  also  considerable 
tendency  to  genu-valgum  of  the  right  knee,  evidently  due  to 
osseous  deformity.  I  have  illustrated  the  apparatus  which  has  been 
supplied  to  this  case  for  some  time  past,  and  which  is  eminently 
successful.  Fig.  226,  PI.  44.  The  left  extremity  consists  of  a 
leather  moulded  limb  without  articulations  (at  present  the 
little  patient  would  be  unable  to  manage  the  knee  joint)  which 
is  connected  by  a  side  stem  with  hip  joint  to  the  pelvic  band  of 
the  right  leg  apparatus.  This  leg  instrument  (right)  is  arranged 
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with  a  garter-piece  and  double  knee-cap  at  the  knee,  and  a  ring 
catch  movement,  which,  in  combination  with  a  trough  splint  at 
night,  has  already  much  reUeved  the  tendency  to  genu-valgum, 
and  there  is  no  doubt  that  by  perseverance  in  the  treatment  the 
limb  will  be  quite  cured  of  this  affection.  In  addition  to  these 
walkmg  apparatus,  I  have  also  made  for  her  a  riding  leg 
Fig.  227,  PI.  44,  which  contains  a  novel  invention  that  I  have 
not  before  seen  attempted.  This  consists  of  a  means  of  rapid 
detachment  in  case  of  a  fall  or  throw  from  the  horse,  so  that  the 
terrible  results  of  being  "dragged"  may  be  effectually  avoided. 
The  limb  is  divided  at  B  and  the  lower  portion  c  is  attached  to 
the  upper  d  by  a  central  pin  filed  flat  on  one  side  to  prevent 
rotation.  The  part  c  is  kept  in  apposition  by  a  spring  catch 
A  which  is  only  sufficiently  strong  enough  to  keep  the  limb 
together  whUst  the  step  is  taken  in  walking.  An  ordinary 
slipper  stirrup  is  used,  and  the  leg  fastened  to  the  stu-rup  by  a. 
strap  attached  to  the  stirrup-iron.  Should  an  accident  occur, 
the  foot  (the  only  part  which  can  hold  in  the  stirrup)  is  imme- 
diately drawn  away  by  traction,  and  alone  left  attached  to  the 
saddle. 

I  have  rather  fully  described  these  cases,  and  could  multiply 
them,  but  I  think  I  have  given  examples  sufficient  to  demonstrate 
how  much  can  be  done  by  judiciously  devised  mechanism. 
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CHAPTER  XIL 

Trusses  for  Inguinal,  Femoral,  Umbilical  Hernia, 

and  others. 

The  various  forms  of  trusses  applicable  to  cases  of  hernia  are 
already  so  well  known  that  it  may  seem  superfluous  to  draw 
particular  attention  to  any  one  kind.  There  is  as  much 
difference  of  opinion  as  to  the  best  form  of  truss,  as  in  the 
application  of  other  apparatus,  and  it  is  often  a  question  of 
experiment  to  decide  what  form  is  most  suitable.  The  following 
kinds  are  adaptable  both  for  inguinal  and  femoral  hernia,  the 
difference  merely  being  in  the  shape  of  the  neck  and  the  head. 
In  slight  cases  the  ordinary  single  or  double  truss  is  sufficient. 
The  success  in  the  application  of  this,  consists  in  the  adaptation 
of  the  spring,  which  should  be  arranged  to  fit  the  pelvis 
accurately.  The  bathing  truss,  Fig.  228,  PL  45,  covered  in 
rubber  is  of  the  same  construction.  In  more  severe  cases  the 
truss  invented  by  Dr.  Dick,  has  been  found  of  great  service,  and 
I  have  frequently  applied  this  to  the  worst  kinds. 

Dr  Dick's  • 

Auxiliary  Fig.  229,  PI.  45,  indicates  the  nature  of  the 
Spnng  Truss,  ^^^^y^^^^  spring,  in  which  the  pad  a  is  shewn  to  be  in 

a  different  plane  to  that  of  the  body  sprmg,  by  the  addition  of 
this  auxiliary  spring  a  direct  uplifting  force  is  obtained,  the 
body  spring  merely  acting  to  keep  the  pad  in  position.  The 
advantage  therefore  obtained  is  very  considerable,  inasmuch  as 
the  truss  need  not  be  fastened  unbearably  tight  to  obtain  the 
necessary  and  supporting  power. 
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Cross-spring     Fig.  230,  PI.  45,  represents  this  form,  which  has 

Truss. 

the  advantage  of  encirclmg  the  pelvis  on  one  side 
only.  It  is  suitable  for  very  slight  cases,  on  account  of  the 
pressure  of  the  strap  bemg  unbearable  when  the  rupture  is 
severe.  The  pecuharity  m  this  truss  rests  in  the  spring 
supporting  the  hernia  from  the  opposite  side  :  this  passing  over 
the  pubes  from  left  to  right  for  a  right  hernia,  and  vice  versa. 

Adjustable  ^^^^  apparatus,  Fig.  231,  PI.  45,  has  the  advan- 
Eo^atfonMove-  *^§®  °^  adjustable  head,  arranged  for  by  a  small 
mentmPad.  notation  rack  and  pinion  movement  at  A.  This 
alters  the  position  of  the  plane  of  the  pad,  and  materially  assists 
in  the  adjustment,  especially  where  there  is  any  tendency  of  the 
hernia,  or  omentum,  to  slip  under  in  severe  cases. 
Double  Truss,     Often  in  cases  of  double  rupture  the  pressure  of 

with  Pressure 

Plate  at  Back,  the  Spring  cannot  be  tolerated  on  the  sacrum,  and  in 
such  cases  it  is  frequently  relieved  by  a  back  plate  A,  Fig.  232, 
PI.  45,  which  is  fitted  with  conical  springs,  these  greatly  relieve 
the  rigid  pressure,  and  the  size  of  the  plate  diffuses  the  area  of 
the  counter  pressure. 

Truss  for      The  best  form  of  truss  for  Umbilical  Hernia  is  that 

Umbilical 

Hernia,  illustrated  m  Fig.  233,  PI.  45,  and  is  especially 
adapted  for  cases  of  a  moderately  severe  nature.  It  consists  of 
two  lateral  springs  A  B  hinged  and  attached  to  the  abdomuial 
plate  at  c  c.  This  plate  is  made  to  cover  a  large  area,  so  that 
support  may  be  given  to  the  abdominal  waUs,  as  well  as  to  the 
hernia  itself,  which  is  arranged  for  by  a  conical  pad  attached  to 
the  inner  surface  of  the  plate. 

Single  Truss     In  slight  cases  I  have  lately  invented  a  single 

for  Umbilical  ,  .  ,  , 

Hernia,     spring  truBS   which  has   been  found  to  answer 
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admirably,  and  is  exceedingly  light,  and  keeps  its  position  well 
in  wear.  It  is  shown  Fig.  234,  PI.  45,  and  consists  in  a  counter 
pressure  plate  a  to  which  is  attached  the  spring  b  this  being 
connected  to  the  abdominal  plate  c.  The  principal  point  in  this 
truss  is  the  shape  of  the  spring  which  is  hammered  to  bring  the 
counter  pressure  plate  exactly  on  the  waist  line,  by  this  means- 
no  displacement  occurs.  The  truss  is  suitable  both  for  males 
Truss  for  and  females.    Similarly  in  design  I  have  successfully 

floating 

Kidneys,  fitted  a  truss  for  supporting  "  floating  kidney,"  and 
with  every  comfort  to  the  patient.  The  above  give  a  very 
general  idea  of  the  form  of  apparatus  used  for  hernia.  There 
are  so  many  ways  of  modifying  trusses  that  it  would  be  quite 
impossible  to  enumerate  all  here.  The  pads  may  be  made  of 
ivory,  vulcanite,  water,  air,  &c.,  but  the  construction  of  the 
spring  is  the  same.  The  success  in  the  appHcation  is  effected  by 
the  adaptation  of  the  main  spring,  for  if  this  be  not  very  care- 
fully moulded  to  the  pelvis,  the  pad  will  constantly  be  liable  ta 
derangement.  There  are  also  many  other  forms  of  truss 
required,  e.g.,  such  as  Prolapsus  Ani,  Fig.  235.    This  is  made 

Truss  for   with  a  pelvic  band,  to 

Prolapsus 

Ani.  which  is  fixed  a  main 
spring  at  the  back,  held  in 
position  by  straps  and  buckles. 
An  ivory  pad  is  connected  to  an 
auxiliary  spring,  which  is  fastened 
to  the  main  spring.    This  gives  the  Fig.  235. 

necessary  support  to  the  prolapsed  rectum.  Also  in  cases  of 
scrotal,  ventral,  and  for  the  rarer  cases  of  vaginal  hernia, 
special  apparatus  are  made. 
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TaUpes  varus.  Little's  Firm  Up- 
right Walking  Instriunent  with 
screw  stop  joint  for    Hg 

Talipes  varus,  Little's  No.  1 
Walking  Instrument  for      ...  118 

TaUpes  varus.  Little's  Eight  An- 
gular Tin  Splint  for  congenital  106; 

Talipes  varus.  Little's  Tin  Splint 
with  thumb-screw  movement 
for  congenital   105' 

TaUpes  varus.  Splint  for  cme  of 
first  stage  of  congenital       ...  103' 

Thigh  Bandage  and  Gaiter  for 
hip  extension  ...       ...       ...  75 

Thomas' SpUnt  for  Uip  joint   ...  76' 

Tibia,  cm-ved    97 ' 

„        „     Ernst's  Apparatus 

for  Anterior    98 

Tibia,  curved,  Eoeckel's  Appara- 
tus for  Anterior    99 

Tibia,  cm-ved,  Walking  Appara- 
tus for    98 

Toe  Elevating  Spring    10 

„         „         „  Appai-atus 
for  paralysis    133 

Toe  Elevating  Spring,  Eegu- 
latiug,  for  paralysis  ...       ...  133 

Toe,  Hammer,  Half-Metal  Sole- 
Plate  for    143 

Toe,  Hammer,  Metal  Shoe  with 

Slots  for    142 

Toe,  Hammer,  T-sprmg  for    ...  143 

„  Extension  Shoo  for  inverted 
great   1^5 
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Toe,  Half-Metal  Sole-Plate,  with 
upright  divisions  for  invertecl, 
and  Hammer  ...       ...       ...  145 

Toe,  Inverted  gi'oat.  Metal  Shoe 
for  combined  Hammer  toe  and  144 

Toe,  Modified  Shoe  for  eversion 
of  gi-eat   144 

Toe,  Shoe  with  toe  wire  for  ever- 
sion of  gi'e  at    ...       ...       ...  144 

Toe,  Walking  Apparatus,  for 
inverted         ...       ...       ...  145 

Toe  Spring    10 

Trapeze  Bar,  Double,  for  spinal 
curvature        ...       ...       ...  51 

Trapeze  Bar,  Siagle,  for  spinal 
curvature        ...       ...       ...  50 

Truss,  Nose        ...       ...       ...  16 

„        ,,    AppHcation  of  the...  17 
,,     Adjustable,  with  rotation 
movement  in  pad      ...       ...  158 

Truss,  Cross  Spring      ...       ...  158 

,,     Dick's  Auxihary  Spring...  157 
,,     Double,     with  pressm-e 
plate  at  back  ...       ...       ...  158 

Truss,  Floating  Kidneys,  for   ...  159 
„     Inguinal  ...       ...       ...  157 

,,     Prolapsus  Ani     ...       ...  159 

„     Umbilical  Hernia         ...  158 

Trough  Splint  with  rack  move- 
ment for  genu- valgum         ...  94 

Valgus — 

Adam's  Shoe  for  adult         ...  127 
„      Splint  for  Congenital 

Talipes    124 

Calcaneo,  Apparatus  for  ...  135 
Concealed  Spring  Boots  for  ...  126 

Kight  Shoe  for   126 

„     „     ,,  with  rack  move- 
ment for    127 

or  Varus,  Walking  Apparatus 

for  Paralytic    134 

Walking  Boot  for    125 

Varus — 

Adams'  Improved   Shoe  for 
talipes  equino        ...       ...  Ill 

Adams'  Shoe  for  adult        ...  112 
„       „  with  Divided  Sole- 
Plate  for  tahpes  equino     ...  109 
Adams'Varus  SpHnt  for  second 

stage  of  congenital  tahpes  104 
Double  Upright  Walking  In- 
stnoment  for  talipes         ...  119 
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1  III  ii  I    Y'l  1^  I  jii        Till  ilm  _j 
for  Tahpes  ...       ...       ...  121 

Fu-m,  UprightWalking  Instru- 
ment for  taUpes    119 

Fisher's  Shoe  fortahpes  equino  111 

Foot-exercising  Apparatus  for 
talipes         ...       ...       ...  122 

Little's  Adjustable  SpKnt  for 
congenital  talipes   106 

Little's  Concealed  Spring  for 
tahpes         ...       ...       ...  118 

Little's  Double-hinged  Shoe 
for  talipes  equino  ...       ...  116 

Little's  Fu-m,  UprightWalldng 
Instrument  with  Eegulating 
Screw  Stop-joint  for  tahpes  118 

Little's  Long  Spring  Shoe, 
with  Back  Adjustment  for 
talipes  equino        ...       ...  116 

Little's  No.  1  Walking  Instru- 
ment for  tahpes     ...       ...  118 

Little's  Bight-angular  Tin 
Sphnt  for  congenital  tahpes  106 

Little's  Shoe  for  tahpes  equino  115 
,,      Tm   Sphnt  for  con- 
genital tahpes        ...       ...  105 

Eetentive  Spring  Boot  for    ...  106 

Splint  for  cm"e  of  first  stage 
congenital  tahpes  ...       ...  103 

Walking  Instrument  to  thigh 
and  pelvis  for  tahpes        ...  120 
Vertical  Side  Socket   ...       ...  4 


Weight  Extension  Apparatus  for 
hip  joint         ...       ...       ...  75 

Wrist,  Apparatus  for  contracted 
elbow  and       ...       ...       ...  71 

Wrist  joint.  Apparatus  for 
paralysis  at     ...       ...       ...  70 

Wry  Neck  Apparatus  (Adams') ..  24 

Apphcation  of   26 

Wry  Neck  Apparatus,  with  Poro- 
plastic  fulcrum    26 

Wry  Neck  Apparatus,  simple  ...  27 
,,      ,,    Blocked  leather  col- 
lar for    21 

Wry  Neck,  Exercising  Aii-ange- 
ment  for         ...       ...       •••  23 

Wry  Neck,  Saddle-head  support 
for    '-^'-i 
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